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Abstract 

Estimation  has  not  received  enough  attention  in  3D  medical  imaging.  Estima¬ 
tion  is  often  done  in  3D  medical  imaging  to  increase  data  resolution  for  enhanced 
renditions.  It  is  also  used  for  correcting  inaccurate  surface  formations  in  the  well 
known  marching  cubes  algorithm.  Accurate  estimations  are  vital  because  clinical  as¬ 
sessment  is  often  aided  by  examination  of  3D  medical  images.  This  thesis  introduces 
the  geo-statistical  estimation  technique  called  kriging  to  the  field  of  3D  imaging. 
Kriging  theory  claims  to  be  the  optimal  estimator  -  better  than  the  standard  deter¬ 
ministic  methods  commonly  used. 

This  thesis  explores  four  estimation  techniques  for  use  in  3D  medical  imaging. 
The  techniques  are  linear  interpolation,  trilinear  interpolation,  tricubic  interpolation, 
and  kriging.  The  interpolation  methods  are  standard  estimation  techniques  used 
in  3D  imaging.  The  estimation  techniques  are  used  to  estimate  scalar  values  in 
two  primary  areas.  These  are  intra-cell  scalar  value  estimation  and  the  volume 
pre-processing  operation  of  slice  interpolation.  This  research  investigates  intra-cell 
scalar  value  estimation  in  a  surface  extraction  method  called  cell  subdivision.  This 
research  also  explores  slice  interpolation  by  estimating  scalar  values  between  existing 
medical  data  slices.  Slice  interpolation  is  the  operation  of  estimating  logical  slices 
between  existing  ones,  typically  to  increase  data  resolution  to  obtain  a  finer  mesh 
representation  of  a  surface. 

Tricubic  interpolation  is  shown  to  be  most  useful  in  artificially  created  volumes 
of  smooth  functions.  It  is  also  shown  to  produce  poor  results  in  medical  volumes 
and  in  slice  interpolation.  More  importantly,  this  research  demonstrates  that  kriging 
subsumes  the  deterministic  methods  investigated  and  can  estimate  much  better  than 
tricubic  interpolation. 
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Evaluation  of  Scalar  Value  Estimation  Techniques  For  3D  Medical 

Imaging 


I.  Introduction 

A  twelve-year-old  boy  suffers  from  severe  congenital  defects  in  the  sacrum, 
lumbar  spine,  and  acetabula  (hip).  The  surgeon  assigned  to  this  case  reviews  both 
two-dimensional  (2D)  and  three-dimensional  (3D)  medical  images  of  the  boys  pelvic 
region.  The  3D  image  is  generated  by  a  computer  graphics  program  with  input  from 
a  series  of  2D  Computed  Tomography  slices  (scans)  of  the  patient’s  pelvic  region. 
3D  medical  images  provide  views  of  internal  organs,  bones,  tissues,  muscles  and 
other  body  parts  otherwise  only  seen  after  the  human  body  has  been  invaded  by 
exploratory  or  therapeutic  surgery.  Because  of  the  additional  insight  revealed  by  the 
3D  images,  the  surgeon  decides  not  to  perform  surgery  (45).  In  this  case,  2D  scans 
alone  do  not  provide  enough  information  for  the  surgeon  to  make  an  accurate  as¬ 
sessment  of  the  patient’s  condition.  Analysis  of  craniofacial  abnormalities,  radiation 
treatment  planning  for  cancer  patients,  analysis  of  pelvic  deformities  ,  and  cardio¬ 
pulmonary  analysis  are  only  a  few  of  the  areas  3D  medical  images  have  assisted 
medical  clinicians  make  vital  decisions  in  patient  management  (45). 

Because  of  the  need  to  visualize  volume  (3D)  data  sets  for  analysis,  computer 
scientists  have  developed  many  different  techniques  for  portraying  this  data.  Meth¬ 
ods  exist  to  depict  this  three-dimensional  data  in  3D;  however,  the  emphasis  has 
been  to  display  the  3D  data  on  a  2D  screen  (26)  and  (27).  This  research  explores 
a  subset  of  the  latter  methods  in  the  area  of  medical  imaging,  with  an  emphasis  on 
estimation  of  scalar  values. 

To  understand  the  exact  problem  considered  and  the  purpose  of  this  thesis 
'nme  background  information  must  be  presented  first.  Following  the  background, 
the  problem  is  discussed.  This  chapter  ends  by  presenting  the  purpose  of  the  thesis 
followed  by  the  research  goals. 


1-1 


1.1  Background 


Three  dimensional  data  visualization  encompasses  all  methods  that  render  im¬ 
ages  from  volume  data  sets.  Medical  imaging  and  scientific  visualization  are  two 
broad  application  areas  under  3D  data  visualization.  The  need  for  accurate  rep¬ 
resentations  of  the  physical  volume  separates  medical  imaging  and  many  scientific 
visualization  areas  from  other  3D  computer  graphics  techniques.  The  latter  tech¬ 
niques  mostly  attempt  “...  to  form  realistic  images  from  scene  descriptions  which 
may,  or  may  not,  have  a  physical  counterpart”  (41:2).  Accuracy  in  medical  images 
is  important  because  many  clinical  applications  rely  on  the  faithful  representation 
of  the  portions  of  the  human  body  scanned  and  reproduced  three-dimensionally. 

3D  medical  imaging  is  composed  of  three  high  level  processes  :  “data  collection, 
3D  data  display,  and  data  analysis”  (41:2).  This  work  is  concerned  with  3D  data 
display  -  a  computer  graphics  task.  Data  collection  and  data  analysis  are  both 
performed  by  end-user  experts  -  radiologists  and  clinicians. 

Data  collection  is  defined  by  Stytz  (41:2)  as 


...  the  radiologist’s  arena,  and  deals  with  issues  concerning  the  statistical 
significance  of  collected  data,  patient  dosage,  medical  imaging  modality 
operation,  development  of  new  techniques/modalities  for  gathering  data, 
and  2D  image  reconstruction. 

The  main  data  collection  scanning  technologies  (or  modalities)  include  Computed 
Tomography  (CT),  Magnetic  Resonance  Imaging  (MRI).  Single  Photon  Emission 
Computerized  Tomography  (SPECT).  and  Positron  Emission  Tomography  (PET) 
(41)  and  (39).  The  main  purpose  of  each  of  these  modalities  is  to  sample  data  in 
patient  space  and  produce  a  series  of  2D  images  corresponding  to  some  aspect  of 
the  patient  such  as  soft  and  bony  tissue  in  the  case  of  CT  and  MRI  studies  and 
metabolic  measurements  in  the  case  of  PET  and  SPECT  studies.  C'T  and  MRI 
are  used  primarily  for  imaging  anatomical  structures,  whereas  SPECT  and  PET  are 
used  mainly  for  biochemical  imaging.  For  each  modality,  different  properties  of  the 
human  body  are  imaged,  but  all  produce  a  series  of  gray  scale  2D  images.  Gray  scale 
means  values  range  from  0  to  255  (8  bits  per  value).  For  the  purposes  of  this  thesis, 
it  is  enough  to  say  the  values  correspond  to  some  material  property  of  the  imaged 
volume,  such  as  density. 


CT  was  the  first,  modality,  following  the  ad’-mt  of  X-ray  technology,  to  provide 
high  quality  2D  non-invasive  images.  The  others  iollow'ed  soon  thereafter  to  provide 
images  of  equal  (if  not  better)  quality.  Since  this  research  deals  with  3D  data  display, 
reference  Stytz  for  an  overview'  of  how  each  of  these  modalities  are  constructed  and 
how  their  operation  influences  image  quality.  (39). 

These  2D  images  alone  provide  a  certain  level  of  non-invasive  assistance,  but 
with  these  images  the  clinician  must  mentally  build  3D  objects  of  interest.  This  may 
be  very  difficult,  depending  on  the  experience  of  the  analyzer  and  the  application 
area.  In  one  area  of  clinical  study,  according  to  Wojcik  and  Harris  (45:197), 


Mental  integration  of  all  of  the  images  frequently  obtained  to  evaluate 
a  complex  skeletal  problem  (i.e.,  plain  radiographs,  polydirectional  to¬ 
mography,  and  MPCT  [multiplanar  CT])  is  frequently  difficult  even  for 
experienced  radiologists  and  is  even  more  difficult  for  less  experienced 
radiologists  or  nonradiologists  [such  as  surgeons]. 

A  four  year  study  that  assessed  3D  imaging  from  CT  scans  at  the  Department  of 
Diagnostic  Radiology,  University  of  Manchester  concluded  that  “3D  imaging  does 
have  a  useful  role  to  play  in  a  number  of  specific  clinical  situation'  when  used  in 
conjunction  with  CT  and  other  radiological  imaging  methods"  (45:103-144). 

The  main  challenge  faced  by  3D  data  display  graphics  researchers  is  how  to 
create  clinically  useful  accurate  3D  images  quickly  from  the  immense  amount  of  in¬ 
formation  obtained  from  these  imaging  modalities.  One  modality  can  produce  up  to 
35  mega-bytes  of  data  for  a  single  patient  (41).  This  occurs  becai"  e  a  typical  study 
consists  of  12  to  100  or  more  slices  (scans)  of  images  with  resolutions  up  to  512  X  512. 
Following  the  development  of  CT  in  the  early  1970‘s,  many  software  algorithms  were 
created  to  produce  3D  images  from  CT  data.  The  methods  conceptually  combine  the 
2D  CT  data  into  a  volume  of  information  from  which  significant  data  is  portrayed. 
Most  other  3D  visualization  methods  (such  as  scientists  and  engineers  studying  com¬ 
putation  fluid  dynamics,  molecular  modelling  oi  the  earth  sciences  (36))  have  t heir 
roots  in  early  medical  imaging  techniques  (45:60).  These  methods  generally  fall  into 
tw'o  main  categories  -  volume  and  surface  methods. 

Most  3D  imaging  researchers  use  the  terms  volume  rendering  and  surface  ren¬ 
dering  to  classify  rendering  of  volume  (3D)  data  sets.  Surface  rendering  methods 


extract  a  surface  or  surface  boundary  from  the  volume  data  set  and  represent  it  using 
some  data  structure.  Volume  rendering  directly  processes  voxels  (volume  elements), 
assuming  that  each  voxel  is  either  opaque  or  partially  opaque.  This  classification 
can  be  misleading  in  some  cases,  because  it  implies  that  surface  rendering  only  ren¬ 
ders  surfaces  and  volume  Tenderers  only  render  volumes.  Yet,  surface  Tenderers  can 
render  volumes  (multi-surfaces  using  opaque  and  transparent  surfaces)  as  well  as 
just  single  surfaces.  Also,  volume  Tenderers  can  display  distinct  surfaces  much  like 
surface  Tenderers  by  processing  binary  volumes  (45).  A  binary  volume  is  formed  by 
processing  only  those  voxels  forming  part  of  a  surface  of  interest.  Then  only  the 
the  selected  voxels  are  rendered.  It  is  termed  binary  because  voxels  are  classified  as 
contributing  to  a  structure  of  interest  (assigned  a  1)  or  not  (assigned  a  0). 

I  prefer  Farrell’s  terminology  (19)  of  surface  unit  based  and  volume  unit  based 
approaches,  that  differentiates  not  by  what  the  final  image  consists  of,  but  rather  by 
the  type  of  unit  or  “primitive  image  element”  used  in  the  visualization  process.  For 
example,  two-dimensional  primitive  image  units,  such  as  planar  polygons  or  voxel 
faces,  are  used  in  the  surface  unit  based  approaches,  whereas  volume  elements  (vox¬ 
els)  is  one  type  of  three-dimensional  primitive  image  unit  used  in  volume  unit  based 
approaches  (see  chapter  two  for  a  more  con  plete  discussion  of  these  approaches). 
Hereafter  in  this  document,  the  terminology  mrface  method  and  volume  viethod  cor¬ 
responds  to  surfa<  e  unit  based  and  volume  unit  based  approaches,  respectively. 

Surface  and  volume  methods  have  their  supporters  in  both  the  scientific  and 
medical  communities.  The  choice  of  method  depends  on  the  application  and  often  on 
the  personal  preference  of  the  researcher,  scientist,  engineer,  radiologist,  or  clinician. 
Many  researchers  (.e.g  (47). (43),  and  (27))  have  noted  that  a  variety  of  approaches 
used  to  render  the  same  data  set  provide  crucial  clues  to  analyzing  and  understand¬ 
ing  the  data,  whereas  only  one  approa  a  might  leave  gaps  in  knowledge.  In  the  case 
of  medical  imaging,  surface  methods  are  good  h<  displaying  surfaces  with  definite 
boundaries,  such  as  bony  tissue  in  the  human  body.  Likewise,  volume  approaches 
are  superior  to  surface  approaches  for  depif  ■  mg  fuzzy  or  amorphous  volumes  such 
as  diffused  tumors  and  blood  flow  in  arteries  and  veins  (33),  (16)  and  (45).  Also, 
surface  methods  allow  for  one  of  the  most  useful  medical  imaging  applications  - 
interactive  manipulation  of  structures  (45).  One  purpose  of  this  task  is  surgery  re¬ 
hearsal.  Surgery  rehearsal  is  not  very  practical  with  images  rendered  via  volume 
methods  because  they  typically  are  too  slow  for  interaction.  Surface  methods  allow 
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real-time  manipulation  because  they  normally  produce,  geometric  primitives  such  as 
planar  polygons.  These  geometric  primitives  ca.  be  used  as  input  into  fast  hardware 
or  software  based  hidden  surface  removal  and  shading  algorithms.  However,  if  a  new 
surface  is  desired  for  rendering,  the  entire  volume  must  be  re-processed  again.  Vol¬ 
ume  methods  require  a  high  computatir  ,j  .’  'o?t  for  processing  all  the  data  elements 
in  the  volume;  however,  the  increased  cv  ;-ay  be  less  important  than  the  need  for 
a  diffused  or  fuzzy  rendition  of  t*v  i  -a. 

The  third  medical  imaging  proces?  data  analysis,  involves  obtaining  “quan¬ 
titative  information  about  the  structure  n  tK1  scene”  (45:57),  Quantitative  infor¬ 
mation  includes  the  average  density  of  •  ■  area  v  ifhin  the  3D  image,  the  size  of 
certain  anatomical  structure,  uch  as  bone.:  and  biood  vessels,  or  the  volume  of  a 
sub-region.  Much  of  the  desired  analytic  information  can  be  acquired  directly  from 
the  2D  slices.  Measurements  requ:  -id  from  3D  images  are  volumes.  3D  distances,  3D 
angle  measurements,  and  “other  less  commonly  used  measurements...  [such  as)  cen¬ 
ter  of  mass,  moment  of  inertia,  and  surface  curvature.”  Surface  methods  as  well  as 
certain  volume  methods  (which  allow  the  concept  of  a  structure)  provide  the  ability 
to  perform  all  the  3D  data  analysis  operations  (45:58). 

Image  accuracy  is  critical  to  the  data  analysis  process.  Inaccuracies  in  an  image 
can  adversely  affect  these  measurements,  possibly  leading  to  erroneous  assessments 
by  the  clinician. 

1.2  Problem 

Scalar  value  estimation  is  very  common  in  many  3D  imaging  algorithms;  how¬ 
ever,  little  has  been  done  to  investigate  different  scalar  value  estimation  techniques. 

The  level  of  inaccuracy  has  not  been  deemed  serious  because  cost  has  been  a 
larger  concern.  As  Herman  and  Liu  noted  in  1979,  “...  reduction  in  cost  is  essential: 
computer  time  for  the  display  will  have  to  be  borne  by  the  patient.”  Cost  is  certainly 
still  an  issue  (45:224).  Higher  order  deterministic  functions  such  as  quadratic  or  cu¬ 
bic  polynomials  and  statistical  based  estimation  methods  are  more  computationally 
expensive  than  simple  linear  interpolation.  Yet.  the  results  obtained  from  using  them 
can  greatly  improve  image  accuracy  and  fidelity  -  thus  improving  clinical  assessment 
and  quantitative  analysis.  Since  work  stations  are  becoming  more  powerful,  this  issue 
of  cost  will  become  less  of  a  problem;  hence,  a  search  for  more  accurate  estimation 
methods  is  necessary. 


Accuracy  in  medical  imaging  is  very  important  to  the  medical  community. 
Wojcik  and  Harris  note,  “the  primary  purpose  of  radiologists  is  to  provide  the  most 
accurate  diagnostic  information  possible  within  the  capabilities  of  available  imaging 
modalities”  (45:196).  This  estimation  problem  may  cause  serious  3D  image  errors  in 
two  primary  areas: 

•  The  volume  pre-processing  operation  of  slice  interpolation. 

•  Intra-cell  scalar  value  estimation1. 

Udupa  and  Herman  s*ate,  “the  interpolation  problem  in  our  opinion,  has 
received  less  attention  than  it  deserves”  (45:13).  The  interpob  non  problem  they  are 
referring  to  is  the  process  of  determining  new  slices  between  existing  image  slices  to 
form  a  cube  shaped  volume.  Udupa  and  Herman  discuss  the  primary  methods  of 
interpolating  new  slices  are  nearest  neighbor, linear  interpolation  of  voxel  values,  and 
trilinear  interpolation.  The  nearest  neighbor  approach  produces  the  worst  results  of 
the  three  because  it  does  no  estimation.  This  approach  simply  assigns  new  voxel 
values  to  the  interpolated  slices  to  the  nearest  original  voxel.  Trilinear  performs 
somewhat  better  than  linear,  but  the  variation  in  both  cases  is  still  assumed  to 
be  linear  when  in  fact  it  may  not  be.  Udupa  and  Herman  investigated  one  other 
method  they  created  for  use  i  binary  volumes.  This  method  is  termed  shape  based 
interpolation.  Voxels  are  mapped  from  the  binary  volume  to  a  second  corresponding 
array  that  holds  distances  from  each  voxel  to  the  boundary.  If  the  voxel  in  the  binary 
volume  was  1,  the  distance  in  the  second  corresponding  array  will  be  positive,  else 
negative.  Linear,  trilinear,  or  some  other  interpolation  scheme  is  used  to  derive  new 
d  stances  in  the  second  array.  The  newly  interpolated  distances  are  then  mapped  to  a 
ne  v  binary  volume  consisting  of  new  slices  between  existing  ones.  Positive  distances 
are  assigned  a  1  in  the  binary  volume,  negative  distances  a  0.  Hence,  the  boundary 
of  the  structure  of  interest  betwee  .  0  and  1  entries  in  the  binary  volume  influences 
the  interpolation.  The  authors  claim  it  provides  more  accurate  quantitative  analysis 
and  in  their  opinion  leads  to  a  better  surface  representation  in  surface  methods. 
However,  this  method  will  not  work  in  volume  methods  unless  the  volume  method 
uses  a  binary  volume. 

1 A  cell  is  a  logical  cube  with  vertices  formed  by  four  voxels  in  one  data  slice  and  four  voxels  in 
an  adjacent  slice. 
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Many  3D  rendering  algorithms  (primarily  surface  methods)  require  cubic  shaped 
voxels  (28),  (44),  (22),  and  (45).  Voxels  are  volume  elements,  the  3D  analog  of  pix¬ 
els.  Cube  shaped  voxels  are  termed  cuberilles.  Other  rendering  algorithms,  including 
volume  methods  such  as  (33:34)  ,  interpolate  new  slices  to  improve  image  quality. 
For  example,  assume  a  study  consists  of  a  series  of  100  256  pixel  X  256  pixel  CT 
images.  To  make  this  volume  cubic  in  shape,  new  slices  are  created  in  between  exist¬ 
ing  ones  until  there  are  256  total  s1k?s.  The  extra  156  slices  are  usually  determined 
by  linear  interpolation  of  the  sampled  CT  values  between  the  original  slices.  The 
problem  with  this  method  is  the  data  may  not  vary  linearly. 

Intra-cell  scalar  values  are  estimated  to  improve  imag^  fidelity  and  correct  pos¬ 
sibly  inaccurate  surface  renditions  generated  by  cell  interpolation  surface  methods2. 
Wilhelms  and  Gelder  (50)  have  shown  that  the  commonly  used  trilinear  interpolation 
estimation  method  does  not  etimate  values  in  artificially  created  volumes  (versus 
scanner  generated)  as  accurately  as  '  parametric  cubic  function.  They  demonstrated 
that  tricubic  interpolation  produces  better  images  than  those  produced  by  trilinear 
interpolation. 

The  problems  with  linear,  trilinear,  and  tricubic  interpolations  are  that  these 
methods  assume  the  variability  of  the  data  and  asst  mu,  a  neighborhood  of  sample 
values  that  influence  the  estimation.  However,  variation  is  not  necessarily  linear  or 
cubic  in  nature  and  the  number  of  sample  values  that  should  influence  the  estimation 
can  be  different  than  the  unchangeable  number  determined  by  these  methods.  As¬ 
sumptions  about  the  variation  of  the  data  and  the  neighborhood  of  sample  values  can 
possibly  produce  erroneous  results  in  the  estimation  process.  Instead  of  assuming  a 
variation,  a  geo-statistical  process  exists  that  can  aid  in  determining  the  variation  of 
the  data  for  the  purpose  of  estimating  new  values.  In  this  same  process,  the  number 
of  sample  values  influencing  the  estimation  can  be  modified  to  fit  the  variability  of 
the  data.  This  process  is  termed  kriging. 

1.3  Purpose 

The  purpose  of  this  research  is  to  investigate  the  application  of  several  esti¬ 
mation  techniques  to  estimating  scalar  values  within  computational  cells  and  during 
tne  volume  pre-processing  operation  of  slice  interpolation. 

‘Cell  interpolation  surface  methods  are  described  in  chapter  two. 
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To  accomplish  the  purpose  of  this  thesis,  four  estimation  techniques  were  im¬ 
plemented.  These  are  linear  interpolation,  trilinear  interpolation,  tricubic  interpo¬ 
lation,  and  kriging.  This  is  the  first  time  the  geo-statistical  estimation  technique 
called  kriging  has  been  applied  in  3D  medical  imaging. 

Kriging  differs  from  the  deterministic  methods  implemented3  because  it  is  a 
statistical  method.  That  is,  kriging  accounts  for  error.  Not  only  is  it  a  statistical 
estimation  multiple  linear  regression  model,  but  it  is  a  geo-statistical  model  as  well. 
A  geo-statistic  differs  from  a  classical  statistic  by  how  the  variables  are  treated  in 
the  estimation  process.  A  classical  statistic  views  data  as  random.  A  geo-statistic 
accounts  for  spatial  inter-dependence  of  the  variables  used  in  the  estimation.  Kriging 
has  proven  to  be  very  successful  in  estimation  applications  in  the  geo-sciences.  Since 
medical  data  is  spatially  distributed  and  has  regions  in  which  sample  values  are  highly 
correlated  (e.g.,  bone  and  tissue  regions),  this  technique  is  applicable  to  medical  data. 

Kriging  theory  shows  that  kriging  is  the  optimal  estimator.  It  is  optimal  in  a 
statistical  sense  in  that  it  minimizes  estimation  error  variance  and  removes  bias  in 
the  estimation.  This  research  demonstrates  that  this  optimal  estimator  subsumes 
the  deterministic  methods  investigated  and  in  some  cases  produces  visually  better 
results. 

1  ,Jt  Approach 

The  main  goal  of  this  research  is  to  compare  the  results  of  different  techniques 
for  estimating  scalar  values.  Estimated  values  are  used  in  two  areas  -  within  compu¬ 
tational  cells  and  for  creating  logical  slices  during  slice  interpolation.  To  accomplish 
this  goal,  the  following  tasks  were  accomplished  : 

•  A  cell  interpolation  algorithm  was  implemented,  including  the  capability  of 
subdividing  cells  for  intra-cell  scalar  value  estimation. 

•  Trilinear  interpolation,  tricubic  interpolation,  and  kriging  estimation  functions 
were  implemented  for  comparison. 

•  Artificial  volume  data  sets  were  built  for  comparing  and  contrasting  methods. 

3The  deterministic  methods  are  linear,  trilinear.  and  tricubic  interpolation.  Determinism  means 
they  do  not  account,  for  any  variation  such  as  systematic  error  in  sampling. 


•  A  rendering  system  was  developed  by  modifying  an  existing  one  (to  support 
software  engineering  goal  of  re-usability)  to  display  images  for  comparison. 

•  3D  Images  were  generated  by  extracting  surfaces  from  both  artificial  volumes 
and  actual  medical  data  sets  by  using  trilinear  interpolation,  tricubic  interpo¬ 
lation  and  kriging  estimation  techniques. 

•  2D  Images  were  generated  by  estimating  scalar  values  between  two  medical 
image  slices  using  linear  interpolation,  tricubic  interpolation,  and  kriging  esti¬ 
mation  techniques. 

•  Values  and  images  derived  from  the  different  estimation  techniques  were  com¬ 
pared. 

1.5  Overview 

The  remainder  of  this  document  consists  of  the  following  chapters.  Chapter 
two  provides  an  introduction  to  3D  medical  imaging  methods,  focusing  mainly  on 
surface  methods.:  Chapter  three  describes  kriging  theory.  Chapter  four  provides 
implementation  details  of  the  algorithms  developed  during  this  effort.  Chapter  five 
contains  the  images  resulting  from  the  research  and  a  discussion  of  these  results. 
Chapter  six  consists  of  a  section  recommending  future  research  following  this  effort 
and  a  section  with  concluding  remarks.  The  appendices  provide  further  implemen¬ 
tation  details  for  the  interested  reader. 
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II.  3D  Medical  Imaging 


This  chapter  discusses  3D  medical  imaging  concepts,  concentrating  on  the  areas 
most  pertinent  to  this  research.  In  particular,  3D  data  representation  and  3D  medical 
imaging  transformations  are  summarized,  followed  by  a  discussion  of  the  major  3D 
medical  imaging  methods  -  contour,  surface  and  volume.  Because  they  were  used  in 
this  research,  surface  methods  are  discussed  in  more  detail  than  the  other  two  areas. 
More  comprehensive  backgrounds  of  3D  medical  imaging  concepts  can  be  found  in 
(45),  (19),  and  (41). 

I  chose  to  implement  a  cell  interpolation  surface  method  -  based  on  the  march¬ 
ing  cubes  algorithm  (34)  (described  later  in  this  chapter)  -  because  the  subdivision 
technique  developed  by  Wilhelms  and  Gelder  (50)  provided  me  with  an  excellent 
framework  to  explore  kriging  in  the  intra-cell  estimation  process. 

Inaccuracies  occur  in  the  marching  cubes  algorithm  because  it  can  incorrectly 
define  the.  surface  of  interest  in  a  volume.  The  algorithm  assumes  the  original  sam¬ 
pled  data  is  sufficient  to  represent  the  surface  accurately,  when  in  fact  it  may  not 
be.  A  correct  rei.  lering  of  the  surface  never  occurs  because  surfaces  are  continuous 
and  we  are  sampling  from  this  continuous  domain.  The  best  alternative  would  be 
to  sample  finer,  but  with  current  scanning  technology  limitations,  costs,  and  pa¬ 
tient  health,  this  is  not  always  possible.  Because  obtaining  a  finer  sampling  can  be 
difficult,  and  costly,  Lorensen  and  Cline  (8)  and  Wilhelms  and  Gelder  (50)  obtain 
more  accurate  renditions  by  subdividing  portions  of  the  volume  and  estimating  new 
scalar  values  within  the  subdivided  volume  areas,  given  a  surrounding  neighborhood 
of  original  sampled  values. 

Wilhelms  and  Gelaer  (50)  investigated  two  estimation  methods  -  trilinear  and 
tricubic  interpolation.  In  this  thesis  effort.  I  explore  a  statistical  estimation  func¬ 
tion  derived  by  a  process  called  kriging.  Kriging,  according  to  Mat  heron,  “is  the 
probabilistic  process  of  obtaining  the  best  linear  unbiased  estimator  of  an  unknown 
variable"  (25).  If  properly  applied,  kriging.  in  contrast  to  trilinear  and  tricubic.  an¬ 
alyzes  the  data  prior  to  estimation  to  determine  the  actual  variation  of  the  data  and 
minimizes  the  estimation  error  variance.  See  chapter  three  for  a  detailed  discussion 
of  kriging. 


2.1  3D  Data  Representation 


To  understand  how  medical  images  are  produced,  one  must  first  become  famil¬ 
iar  with  some  of  the  basic  concepts  of  3D  imaging  from  3D  data  sets. 

Most  algorithms  developed  for  rendering  3D  data  sets  expect  the  data  to  be 
regular  shaped,  or  in  a  3D  lattice  or  grid  format.  A  lattice  or  grid  in  this  context 
is  best  visualized  as  a  framework  of  parallel  planes  in  space,  with  data  information 
(such  as  material  density)  conceptually  located  at  the  intersection  of  the  planes 
or  within  the  volume  of  space  between  planes.  In  many  cases  transformations  are 
applied  to  the  discretized  data  to  remove  sampling  noise,  to  alter  the  resolution  of 
the  data,  or  to  make  an  irregular  data  set  regular  (45:4-14). 

3D  medical  data  is  regular  because  it  is  derived  from  conceptually  stacking  2D 
same  resolution  scans,  e.g.,  from  CT  or  MRI  output.  The  third  dimension  is  then 
realized  as  the  stack  or  slice  number  (see  figure  2.1).  Regular  shaped  data  is  popular 


Figure  2.1.  Pictorial  representation  of  a  medical  data  vohun-* 


because  il  can  be  easily  mapped  directly  into  a  3D  array.  Once  in  the  array,  daia 


is  ordered  for  manipulation.  One  method  of  ordering  is  simply  to  view  elements 
in  the  array  as  volume  elements,  or  voxels.  Voxels  are  conceptually  the  equal-sized 
parallelepipeds  created  by  the  intersections  of  three  sets  of  parallel  planes,  each  set 
orthogonal  to  the  other  two.  The  voxel  and  cuberille  data  models  have  been  widely 
used  in  imaging  agorithms.  The  use  of  these  data  models  is  discussed  in  the  section 
titled  3D  Medical  Imaging  Methods. 

2.2  3D  Medical  Imaging  Transformations 

The  3D  medical  imaging  transformations  can  be  seen  in  figure  figure  2.2, 
adapted  from  (45).  These  are  operations  upon  the  data  that  transform  it  from 
scanner  output  to  a  3D  graphics  image  projected  onto  a  2D  screen.  The  medical 
image  data,  input  into  scene  space,  are  the  2D  image  slices  output  from  scanners. 
One  scene  transformation  from  scene  space  to  scene  space  processes  the  input  data 
by  filtering  it  to  suppress  noise  or  to  determine  tissue  boundaries.  Forming  new 
slices  by  estimating  values  between  existing  images  is  a  common  scene  transforma¬ 
tion  (also  called  slice  interpolation).  Another  scene  transformation  is  a  Volume  Of 
Interest  (VOI)  operation.  A  VOI  operation  pre-processes  the  scene  data  to  include 
only  the  data  that  contributes  to  a  structure  of  interest.  A  structure  of  interest 
might  be  a  single  organ  or  a  portion  of  a  volume,  like  the  left  hemisphere  of  a  brain 
study.  Structure  extraction  is  the  step  in  the  3D  medical  imaging  pipeline  that  gen¬ 
erates  some  structure,  such  as  a  polygon  mesh,  from  scene  space  into  object  space. 
A  VOI  operation  only  encloses  the  structure  of  interest  in  scene  space  whereas  stria  - 
ture  extraction  generates  a  separate  data  representation  of  the  structure  of  interest.: 
Structures  in  object  space  are  possibly  transformed  by  geometric  transformations 
(rotations,  translations,  or  scalings)  into  image  space.  Rendering  (projective  trans¬ 
formations)  transforms  the  image  space  structures  into  view  space  -  the  2D  computer 
graphics  screen.  The  final  data  transformation,  analysis,  acts  on  the  2D  image  to 
provide  parameters  for  analytic  measurements,  discussed  as  data  analysis  in  chapter 
one. 

2.3  3D  Medical  Imaging  Methods 

3D  medical  imaging  methods  are  typically  divided  into  three  main  approaches: 
contour,  surface  and  volume.  The  techniques  differ  in  the  dimensionality  of  the 
geometric  data  model  used  to  create  the  image  -  ID  contours  (ID  units)  for  the 


medical  image 


data 


Figure  2.2.  Pictorial  Representation  of  3D  Medical  Imaging  Transformations 
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contour  approaches,  2D  polygons  (2D  units)  for  the  surface  methods,  and  voxels  and 
computational  cells  (3D  units)  for  the  volume  methods  (See  figure  2.3).  Only  those 


Figure  2.3.  Classification  of  3D  Medical  Imaging  Methods 

medical  imaging  topics  that  most  directly  relate  to  my  work  are  discussed  in  this 
section.  Rendering  (projective  transformations)  is  a  major  3D  imaging  task,  but  is 
not  discussed  at  length  here  because  this  research  emphasizes  estimation  of  scalar 
values  in  one  form  of  “structure  extraction”  and  the  scene  transformation  opera¬ 
tion  of  slice  interpolation.  (45)  and  (41)  discuss  the  different  3D  medical  imaging 
rendering  processes. 

All  3D  medical  imaging  techniques  assume  scene  space  consists  of  a  3D  array 
of  values  (27).  The  3D  array  is  actually  slacked  slices  of  scanner  generated  data  (see 
figure  2.1)  with  inter-  and  intra-slice  thicknesses.  This  format  will  remain  following 
any  scene  transformations. 

Two  processes  that  must  be  accomplished  to  perform  structure  extraction  are 
segmentation  and  boundary  detection.  Segmentation  partitions  object  space  into 
objects  of  interest  (which  may  or  may  not  be  surfaces)  and  the  remaining  volume. 
Boundary  detection  or  surface  tracking  are  techniques  that  locate  surface  boundaries 
(e.g.,  organs  or  bone)  during  image  segmentation  (40).  These  processes  are  referred 
to  in  the  discussion  of  surface  methods,  but  are  mentioned  here  because  they  are 
done  in  both  volume  and  surface  methods. 


The  remainder  of  this  section  provides  a  very  brief  overview  of  the  contour  and 
volume  methods  and  discusses  the  surface  methods  in  more  detail.  For  a  complete 
discussion  of  these  different  approaches  see  (19)  and  (41). 

2.3.1  Contour  Methods  The  earliest  approach  to  3D  visualization  creates  ID 
contours  (ID  units),  contours  represent  the  border  of  the  object  of  interest.  Herman 
et  al.  (26)  gives  an  excellent  description  of  contours,  along  with  a  figure  that  clearly 
depicts  a  common  ID  unit-based  rendered  surface.  A  contour  corresponds  to  the 
surface  border  of  the  object  on  one  particular  2D  slice  of  the  data.  A  contour  is 
usually  drawn  as  an  approximated  curve.  When  the  contour  lines  for  all  the  slices 
are  rendered,  the  appearance  of  a  3D  object  surface  is  created.  Contour  lines  are 
extracted  manually,  automatically,  interactively,  or  by  a  combination  of  the  three 
methods. 

The  obvious  disadvantage  of  contours  is  the  poor  representation  of  the  surface, 
because  the  only  information  depicted  is  in  the  plane  of  the  slice  and  within  the 
plane,  only  the  surface  boundary  of  the  object.  However,  ID  unit-based  images 
are  generated  and  rotated  rapidly.  Due  to  the  latter  fact,  they  have  found  wide 
acceptance  and  use  in  the  medical  imaging  community. 

2.3.2  Volume  Methods  These  techniques  are  volume  oriented  because  they 
use  3D  volume  units  as  display  primitives.  Volume  techniques  differ  from  surface 
and  contour  methods  by  the  amount  of  data  that  must  be  stored  and  processed 
during  image  computation.  Additionally,  volume  methods  typically  preserve  data 
continuity  between  surface  boundaries,  whereas  surface  and  contour  methods  do 
not. 

Surface  rendering  algorithms  assume  data  consists  of  objects  with  thin  surfaces 
in  a  volume  of  air  (i.e.,  surfaces  are  easy  to  find,  with  little  noise),  whereas  in  reality 
most  objects  have  fuzzy  (thick)  borders  and  there  is  much  more  than  just  thin 
air  between  surface  boundaries.  Volume  methods  preserve  fuzzy  borders  and  inter 
surface  material  by  avoiding  simple  classification  schemes  that  assign  binary  values 
to  voxels  indicating  the  voxel  is  in  or  out  of  the  image  to  be  rendered  (33).  The 
phenomenon  that  a  voxel  may  contain  more  than  one  scalar  value  is  termed  a  partial 
volume  artifact.  Volume  methods  allow  percentages  of  different  scalar  values  as 
well  as  color, attenuated  light  and  /or  transparency  to  be  assigned  to  a  single  voxel 


(16).  Each  voxel  contributes  to  the  final  image  based  on  these  percentages,  thus 
reducing  the  effect  of  partial  volume  artifacts.  The  final  color  of  a  pixel  becomes  the 
contribution  of  all  voxel  values  lying  along  a  ray’s  line  of  sight  or  along  a  projection 
path.  Colors  are  weighted  by  transparencies  and  attenuation.  Since  every  voxel 
contributes  to  the  final  image  in  this  way,  volume  methods  capture  transitional  areas 
between  surface  boundaries  that  might  otherwise  be  missed  by  surface  methods. 

2.3.3  Surface  Methods  Surface  methods  attempt  to  reduce  the  volume  of  data 
to  surface  boundaries  by  depicting  these  boundaries  by  common  graphics  primitives 
such  as  polygons,  patches,  or  points  (2D  units).  Surface  methods  process  a  small 
number  of  slices  at  a  time,  hence  they  had  dominated  imaging  algorithms  for  many 
years  since  computing  power  was  not  sufficient  enough,  until  recently,  to  handle  the 
entire  volume  of  data  at  once.  These  techniques  consist  of  tiling,  surface  tracking 
methods,  and  cell  interpolation  approaches. 
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Tiling 


Tiling  (tessellation)  methods  take  as  input  contoms  created  from  any  of  the 
contour  approaches.  The  next  step  usually  filters  the  contour  data  by  smoothing  or 
re-sampling  and  then  polyhedra  such  as  triangles  or  quadrilaterals  connect  adjacent 
contours.  Smoothing  is  done  to  better  approximate  the  curve  nature  of  contours. 
One  heuristic-based  method  (42)  uses  B-splines  to  approximate  a  closer  fitting  con¬ 
tour,  so  contour  smoothing  is  unnecessary.  The  following  paragraph  descri'  3  some 
of  the  tiling  techniques  developed  in  the  past. 

Tiling  methods  fall  into  two  general  classes,  optimal  based  and  heuristic  based. 
The  optimal  based  solutions  (23)  and  (30)  apply  graph  theoretic  methods  to  derive 
what  the  authors  consider  the  optimal  triangulation  between  two  adjacent  planar 
contours.  The  major  disadvantage  of  the  optimal  tiling  methods  is  the  long  search 
time  required  to  find  the  best  triangulation.  However,  the  process  is  entirely  auto¬ 
matic.  Since  speed  is  an  issue  in  medical  imaging,  many  other  methods  were  devel¬ 
oped  based  on  hueristics  to  achieve  a  faster  tessellation,  adding  interactive  assistance 
if  needed  for  ambiguous  cases  (5), (42),  and  (24). 

One  major  advantage  of  tiling  is  that  it  produces  conventional  graphics  geo¬ 
metric  primitives  that  can  be  rendered  by  applying  standard  reflection  and  shading 
techniques.  In  addition,  as  with  contour  methods,  rapid  viewpoint  changes  are  pos¬ 
sible  and  the  data  size  in  the  final  imaged  data  set  can  be  quite  small  compared  to 
the  original  volume  of  data. 

Gross  inaccuracies  in  an  image  can  occur  if  contours  are  not  well-formed  with 
respect  to  each  other.  For  example,  this  can  happen  when  more  than  one  contour 
is  formed  on  a  scan  plane  to  represent  a  surface.  The  most  well-known  remedy 
is  interactive  editing,  although  it  is  time  consuming  and  still  error-prone.  Even 
without  interactive  editing,  automatic  edge  tracking  to  find  the  contours  can  be 
too  slow  for  most  applications.  Speed  of  contour  formation  is  proportional  to  the 
number  of  structures  in  the  data  set.  Another  major  disadvantage  is  that  tiling 
based  on  contours  results  in  loss  of  essential  information  because  contours  do  not 
contain  enough  gradient  data  to  represent,  the  actual  surface. 


Surface  Tracking 

Surface  tracking  methods  generate  a  surface  as  a  set  of  cuberille  faces.  Recall 
from  chapter  one  that  a  cuberille  is  a  dissection  of  3D  space  into  equal  size  cubes  by 
three  orthogonal  sets  of  equally  spaced  parallel  planes.  This  is  a  natural  extension 
of  the  2D  space  dissection  forming  quadrihes,  or  “square-shaped  pixels”  (4:34).  The 
output  primitives  are  planar  polygons  formed  by  connected  cube  faces  approximating 
a  surface  of  interest. 

The  first  step  usually  accomplished  in  surface  tracking  methods  is  to  modify 
the  volume  to  form  cubes.  This  is  done  by  interpolating  values  in  the  components 
needed  (19:327),  For  example,  Artzy  et  al,  (1:19),  Artzy  (2:6),  Udupa  (44:220-221) 
linearly  interpolated  in  one  dimension  so  their  input  data  would  have  an  interslice 
distance  equal  to  the  resolution  of  the  original  2D  slices.  This  works  as  long  as  the 
resolution  of  the  original  2D  slices  is  square.  If  not,  interpolation  in  two  or  three 
dimensions  might  be  necessary. 

Prior  to  rendering  the  cube  faces,  two  tasks  must  be  accomplished.  First,  the 
voxels  must  be  segmented  into  those  being  in  the  object(s)  of  interest  (1-voxels)  or 
out  (0-voxels).  This  binary  classification  forms  a  3D  binary  volume  (45:49).  Next, 
the  surface  bound<uy(s)  located  between  1-  and  0-voxels  must  be  located  and  display 
elements  connected.  The  term  surface  tracking  is  derived  from  this  process  of  locating 
the  surface  boundary  from  a  binary  volume. 

Artzy  et.  al.  (1)  developed  a  surface  tracking  algorithm  that  reduces  the  chal¬ 
lenge  of  finding  connected  voxels  representing  the  surface  boundary  to  a  graph  traver¬ 
sal  challenge.  Voxels  are  first  segmented  using  binary  classification.  Next,  boundary 
detection  is  accomplished.  Nodes  of  a  directed  graph,  G,  then  correspond  to  voxel 
faces  separating  the  object  under  interest,  from  all  else  in  the  scene.  The  authors 
prove  that  connected  subgraphs  of  G  correspond  directly  to  surfaces  of  connected 
components  of  the  object.  To  find  the  surface  boundary,  a  subgraph  of  a  digraph  is 
traversed. 
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Cell  Interpolation  Approaches 


Cell  interpolation  methods  generate  polygonal  elements  by  analyzing  compu¬ 
tational  cells.  Recall  from  chapter  one  that  a  computational  cell  is  a  parallelepiped 
such  that  four  cell  vertices  are  voxels  in  one  slice  and  the  other  four  are  voxels  in  an 
adjacent  slice  -  see  figure  2.4,  The  major  difference  between  these  methods  and  the 
cuberille  methods  is  that  the  cell  interpolation  methods  analyze  how  the  data  varies 
between  voxels  to  determine  where  the  surface  lies  versus  assuming  only  constant  or 
linear  variation. 


Figure  2.4.  Computational  Cell 


There  are  currently  four  types  of  cell  interpolation  approaches.  These  algo¬ 
rithms  are  the  marching  cubes  method  developed  by  Lorenson  and  Cline  (34).  the  soft 
objects  method  by  VVyvill  and  McPheeters  (52),  the  “gradient-consistency  heuris¬ 
tics”  by  Wilhelms  and  Gelder  (50).  and  the  cell  subdivision  techniques  also  described 
bv  Wilhelms  and  Gelder  (50). 

Each  method  follows  a  two  step  process.  First,  the  volume  of  data  is  segmented 
by  classifying  each  voxel  as  either  1  or  0  (or  in  the  case  of  the  soft  objects  method  as 


hot  or  cold).  A  voxel  is  1  If  its  scalar  value  is  greater  than  an  iso- value  (threshold), 
else  it  is  assigned  a  0.  The  second  step  is  to  determine  if  a  cell  has  both  1  and  0 
vertices  and  if  so  generate  polygons  within  the  cell  to  approximate  the  portion  of  the 
iso-surface  that  passes  through  the  cell.  An  iso-surface  is  formed  by  connecting  all  the 
polygonal  elements  to  form  a  3D  mesh,  such  that  the  surface  intersects  approximately 
the  same  (iso)  scalar  value  or  range  throughout  the  sample  data.  Polygon  vertices 
(not  to  be  confused  with  cell  vertices)  are  determined  by  linearly  interpolating  3D 
coordinates  between  the  1-  and  0-voxels  of  a  cell.  The  coordinates  are  interpolated 
to  the  iso-value.  The  four  methods  differ  by  how  the  polygons  are  formed  within  the 
cells. 

The  term  ambiguous  cell  must  be  defined  before  discussing  the  four  cell  in¬ 
terpolation  methods.  A  cell  is  termed  ambiguous  if  more  than  one  topology  can  be 
chosen  for  it.  A  topology  is  the  polygon  formation  within  a  cell.  Durst  (18)  noticed 
holes  can  result  from  the  marching  cubes  algorithm  described  by  Lorenson  and  Cline. 
Holes  can  be  caused  by  improperly  forming  polygons  between  two  ambiguous  cell 
faces. 

The  term  ambiguous  cell  was  defined  by  Wilhelms  and  Gelder  (50),  An  am¬ 
biguous  cell  face  is  defined  as  “a  cell  face  that  contains  a  diagonally  opposite  pair 
of  positive  vertices  [1-voxels]  and  a  diagonally  opposite  pair  of  negative  vertices  [0- 
voxels]”  (see  figure  2.5,  obtained  from  (50)).  By  looking  at  figures  2.6,  2.7,  and 
2.8,  the  reader  can  see  that  the  ambiguous  cases  are  3,  6,  9,  12,  13,  and  14. 
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Figure  2.5.  Ambiguous  face  -  intersection  point  connection  choices 


Marching  Cubes 


The  marching  cubes  aig.Tithm  was  developed  to  alleviate  the  need  of  using 
cubic  voxels,  i.e.,  3D  data  with  reduced  resolution  in  one  dimension’’  (7:345). 
Binary  classification  of  cube  vertices  creates  a  total  of  28  =  256  possible  cell  vertex 
classifications.  Py  analy  m.g  the  geometry  of  the  different  cases,  the  total  number  of 
unique  cases  can  be  reduced  to  only  15  (see  figures  2.6,  2.7,  and  2.8).  The  other 
241  cases  are  reduced  to  the  15  by  symmetry  and  appropriate  rotations.  Wilhelms 
and  Gelder  (50)  call  this  approach  the  major  case  table  lookup  method  because  a  256 
element  table  must  be  pre-set  to  indicate  the  transformation  of  cases  to  the  unique 
15.  The  signs  at  the  cell’s  eight  vertices  are  then  used  as  an  index  into  the  major  case 
table.  Once  the  appropriate  classified  cube  case  is  determined,  another  pre-set  table 
entry  indicates  the  triangle  formation.  The  triangle  formation  is  somewhat  arbitrary 
since  intersection  points  (points  approximating  where  the  iso-surface  intersects  a  cell 
edge)  can  be  connected  in  many  different  way's  for  most  of  the  15  cases.  Only  certain 
connections  make  sense  with  most  of  the  cases.  However,  there  are  six  cases  that  can 
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cause  serious  inaccuracies  if  improperly  connected  (which  is  discussed  in  the  next 
section). 
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and  triangulations 


Figure  2.8.  Final  5  cases  of  15  cube  vertex  classifications  and  triangulations 
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Front  facial  average 
less  than  threshold, 
don’t  connect  hot  vertices 


Front  facial  average 
greater  than  threshold 
so  connect  hot  vertices 


Figure  2.9.  Facial  averaging  example 


Soft  Objects 

Wyvill  and  McPheeter’s  soft  objects  method  is  almost  identical  to  the  marching 
cubes  algorithm.  The  actual  3D  scalar  field  is  fabricated  rather  than  obtained  from 
scanners,  but  the  data  representation  is  still  a  3D  regular  data  set.  Key  points  are 
specified  to  reduce  the  data  set.  Additional  points  are  estimated  as  needed  by  a 
cubic  function  that  uses  a  radius  of  influence  to  determine  the  key  points  needed  in 
the  estimation  function.  The  most  significant  difference  between  this  method  and 
marching  cubes  is  that  this  method  uses  a  dynamic,  simple  technique  to  polvgonize 
an  ambiguous  cell. 

The  soft  oojects  method  forms  polygon  vertices  on  an  ambiguous  cell  face  by 
analyzing  the  four  cell  face  vertices.  The  method  assumes  the  value  at  the  center  of 
the  face  is  approximated  by  averaging  the  four  vertex  values.  Then,  if  the  averaged 
value  is  greater  than  the  iso- value,  the  positive  vertices  are  connected.  For  example, 
see  figure  2.9.  In  vhis  way,  two  cells  sharing  ambiguous  faces  are  always  consistently 
polygonized  -  thus  no  holes  result. 
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This  facial  averaging  method  provides  only  a  rough  estimate  of  center  face 
values.  A  different  form  of  estimation  may  be  required  fo  obtain  a  more  accurate 
center  value  estimate.  Even  if  the  estimate  is  not  veiy  accurate,  Wilhelms  and  Gelder 
claim  the  facial  averaging  method  guarantees  continuity,  i.e.,  no  holes  appear  in  the 
image.  This  assertion  is  based  on  their  facial  plane  principle  : 


If  the  method  of  disambiguation  for  ambiguous  faces  employs  only  values 
in  the  plane  of  the  face,  and  is  invariant  under  rotations  and  mirror 
images,  then  the  isosurface  as  defined  by  topological  polygons  will  be 
continuous. 

They  refer  to  the  (possibly  nonplanar)  polygon  generated  within  a  cell  as  a  topo¬ 
logical  polygon  because  it  specifies  “the  topology  of  the  isosurface  within  the  cell.” 
This  assertion  makes  intuitive  sense  because  the  same  facial  average  is  calculated  for 
shared  cell  faces.  This  results  in  shared  vertices  between  cells  for  that  face. 
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Gradient  Consistency  Hueristics 


The  gradient  consistency  hueristics  were  developed  by  Wilhelms  and  Gelder  to 
compute  a  better  estimate  of  the  center  face  value,  assuming  that  simple  averaging 
does  not  estimate  the  center  value  accurately  enough  (50).  The  authors  use  these 
methods  to  handle  ambiguous  cases  in  the  same  manner  as  facial  averaging.  The 
authors  use  the  gradients  at  the  four  face  corners  to  obtain  the  center  estimate. 
Gradients  indicate  how  rapidly  the  iso-surface  is  changing  at  a  particular  point. 
The  magnitude  of  the  gradient  is  used  as  an  approximation  to  the.  normal  in  the 
shading  calculations,  therefore  it  is  already  computed  at  each  voxel.  The  two  gradient 
consistency  hueristics  developed  by  the  authors  are  the  “center-pointing  gradient” 
and  “quadratic  fit.” 

The  center-pointing  gradient  is  the  gradient  component  of  a  cell  vertex  directed 
towards  the  cell  face  center.  This  gradient  is  obtained  as  the  dot  product  of  the  vertex 
gradient  with  a  unit  vector  in  the  direction  from  the  vertex  towards  the  center  of  the 
face.  Two  univariate,  quadratic  functions  are  determined  by  the  least  squares  error 
method  to  estimate  the  center  scalar  value  along  bot  h  diagonals  of  the  face.  These 
two  estimates  are  then  averaged  to  yield  a  final  estimate.  This  estimate  is  then  used 
to  determine  the  cell  topology,  as  in  the  soft  objects  facial  averaging  method. 

Two  assumptions  are  made  in  this  method.  First .  the  center-pointing  gradients 
are  assumed  to  approximate  the  derivatives  at  each  corner.  Second,  the  quadratic 
functions  are  assumed  to  exactly  fit  the  two  endpoints.  The  gradient  assumption  is 
typically  used  for  determining  the  normals  for  shading  as  well.  The  second  assump¬ 
tion  is  made  in  many  estimation  methods  to  insure  the  estimation  process  returns 
the  correct  value  at  known  points. 

This  method  only  analyzes  the  face  corner  sample  values,  similar  to  the  soft 
objects  method.  It  should  choose  the  topology  better  than  the  soft  objects  method 
only  if  the  underlying  scalar  field  function  is  quadratic  along  both  face  diagonals. 

The  quadratic  fit  method  is  similar  to  the  center-pointing  gradient  method, 
except  here  the  center  face  value  is  estimated  by  a  single  bi-variate  quadratic  func¬ 
tion.  The  least  squares  error  fit  uses  all  four  face  corner  sample  values  to  estimate 
parameters  of  the  function.  This  method  chooses  a  more  correct  topology  than  the 
center-pointing  gradient  if  the  underlying  scalar  field  function  is  quadratic  across  the 
entire  face. 
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The  gradient  consistency  heuristics  make  minor  improvements  to  the  soft  ob¬ 
jects  method  of  resolving  ambiguous  cells.  A  disadvantage  of  the  heuristics  methods 
is  that  they  assume  the  scalar  field  function  is  locally  quadratic.  If  wrong,  this  as¬ 
sumption  can  generate  inaccurate  topologies  within  cells.  The  only  way  to  know  if 
the  topology  is  inaccurate  is  to  know  the  local  variation  of  the  scalar  value  function. 
However,  obtaining  this  knowledge  might  be  too  computationally  costly  to  be  of  any 
benefit. 
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Cell  Subdivision  Techniques 


Cell  subdivision  techniques  are  implemented  for  two  primary  reasons.  The  first 
is  to  increase  image  fidelity.  The  second  is  to  resolve  ambiguity  of  cells.  Image  fidelity 
can  be  increased  because  the  data  resolution  is  increased.  Cell  subdivision  is  the  same 
method  employed  by  Cline  and  Lorensen’s  (8)  dividing  cubes  algorithm.  In  dividing 
cubes,  cubes  (cells)  are  divided  until  the  resolution  of  point  primitives  is  reached. 
In  cell  subdivision,  instead  of  subdividing  cells  to  create  point  primitives,  cells  are 
subdivided  to  create  sub-cells.  These  sub-cells  are  then  treated  as  the  previous 
original  cells  were,  i.e.,  the  iso-surface  is  represented  within  them  by  triangles.  These 
sub-cells  are  much  smaller  than  the  original  ones,  hence  data  resolution  has  increased. 
Because  of  this  increased  data  resolution,  the  surface  can  be  approximated  closer  to 
the  actual  surface  by  the  smaller  triangles.  However,  the  quality  of  the  final  image 
depends  on  how  the  scalar  values  are  estimated  at  the  sub-cell  vertices.  Therefore, 
the  significant  challenge  with  any  subdivision  technique  is  how  to  estimate  values  at 
the  sub-cell  vertices. 

According  to  Wilhelms  and  Gelder,  another  way  to  resolve  ambiguity  in  cell 
cases  is  to  create  sub-cells  within  original  cells  and  polygonize  the  sub-cells  as  in  the 
soft  objects  method.  New-  cell  vertex  scalar  values  are  estimated  by  a  re-sampling 
function.  In  Wilhelms  and  Gelder’s  implementation,  they  subdivide  each  computa¬ 
tional  cell  and  apply  an  estimation  function  to  determine  new  scalar  values  at  the 
points  derived  from  the  subdivision.  The  two  estimation  functions  they  use  are  tri- 
linear  and  tricubic.  The  major  case  table  lookup  method  (marching  cubes)  is  used 
to  process  the  sub-cells,  and  ambiguous  cases  are  handled  as  in  the  facial  averaging 
technique.  Tricubic  is  more  computationally  intensive  than  trilinear  .  but  it  produces 
more  accurate  images  for  their  artificially  created  volumes  than  any  of  the  other  cell 
interpolation  methods.  Image  quality  improves  because  the  tricubic  method  consid¬ 
ers  sample  data  in  a  large  neighborhood  (the  surrounding  6'1  voxel  values)  and  does 
not  assume  linear  variation.  On  the  other  hand,  trilinear  only  analyzes  the  eight  cell 
vertex  values  and  assumes  a  linear  variation  along  each  of  the  three  axes. 
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Note  that  all  nonempty1  cells  must  be  subdivided  to  ensure  continuity  between 
faces.  If  not,  one  large  undivided  nonempty  cell  face  may  share  a  face  with  several 
sub-cell  faces. 

Besides  just  resolving  ambiguous  cases,  cell  subdivision  is  also  a  good  method 
to  use  if  a  smoother  looking  image  is  desired.  However,  depending  on  the  subdivision 
size,  the  resulting  number  of  polygons  may  be  very  large.  A  typical  set  of  from  50  to 
100  brain  MRI  or  CT  slices  can  result  in  over  500,000  polygons  for  certain  iso- values. 
Subdividing  by  a  factor  of  just  two  could  increase  this  to  over  two  million  polygons. 
In  this  case  it  might  be  more  beneficial  to  use  Cline  and  Lorenseu’s  Dividing  Cubes 
algorithm  (8). 


'Nonempty  means  that  a  elassificalion  of  the  vertices  derives  unique  cell  case  0  in  figure  2.0. 
That  is.  a  nonempty  cell  is  one  such  that  the  surface  is  determined  to  not  pass  through  it 


Surface  Methods  Conclusion 


Both  the  cuberille-based  methods  and  the  cell  interpolation  methods  produce 
images  that  appear  to  represent  the  surface  of  interest.  However,  the  most  important 
issue  is  not  appearance  but  rather  the  accuracy  of  the  methods.  An  argument  could 
be  made  that  the  pre-processing  step  of  creating  cuberilles  produces  more  accurate 
results  because  of  the  increased  resolution.  However,  new  slices  are  normally  created 
by  simple  linear  interpolation,  whereas  a  higher  order  interpolation  might  be  more 
accurate.  Also,  once  the  cuberilles  are  formed,  constant  variation  within  cells  is 
assumed  during  surface  formation. 

Cell  interpolation  techniques  using  subdivision  and  estimation  functions  also 
estimate  new  scalar  values  within  the  original  computational  cells  and  can  easily 
go  beyond  input  pixel  resolution  by  increasing  the  subdivision  factor.  In  addition, 
according  to  Upson  and  Keeler  (46),  the  variability  of  the  scalar  values  within  cells 
“..is  a  more  accurate  representation  of  the  real  world  and  allows  for  smooth,  con¬ 
tinuous  representations  of  even  small  datasets.”  Cell  interpolation  methods  assume 
variability  within  cells  to  create  new  sub-cells.  They  also  assume  scalar  value  varia¬ 
tion  within  the  new  sub-cells  (although  this  latter  variation  is  always  linear  -  recall 
the  process  of  finding  surface  intersection  points  along  cell  edges). 

An  advantage  shared  by  the  cuberille-based  and  the  cell  interpolation  methods 
is  that  they  create  a  display  list  of  polygons.  This  display  list  can  be  saved  for  fast 
re-displav  at  different  viewpoints  using  traditional  lighting  and  shading  models. 

A  major  disadvantage  to  the  marching  cubes  cell  interpolation  algorithm  is  that 
holes  can  appear  in  the  rendered  surface  (IS).  Yet,  with  disambiguation  methods 
employed,  the  ambiguous  cases  are  corrected  to  a  certain  degree.  Cell  subdivision 
methods  can  also  improve  image  quality  as  well  as  the  accuracy  of  surface  represen¬ 
tation.  Both  image  quality  and  accuracy  of  surface  representation  depend  directly 
on  the  accuracy  of  the  estimation  function. 

2Jf  Chapter  Summary 

3D  medical  imaging  topics  relating  to  this  thesis  were  presented.  Specifically, 
this  chapter  first  discussed  the  data  representations  used  in  3D  medical  imaging. 
Regular  data  grids  are  assumed  by  all  3D  medical  imaging  methods  because  the 
output  from  medical  imaging  modalities  is  regular.  The  two  primary  data  models 


include  voxels  and  cuberilles.  Next,  the  common  3D  medical  imaging  transforma¬ 
tions  were  summarized.  The  remainder  of  the  chapter  described  the  3D  medical 
imaging  methods  -  contour,  volume  and  surface.  Surface  methods  were  covered  in 
great  detail  because  surface  methods  were  implemented  to  accomplish  the  purpose 
of  this  thesis.  The  first  primary  surface  method  discussed  is  surface  tracking.  Since 
these  techniques  use  the  cuberille  data  model,  surface  tracking  methods  usually  es¬ 
timate  new  slices  between  existing  slices  to  form  cuberilles.  Although  a  surface 
tracking  method  was  not  implemented  in  this  research,  the  task  of  slice  interpola¬ 
tion  was  accomplished.  Finally,  cell  interpolation  surface  methods  were  discussed. 
These  include  the  marching  cubes  algorithm,  the  soft  objects  method,  the  gradient 
consistency  heuristics,  and  the  cell  subdivision  techniques. 

The  focus  of  the  next  chapter  is  to  explain  how  an  estimation  function  can  be 
derived  based  on  the  statistics  of  the  underlying  scalar  field  data. 


III.  Kriging  Theory 


Kriging  is  a  geostatistical  estimation  method  named  after  a  South  African  min¬ 
ing  engineer,  D.  G.  Krige.  The  theory  was  developed  for  the  purpose  of  estimating 
ore  reserves  in  mining.  However,  kriging  can  be  used  to  estimate  samples  in  any  situ¬ 
ation  where  estimates  depend  on  nearby  known  samples  based  on  spatial  or  temporal 
position.  Kriging  is  significant  because  it  is  the  optimal  linear  estimator. 

This  chapter  presents  first  the  background  and  purpose  of  kriging,  followed 
by  the  derivation  of  the  ordinary  point  kriging  equations.  After  these  equations  are 
derived,  different  kriging  categories  and  types  are  summarized.  Lastly,  an  overview 
of  structural  analysis  and  isotropy  is  presented.  The  order  of  topics  was  chosen  to 
present  the  most  common  form  of  kriging  first,  and  then  building  on  this  foundation, 
to  introduce  other  kriging  methods. 

3. 1  Background 

Krige  developed  the  basic  theory,  but  French  engineer  named  Georges  Math- 
eron  and  his  colleagues  developed  the  rigorous  mathematical  theory  of  kriging  (35:602) 
and  (9:625).  Prior  to  kriging.  estimation  methods  used  in  geo-statistics  made  several 
simplifying  and  usually  invalid  assumptions.  The  most  erroneous  assumption  was 
that  variances  between  data  samples  is  constant.  This  assumption  made  the  other 
estimation  methods  very  error-prone.  Krige  pointed  out  that  to  get  a  more  accurate 
estimate,  variances  between  the  prospective  blocks  and  the  core  samples  must,  be 
taken  into  account.  Kriging  is  primarily  used  in  situations  where  there  is  expected 
to  be  some  dependence  between  data  measurements  at  different  locations.  Its  use  in 
discoveiing  deposits  in  various  mining  pursuits  is  well  known  and  documented,  see 
(13:70-71).. 

Kriging  is  a  process  that,  derives  a  geo-statistic.  Geo-statistics  differ  from 
classical  statistics  in  the  variables  used.  Recall  that  a  statistic  is  a  function  of  random 
variables.  A  geo-statistic  is  a  funci  ion  of  regionalized  variables.  Random  variables 
model  chaotic  processes.  Regionalized  variables  model  spatially  dependent,  natural 
phenomena.  According  to  Mat  heron  (35).  regionalized  variables  are  characterized 
by  three  qualities.  The  first  is  localization.  Regionalized  variables  are  localized 
within  a  support.  A  support  is  the  volume  of  a  sample,  consisting  of  geometric 
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size,  shape,  and  orientation.  In  the  geo-sciences,  an  example  support  is  a  drill  core. 
The  second  quality  of  regionalized  variables  is  that  they  may  exhibit  continuity 
within  the  region  of  a  support.  Statistical  continuity  means  the  sample  values  do 
not  deviate  significantly  from  each  other.  Thus,  they  are  not  random  in  nature, 
but  show  some  kind  of  order.  The  third  characteristic  of  regionalized  variables  is 
anisotropies,  discussed  later  in  this  chapter. 

Kriging  is  a  modified  form  of  a  multiple  linear  regression  model  with  parame¬ 
ters  estimated  by  a  technique  similar  to  the  method  of  least  squares  (37)  and  (15).. 
Kriging  uses  weighting  functions  based  on  distance  to  compute  the  desired  data 
value.  The  method  operates  on  the  assumption  that  data  points  closer  to  the  target 
should  be  weighted  heavier  in  the  estimation  calculation  than  those  further  from  the 
new  point,  for  example,  in  figure  3.1  points  1,2,  and  7  would  be  expected  to  have 
more  influence  on  the  estimate  than  points  5  and  6.  This  weighting  strategy  has 


O  5 


o  3 


2 

o 


o' 

Estimate 


o 

o 


O  1 


4  o 


Figure  3.1.  Kriging  Example 


proven  to  be  very  accurate  in  the  field  of  geo-statistics.  Davis  sums  up  the  goal  of 
kriging  in  the  following  sentences  : 


There  are  an  infinity  of  other  possible  combinations  of  weights  that  could 
be  chosen,  each  of  which  will  give  a  different  estimate  and  a  different 
estimation  error.  There  is,  however,  only  one  combination  that  will  give 
a  minimum  estimation  error.  It  is  this  unique  combination  of  weights 
that  kriging  attempts  to  find. 

The  goal  of  kriging  is  to  estimate  an  unknown  value  at  a  particular  place 
within  a  known  neighborhood  of  points  using  a  linear  combination  of  computed 
weights  and  known  sample  values.  Optimal  weights  are  determined  by  solving  a 
system  of  linear  equations  produced  by  two  conditions  placed  on  the  kriging  linear 
combination.  These  constraints  make  the  value  derived  from  kriging  the  best  linear 
unbiased  estimator  (B.L.U.E.)  (13).  The  constraints  are: 

•  unbiasedness  by  setting  the  expected  estimation  error  to  zero  i.e.,  removing 
any  “systematic  error” 

•  minimum  estimation  error  variance. 

These  conditions  insure  optimality  and  insure  that  “no  other  linear  combina¬ 
tion  of  the  observations  can  yield  estimates  that  have  a  smaller  scatter  around  their 
true  values”  (14:385). 

Why  use  a  linear  estimator  versus  a  non-linear?  According  to  Delfiner  and 
Dclhomme.  “The  major  difficulty  with  non-linear  estimators  is  that  they  involve 
parameters  or  characteristics  that  cannot  be  inferred  from  the  data"  (15).  Even  if 
the  sampling  function  is  locally  non-linear,  this  is  taken  into  account  by  the  drift  in 
universal  kriging.  which  is  discussed  later. 

The  basic  purpose  of  kriging  for  this  research  is  the  same  as  that  for  the 
estimation  functions  explored  by  Wilhelms  and  Cielder  (50)  -  given  a  new  point 
within  a  neighborhood  of  known  sample  points  and  associated  values,  estimate  a 
value  at  the  given  point  using  a  combination  of  known  sample  point  values.  The 
kriging  equation  esl  i  mat  vs  a  value  as  a  distance- weighted  linear  sum  of  known  sample 
points.  The  term  linear  refers  to  just  the  linear  sum.  it  does  not  indicate  that  the 
data  varies  linearly.  Kriging  can  model  all  forms  of  highei  order  data  trends  such 
as  quadratic  and  cubic.  This  capability  is  discussed  in  Inter  sections.  The  next  few 
sections  explore  how  kriging  calculates  data  weights  and  show  that  the  conditions 
assumed  about  the  data  make  kriging  the  optimal  interpolator  for  data  sets  derived 
from  natural  phenomena. 


3.2  Kriging  and  Least  Squares 


Kriging  primarily  differs  from  least  squares  in  the  type  of  variables  used  in  the 
linear  equation.  The  variables  used  in  least  squares  are  assumed  to  be  independent 
random  variables,  whereas  those  in  kriging  are  regionalized  variables.  Recall  from 
a  previous  definition  that  regionalized  variables  model  natural  phenomena.  These 
types  of  variables  assume  the  data  is  localized  and  exhibits  continuity,  whereas  phe¬ 
nomena  modeled  by  random  variables  exhibit  chaotic  behavior.  No  simple  methods 
like  least  squares  can  be  applied  to  such  variables  because  no  tractable  deterministic 
functions  can  be  found  that  describe  the  complex  variations  in  regionalized  variables 
(14).  The  next  section  discusses  how  the  dependence  of  regionalized  variables  is 
captured  in  the  kriging  linear  regression  model  in  the  simplest  kriging  case. 


3.3  Derivation  of  the  Ordinary.  Point  Kriging  Equations 

My  discussion  of  kriging  begins  with  ordinary  point  kriging  because  the  other 
forms  are  modifications  of  this  method  (ordinary  and  point  are  defined  in  the  next 
section).  The  discussion  begins  by  stating  the  goal  of  kriging.  followed  by  an  explana¬ 
tion  of  the  constraints  on  the  kriging  equation  that  produce  a  system  of  equations. 
The  system  of  equations  are  solved  to  yield  the  weights  in  the  kriging  equation. 
The  equations  presented  below  were  obtained  from  a  number  of  different  sources, 
primarily  (12).  (14).  (17).  (9).  (15).  (13).  (48).  (11).  (31),  and  (6). 

In  the  following  equation  the  goal  is  to  estimate  2,  the  unknown  value  at  the 
known  position  p  in  the  neighborhood  of  known  points  p,  and  known  values  Z, (;>,). 

Z{p)  =  JV,  £,(/>,)  [1] 

i=i 

The  Z, "s  are  t  he  regionalized  variables  wit  h  the  parameter  being  an  n-dimensional 
point  and  the  ir,'s  the  weights.  The  weights  are  chosen  to  satisfy  the  following  two 
conditions  that  make  2  the  B.L.l'.E.  : 


•  E{Z-Z)  =  0  [2] 

•  E{Z  -  Z)2  minimum  [3] 


where  2  is  the  value  being  estimated  at  p  and  Z  is  the  actual  value  at  point  /».  The 
estimation  error.  Z  -  7..,  is  a  measure  of  the  dissimilarity  between  the  two  variables 
7*  and  Z.  E{Z  -  Z)2  is  the  mean  square  error  and  K  is  the  expected  value  or  mean. 


3  I 


Using  the  following  equality  from  the  definition  of  the  variance,  V,  (37:S9), 
E{Z  -  Zf  =  V(Z  -Z)  +  [ E[Z  -  Z )]2 
[3]  can  be  re-written  as 
$1  —  V(Z  -  Z)  minimum  [4] 

where  o\  is  the  estimation  or  error  variance.  This  is  important  because  it  points  out 
that  even  though  condition  [3]  states  minimum  mean  square  error,  it  is  equivalent 
to  minimum  estimation  error  variance. 

Next,  the  system  of  kriging  equations  are  derived  from  conditions  [2]  and  [4]. 
This  system  is  similar  to  the  set  of  simultaneous  linear  equations  (normal  equations) 
produced  in  linear  regression  that  are  formed  by  setting  the  partial  derivatives  of  the 
unknown  parameters  to  zero  (21).  Before  the  equations  can  be  derived,  the  above 
two  conditions  are  expanded  and  changed  into  more  quantifiable  constraints. 

Modifying  condition  (2)  above  is  straightforward  : 

E{Z-Z)  =  0 

E(Z)-E(Z)=  0 

Then  recalling  [1],  substitute  into  the  above  and  get  as  an  additional  constraint 
£g>Z(p,)|  -  E(Z)  =  0 

I 

5>,ro(pf)  -  w(p)  =  0 

I 

X>.  =  1  (5] 

t 

where  ??/()  is  the  mean  or  first  moment.  Unbiasedness  in  the  estimate  is  assured  by 
insuring  that  the  weights  sum  to  1.  ( 13*238) 

The  estimation  error  variance  is  (((5).  (13).  and  (9)) 

a?  =  2^tr, A' (/),.;»)  -  K{p,p)  A'(;>,.j>j)  [(>) 

'  >  : 

where  K(m.n)  is  the  covariance  between  point  m  and  point  n  and  p  is  the  n- 
dimensional  point  where  the  estimate  is  computed.  Journel  derives  similar  esti¬ 
mation  error  variances  (29),  but  this  equation  is  considered  the  general  unbiased 
linear  estimator  derivable  by  expanding  the  variance  of  the  linear  combination  of 
regionalized  variables  in  equation  (•!]. 

The  covariance  between  the  variables  is  modelled  by  a  function  called  the semi- 
variogram.  In  most  cases  the  semivariogram  is  unknown  and  must  be  determined 


by  a  process  called  structural  analysis.  For  the  present,  assume  the  semivarogram  is 
known  and  is  represented  as  7(771,71)  =  7mn.  The  semivariogram  represents  the  av¬ 
erage  difference  squared  between  the  values  at  points  m  and  n.  The  main  parameter 
used  in  semivariograms  is  the  distance  between  points  m  and  n.  The  semivari¬ 
ogram  models  the  dependency  of  data  values  based  on  how  far  apart  they  are  from 
each  other.  The  spatial  distribution  of  regionalized  variables  is  accounted  for  in 
the  semivariogram.  The  semivariogram  gives  the  correlation  between  sample  values 
a  geometric  meaning  rather  than  a  probabilistic  meaning.  Structural  analysis  and 
the  semivariogram  are  discussed  in  more  detail  in  a  later  section.  As  a  result  of 
substituting  the  semivariogram  in  place  of  the  covariance.  (6]  becomes 

~  ~  tpp _  yi  ( 1  j 

<  «  j 

Now'  that  condition  [-1]  is  more  quantifiable  in  terms  of  [7],  it  must  be  minimized 
to  satisfy  the  minimum  estimation  variance  constraint.  Since  there  is  a  constraint 
[5],  n  unknowns  and  n  +  1  equations  would  result  from  minimizing  this  system. 
Therefore  a  Lagrangian  Multiplier  is  added  to  equalize  the  system.  Minimization 
is  done  by  taking  the  partial  derivatives  with  respect  to  the  weights  and  the  La¬ 
grangian  Multiplier  7/  and  setting  the  resulting  equations  equal  to  zero.  1  his  yields 
the  following  complete  ordinary  point  kriging  system: 

+  r>  =  *  (» =  1 . «)  (81 

7=1 

i>, = 1 

7=1 

The  Methodology  chapter  will  show  these  equations  in  expanded  matrix  form. 

The  system  presented  above  is  ordinary  point  kriging.  Due  to  *  he  const  raints  (2) 
and  [lj.  this  system  will  determine  optimal  weights  to  substitute  back  into  equation 
[l].  V,  is  the  B.LX.E.  because  of  the  optimal  weights,  i.e..  no  better  linear  estimate 
can  be  derived.  This  system  is  only  one  of  several  types  of  kriging  possible.  Other 
types  and  their  differences  from  this  system  are  discussed  next. 

■}J,  Kriging  Caltgorirs  and  Typis 

The  kriging  literature  describes  two  broad  categories  of  kriging  and  three  types 
of  kriging.  The  categories  differ  based  on  estimation  region.  The  t*  jw*s  differ  based 


on  assumptions  about  the  sample  data.  Either  of  the  two  categories  can  be  used  in 
any  kriging  type. 

3.4.1  Kriging  Categories  The  two  categories  of  kriging  are  point  and  block. 
Point  kriging  was  discussed  in  the  preceding  section.  It  is  employ,  when  the  goal 
is  to  estimate  a  value  at  one  particular  point. 

Block  kriging  estimates  a  value  for  a  region  instead  of  at  a  single  point.  There 
are  two  block  kriging  methods.  The  first  uses  point  kriging  repetitively  to  estimate 
several  values  within  the  block  and  then  averages  the  results  to  get  one  value.  The 
second  method  derives  a  new  set  of  equations  using  a  modified  covariance  function 
of  the  K()  terms  in  equation  [6].  The  second  method  involves  computing  a.  double 
integral  that  evaluates  the  area  of  the  block  in  question.  The  problem  with  the 
second  approach  is  finding  an  explicit  analytic  form  for  the  integral;  hence,  the  first 
method  is  most  often  used  for  block  kriging  (if)1. 

3-4-2  Kriging  Types  There  are  three  primary  types  of  kriging  discussed  in 
the  literature  -  simple,  ordinary  and  universal.  These  techniques  differ  in  their 
assumptions  about  the  behavior  of  the  expected  values  or  means  of  the  regionalized 
variables  E(Zi)  (15).  see  figure  3.2,  Each  of  the  three  methods  can  be  developed  so 
the  final  kriging  system  estimates  points  or  blocks. 


'Some  authors  combine  poiu*  and  block  kriging  into  one  form  in  which  the  area  integral  reduces 
to  a  point  in  the  case  of  point  kriging  (9:t>26) 
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K^ype 

Means  of  Regionalized 
Variables  are  Known 

Means  of  Regionalized 

Variables  are  Constant 

Simple 

Yes 

Not  applicable 

Ordinary 

No 

Yes 

Universal 

No 

No 

Figure  3.2.  Table  of  Kriging  Types  (All  three  can  estimate  points  or  blocks) 
Simple  Kriging 

This  type  of  kriging,  as  the  name  suggests,  is  the  simplest  form  of  kriging 
-  even  simpler  than  the  above  ordinary  kriging  system.  However,  this  method  is 
seldom  employed.  The  method  is  termed  ‘‘simple”  because  sample  means  at  known 
locations  «.re  assumed  to  be  known  prior  to  kriging.  The  means  are  stated  as 

E(Zi )  =  m,i.i  =  1, ...  ,11  and  E(Z)  =  mz 

where  m,  is  the  mean  of  the  i'tli  regionalized  variable  and  m:  is  the  mean  of  the 
estimator  regionalized  variable. 

This  assumption  modifies  the  kriging  equations  derived  above  because  the  un¬ 
bias  constraint  changes.  The  ordinary  equations  derived  above  left  out  one  variable 
important  to  the  simple  kriging  equations.  This  variable  is  called  a  shift  parameter. 
A  (29).  In  ordinary  kriging,  A  =  0.  The  shift  parameter  modifies  the  estimation  as 

Z  =  A  +  £>,£■  (/>,) 

i=l 

Now  the  unbias  condition  becomes  : 

E(Z  -Z)=--E(Z)~  E(Z)  =  E(Eu',Z,(Pi)  +  A)  -  m, 

Journel  (29)  shows  that  this  unbias  constraint  changes  the  estimation  equation  to 

71 

Z  =  rn.  +  ~  m<) 

t=i 

This  equation  indicates  that  the  unbiased  estimator  Z  is  determined  as  a  linear 
combination  of  the  residuals,  (Z,  -  m,). 


Til's  assumption  also  simplifies  the  minimum  error  variance  condition  [4].  In 
essence,  this  form  of  kriging  reduces  to  classic  linear  regression  (29)  and  (12).  Simple 
kriging  is  seldom  used  because  the  means  of  the  regionalized  variables  are  usually 
unknown. 


Unlike  simple  kriging,  ordinary  kriging  assumes  the  mean  of  each  regionalized 
variable  is  unknown.  Also  unlike  simple  kriging,  ordinary  kriging  assumes  each  mean 
is  the  same.  A  constant  mean  is  more  commonly  referred  to  as  a  stationary  mean 
(9:626).  The  ordinary  system  of  equations  were  derived  above  to  estimate  points. 
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Universal  Kriging  or  Kriging  with  a  Trend 

Universal  kriging  also  assumes  unknown  regionalized  variable  means;  however, 
it  differs  from  ordinary  kriging  because  it  assumes  the  unknown  sample  means  are 
possibly  different,  or  non-stationary.  Sample  means  are  also  referred  to  as  first- 
order  moments.  Stationaritv  assumptions  for  the  second-order  moments  can  also 
impact  the  type  of  kriging  used  (see  (9)  and  (11)),  but  will  not  be  considered  in 
this  effort.  The  term  non-stationary  also  refers  to  drift  or  trend,  indicating  the 
means  of  the  regionalized  variables  differ  from  sample  point  to  sample  point  within 
a  surrounding  neighborhood  of  other  sample  points.  There  are  two  primary  methods 
of  kriging  in  the  presence  of  local  drift  -  universal  kriging  and  the  method  of  intrinsic 
random  functions.  According  to  Cressie  (9),  universal  kriging,  simply  extended  from 
ordinary  kriging,  is  most  often  used  because  the  method  of  intrinsic  random  functions 
is  impractical  to  apply. 

When  using  universal  kriging,  the  first  process  becomes  estimation  of  the  re¬ 
gionalized  variable  means  at  the  sample  points  using  a  local  neighborhood  of  known 
sample  values  to  determine  if  the  means  are  constant  from  sample  point  to  sample 
point.  If  data  has  global  (legional)  drift.,  there  appears  to  be  a  definite  pattern  or  drift 
in  the  sample  values  over  a  larger  area,  usually  much  larger  than  the  neighborhood 
size  used  in  the  kriging  system.  If  drift,  is  local,  it  occurs  within  the  neighborhood. 
Figure  3.3,  adapted  from  (14)  and  (13).  shows  regional  drift  as  a  line  placed  through 
the  data  points. 

If  global  drift  exists,  the  regionalized  variables  are  now  viewed  as  being  com¬ 
posed  of  two  parts  -  the  drift  and  the  residual.  The  drift  of  a  regionalized  variable  is 
its  expected  value  (mean)  at  a  point  p ,  within  a  certain  neighborhood.  This  experi¬ 
mental  or  computed  mean  is  called  drift  if  it  varies  from  point  to  point .  The  residual 
is  calculated  by  subracting  the  drift  from  the  actual  measurement.  For  example, 
assume  an  experimental  drift  is  calculated  for  every  known  point,2,  call  it  m(Z(pt)). 
Then  the  residuals  are  calculated  as 

y(Pt)  =  Zip.)  -  m(Z(/),)). 


2David  shows  that  the  experimental  drift,  can  be  calculated  by  estimating  the  drift  coefficients  as 
a  linear  combination  of  the  available  data.  This  is  another  multiple  linear  regression  that  typically 
assumes  simple  unbiased  estimation  derived  from  a  least-square  method  (13)  The  drift  equation 
is  shown  in  the  next  paragraph. 
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There  are  three  primary  steps  in  estimating  points  or  blocks  in  the  presence  of  a 
global  drift.  First,  the  drifts  are  estimated  at  each  point  and  residuals  are  computed. 
Then,  the  residuals  are  used  as  stationary  regionalized  variables  in  a  simple,  ordinary 
or  universal  kriging  system  (depending  on  the  local  means).  Lastly,  the  estimates 
derived  by  kriging  the  residuals  are  added  back  to  the  drifts  to  get  the  final  estimate. 

If  local  drift  exists,  then  universal  kriging  is  used  (13:267).  The  ordinary  point 
kriging  equations  developed  in  the  last  section  must  be  modified  in  the  presence  of 
local  drifts  to  yield  the  system  of  universal  kriging  equations.  These  modifications 
are  described  below. 

David  (13)  expresses  the  drift  at  point  p  as  : 

”>(p)  =  E(Z{p))  =  tdlflP )  [9] 

/=° 

Equation  [9]  is  normally  represented  as  a  finite  order  polynomial  in  universal  kriging. 
The  /‘{pY's  are  k  +  1  known  functions,  usually  monomials,  and  the  d/’s  are  the  k  +  1 
unknown  drift  coefficients. 

The  kriging  system  of  equations  change  in  the  presence  of  drift  because  the  un¬ 
bias  constraint  changes.  In  ordinary  kriging  the  unbias  constraint  forces  the  weights 
to  sum  to  1  because  the  mean  v)  is  constant,  producing  equation  [5].  Now  that 
77?(p)  is  no  longer  constant  but  takes  into  account  drift  from  equation  [9].  the  unbias 
constraint  results  in 

E(Z-Z)  =  0 

B(£Zte))  -  Y.'hfiv)  =  0 

i  k 

!>(/'(*  )  =  /'(!>)  ('  =  0.1 . i)  [10] 

l 

Notice  the  drift  coefficients  d/  have  dropped  out  of  the  constraint.  Thus  the 
universal  system  is  independent  of  the  drift  coefficients,  but  still  insures  unbiasedness. 
Since  this  condition  insures  unbiasedness  regardless  of  the  unknown  drift  coefficients 
d/,  the  term  universal  is  used  to  denote  the  system  of  equations  that  result. 

This  constraint  (equation  [10])  adds  k+  1  more  equations  to  the  minimum  vari¬ 
ance  condition,  thus  k+ 1  additional  Lagrange  Multipliers  (?//)  are  needed  (9).(15).and 
(17).  After  the  partial  derivatives  of  the  equations  are  taken  with  respect  to  the  n 
weights  and  the  k+  1  Lagrangian  Multipliers  and  set  to  zero,  the  resulting  universal 
kriging  system  is 


minimum  estimation 


n  k 

5Zwj7 tj  +  5>/f(p.)  =  lip  (i  =  l,...,n) 

3=1  1=0 

variance  [11] 

2>,/'(pt)  =  f‘(p)  (l  ~  Oi  ^  non-bias  [12]3 

t=i 

There  are  several  unknowns  in  this  system  of  equations  that  must  be  esti¬ 
mated.  The  unknowns  in  the  universal  system  are  the  order  k  of  the  polynomial 
fl{p),  the  drift  coefficients  d/,  and  the  size  of  the  neighboriiood  used  to  determine 
the  drift.  These  unknowns  are  determined  during  structural  analysis.  The  drift  co¬ 
efficients  dt  can  be  found  along  with  the  weights  in  the  kriging  system  (14:394)  or 
by  a  least-squares  method  (13:272).  The  order  k  is  usually  1  or  2.  If  the  means  of 
the  regionalized  variables  are  the  same,  k  =  0  and  equation  [10]  reduces  to  equation 
[5],  which  is  ordinary  kriging.  If  the  order  is  1  this  means  the  Oth  order  term  or 
the  constant  will  be  included  as  well  as  the  first  order  terms.  In  two  dimensions 
this  is  the  x  and  y  terms.  If  k  is  2,  the  Oth,  1st,  and  2nd  order  terms  are  included 
in  the  drift.  The  first  order  (k=l)  polynomial  associated  with  linear  drift  in  the 
neighborhood  is  :  m(p)  =  d0  +  dxX j,-  +  d\  X2i 

and  the  second  order  polynomial  associated  with  quadratic  drift  is  : 

m(p)  =  do  +  d\Xu  +  d7X2l  +  d$  A,2,  +  d,\XnX2i  +  <hX2, 
where  A'i,  and  X2,  are  the  first  and  second  coordinates  of  the  i'th  known  2D  point 
in  the  neighborhood  (14:394).  As  stated  earlier  in  this  chapter,  any  order  drift  can 
be  modelled  by  kriging  -  simply  modify  k  in  equation  [12].  If  a  polynomial  drift,  is 
not  observed  during  structural  analysis,  other  types  of  drifts  can  be  easily  modelled 
as  any  type  of  function  of  the  geometric  coordinates. 

:J.5  Structural  Analysis 

Structural  analysis  is  “the  process  of  attempting  to  simultaneously  find  satis¬ 
factory  representations  of  the  semivariogram  and  drift  expression.”  (14:245).  This 
process  also  determines  the  optimal  neighborhood  for  the  estimation.  The  neigh¬ 
borhood  is  the  sample  values  in  the  kriging  linear  sum  that  are  all  within  a  certain 
distance  of  the  estimated  value.  I  term  neighborhood  size  the  number  of  sample 
values  in  the  kriging  sum. 

3Davis  (14)  and  David  (13)  present  the  universal  kriging  equations  in  expanded  matrix  form. 
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The  semivariogram,  drift,  and  neighborhood  all  influence  each  other  and  char¬ 
acterize  the  notion  of  localized  continuity  within  a  sample  volume.  The  goal  of 
the  process  is  to  find  a  model  semivariogram  that  models  the  spatial  correlation  of 
sample  values  within  a  local  zone  of  influence  (neighborhood). 

Structural  analysis  is  usually  performed  prior  to  kriging.  Prior  to  understand¬ 
ing  the  process  of  structural  analysis,  the  semivariogram  must  be  defined. 


Semivariogram  Definition 

The  semivariogram  is  a  graph  and/or  formula  (14)  that 


...  represents  the  spatial  variability  of  data  ...  can  be  thought  of  as  an 
average  difference  squared  between  data  a  given  distance  apart  in  a  given 
direction...  [and]  provides  a  quantitative  value  for  the  range  of  influence 
of  a  sample  in  any  direction  (31). 

The  semivariogram  is  used  in  the  kriging  system  of  equations  as  an  approx¬ 
imation  to  the  co-variance  between  sample  values.  The  co-variance  measures  the 
inter-dependence  or  correlation  of  random  variable  occurrences,  whereas  the  semi¬ 
variogram  measures  the  spat  ial  dependence  of  regionalized  variable  occurrences  based 
on  the  distance  from  each  other. 

There  are  two  major  types  of  semivariograms  used  in  kriging  -  experimental 
and  model.  The  experimental  semivariogram  is  used  to  estimate  the  variance  of 
differences  in  the  sample  data.  The  experimental  semivariogram  is  an  estimator  of 
the  model  semivariogram.  Once  an  experimental  semivariogram  is  computed,  it  is 
compared  to  known  model  semivariograms  to  select  the  closest  match.  The  reason 
for  using  a  model  semivariogram  is  discussed  in  the  section  Models.  The  remainder 
of  this  section  will  describe  how  the  experimental  semivariogram  is  derived. 

The  semivariogram  ->(/»)  is  often  improperly  called  the  variogram.  It  is  termed 
the  semivariogram  because  it  is  half  the  variogram  27 (h)  The  variogram  is: 

27 (/')  =  .:  (/>,  +  />)-•  Z{p,))  V;>,,  t),  +  h  €  jV 

where  27 (h)  is  the  variance  between  samples  a  distance  of  ii  apart  from  each  other 
and  N  is  the  neighborhood  of  known  sample  points. 
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The  semivariogram  can  be  represented  by  a  formula  or  a  graph.  Graphs  de¬ 
pict  the  distance  h  on  the  abscissa  and  the  semivariogram  7 (h)  on  the  ordinate. 
The  experimental  or  sample  semivariogram  (graph)  is  computed  and  plotted  from 
the  known  sample  points  and  values  and  is  compared  against  known  model  semi- 
variograms  to  determine  the  best  fit  (closest  match).  After  a  fit  is  made,  model 
parameters  are  estimated.  The  semivariogram  used  in  equations  [8]  and  [l  1  ]  is  a 
model  function,  not  experimental. 

Davis  states  that  the  following  equation  can  be  used  for  estimating  the  semi¬ 
variogram  (experimental)  for  multiples  of  h  when  h  is  the  same  between  data  points 
(in  other  words  the  data  is  regular)  : 

[13] 

The  asterisk  indicates  this  semivariogram  is  experimental  or  estimated  from 
the  sample  values.  This  expression  takes  into  account  drift  in  the  inner  second  term 
in  the  numerator, 

Equations  [13]  and  [14]  are  in  (14). 


Process  of  Structural  Analysis 


The  goal  of  structural  analysis  is  to  determine  a  model  semivariogram.  To  find 
this  model  semivariogram,  an  experimental  semivariogram  is  first  estimated  from 
the  known  data  values  and  compared  to  known  model  semivariograms  to  find  a  close 
match.  However,  before  this  is  done,  it  must  be  determined  if  drift  exists.  The 
drift  expression  and  the  experimental  semivariogram  change  based  on  the  size  of  the 
neighborhood4.  It  would  be  best  to  estimate  the  semivariogram  using  the  entire  data 
set.  However,  it  is  too  costly  and  often  does  little  good  since  a  distance  is  usually 
reached  at  which  the  affect  of  values  on  one  another  becomes  neglible.  Therefore, 
a  maximum  distance  for  the  neighborhood  is  assumed  initially  to  determine  drift 
experimentally.  This  same  distance  is  used  in  calculating  the  experimental  semivar¬ 
iogram. 

In  the  case  of  ordinary  kriging,  no  drift  exists  so  the  experimental  semivari¬ 
ogram  calculated  from  the  orginal  sample  values  is  sufficient  to  determine  the  spatial 
correlation  of  the  samples.  If  drift  exists,  the  situation  is  more  complex  because  the 
semivariogram  is  not  reliable  statistically. 

The  model  semivariogram  must  provide  good  statistical  properties,  like  corre¬ 
lation  between  sample  points  based  on  spatial  relationships.  However,  estimating 
the  semivariogram  of  non-stat ionary  regionalized  variables  may  not  have  these  kind 
of  properties.  According  to  Davis,  stationary  variables  (regionalized  variables  with 
stationary  means)  force  equation  [14]  to  zero,  which  gives  equation  (13]  a  known 
statistical  property  -  "the  difference  between  the  variance  and  the  spatial  autoco¬ 
variance  for  the  same  distance.”  Normalizing  the  variables,  i.e..  mean  zero  and 
variance  1,  provides  an  even  better  statistical  property  -  the  semivariogram  becomes 
the  "mirror  image  of  the  autocorrelation  function"  (14:242). 

The  main  problem  in  the  presence  of  global  drift  is  that  the  experimental 
semivariogram  is  not  reliable  statistically.  Recall  that  drift  can  exist  in  two  forms, 
local  and  global.  Local  drift  is  accoutred  for  in  universal  kriging.  Therefore,  the 
main  task  of  structural  analysis  in  this  case  is  to  compute  a  reliable  experimental 
semivariogram  in  the  case  of  global  drift.  Since  stationary  regionalized  variables  are 
considered  reliable  and  residuals  are  stationary,  then  the  residuals  can  be  used  to 


4The  drift  coefficients  as  well  as  the  order  of  the  drift  polynomial  may  differ. 


compute  the  experimental  semivariogram.  To  find  the  residuals,  which  are  the  drifts 
subtracted  from  the  actual  values,  equation  [9]  must  be  solved. 

The  weights  in  equation  [9]  are  determined  in  two  possible  ways.  First,  they 
can  be  estimated  by  the  Lagrange  Multipliers  in  the  universal  kriging  system  or  they 
can  be  separately  estimated  by  a  regression  technique  like  least-squares  (13).  If  a 
kriging  system  is  used,  a  known  semivariogram  can  be  assumed  at  the  start  (a  “first, 
approximation")  to  obtain  estimates  of  the  drift.  If  a  least-squares  approach  is  used, 
a  first-  or  second-order  polynomial  is  fit  to  the  sample  data  to  obtain  estimates  of 
the  drift  coefficients.  In  this  case  the  d/‘ s  in  equation  [9]  are  estimated  as  linear 
combinations  of  the  data  : 

n 

i=i 

After  estimates  of  t  he  drift  are  obtained,  they  are  then  removed  from  the  actual 
data  to  obtain  residuals.  The  residuals  are  then  used  to  estimate  an  experimental 
semivariogram.  The  experimental  semivariogram  is  then  compared  to  known  models. 
If  a  poor  fit  results,  the  "first  approximation”  semivariogram,  the  neighborhood  size, 
and/or  even  the  order  k  of  the  polynomial  drift  equation  [12]  can  be  modified  to 
obtain  a  closer  fit.  This  recursive  process  is  known  as  structural  analysis.  There  is 
a  strong  “interrelation  between  neighborhood  size,  drift,  and  semivariogram  for  the 
residuals”  (H), 

Once  a  model  fit  is  obtained,  a  kriging  system  is  used  with  the  model  senii- 
variogram  to  obtain  estimates  from  the  residuals.  To  get  the  final  kriged  estimates, 
the  drift  estimates  arc  added  to  the  estimates  determined  by  kriging  the  residual 
regionalized  variables. 

In  summaiy.  the  first  step  in  structural  analysis  is  to  determine  if  global  drift 
exists  in  the  data  set.  This  requires  calculating  a  drift  or  sample  mean  for  even- 
sample  value  in  the  data  set.  If  it  exists,  global  drift  must  be  removed  by  calculating 
residuals  and  then  computing  the  experimental  semivariogram  from  these  residuals. 
Once  a  model  semivariogram  is  chosen,  values  are  estimated  by  kriging  the  residual 
data  set  with  this  model  semivariogram.  These  kriged  values  are  then  added  back 
to  the  drifts  calculated  at  the  beginning  of  the  analysis.  Or.  if  global  drift,  does 
not  exist,  the  data  itself  is  used  to  determine  the  experimental  semivariogram.  If 
global  drift  exists  or  it  does  not.  local  drift  can  be  assumed  because  if  local  drift  does 
not  exist,  the  local  drift  coefficients  will  just  be  zero.  Global  drift  is  not  so  easily 
accounted  for  because  it  involves  a  much  larger  neighborhood  of  sample  values. 


Models 


Model  semivariograms  are  used  in  the  kriging  system  of  equations  rather  than 
experimental  semivariograms.  Experimental  semivariograms  are  not  used  because 
they  do  not  provide  results  for  distances  other  than  those  derived  from  the  sam¬ 
ple  data.  The  term  model  refers  to  a  known,  continuous  semivariogram  (31)  and 
(14:246).  An  experimental  semivariogram  like  equation  (13]  is  not  used  in  equa¬ 
tions  [S]  and  [w]  because  the  experimental  semivariogram  is  computed  for  known 
discrete  distances.  Instead,  a  known  model  semivariogram  computed  for  continuous 
distances  is  used.  Since  kriging  estimates  new  values  at  possibly  different  distances 
than  those  between  the  original  sample  points,  a  continuous  function  is  the  most 
reasonable  choice  (14:246).  Some  of  the  better  known  continuous  semivariogram 
models  include  the  linear,  spherical,  and  exponential  (see  figure  3.4). 


Figure  3.4.  Example  semivariograms  for  linear,  spherical  and  exponent ional  models 

Once  a  model  is  selected,  parameters  of  the  model  must  be  estimated.  Ac¬ 
cording  to  Cressie  f  1 1 : 1  SIS).  Zimmerman  and  Zimmerman  claim  that  the  ‘  weighted 


least  squares  approach  usually  performs  .veil  and  never  does  poorly”  at  estimating 
parameters  for  a  model  semivariogram  from  the  original  data  points. 

Two  terms  are  used  to  describe  the  models.  Since  the  data  is  assumed  to 
vary  within  some  region,  there  usually  exists  some  distance  at  which  the  data  ceases 
to  vary  and  has  some  constant  variance.  This  constant  variance  is  a  flat  line  on  a 
semivariogram  known  as  the  sill,  a].  For  models  with  a  sill,  the  sill  is  the  sample 
variance  (6:7).  The  distance  at  which  this  constant  variance  is  reached  is  termed  the 
range  a,  or  zone  of  influence.  The  range  then  determines  the  neighborhood  of  sample 
values  used  in  the  kriging  equations  because  it  represents  the  spatial  zone  in  which 
sample  values  influence  each  other.  Beyond  this  zone,  the  influence  of  a  sample  value 
on  a  kriged  value  is  negligible.  For  a  further  description  of  sill  and  range  see  (10). 

The  following  discussion  of  semivariogram  models  is  based  on  (14:247),  (31), 
and  (13). 

Linear  Model.  The  following  equation  is  used  for  this  model: 

'y(h)  =  ah  -f  b 

The  parameters  are  the  distance  h  and  the  slope  of  the  line.  This  model  does 
not  have  a  sill,  but  sometimes  the  function  is  modified  to  create  an  artificial  sill  as 
follows: 


7 (/;)  =  ah  +  h  for  h  <  a 
7  ( h )  =  o\  for  h  >  a 

where  a  is  the  range.  Davis  suggests  this  approximation  is  good  for  "distances 
much  less  than  the  range"  (14:247). 


Spherical  Model.  The  model  equation  is  : 


MM 


c(Vi-i£)  +  c»  if  ''<« 

C  +  Co  if  It  >  a 

0  if  It  =  0 


The  spherical  model  is  most  commonly  used  because  it  models  most  natural 
data  very  well.  The  relationship  modelled  between  data  values  is  that  spatially  closer 
data  values  have  a  higher  influence  on  each  other  than  do  those  further  apart  until 
the  range  or  limit  of  influence  is  reached.  Once  the  range  is  reached,  the  values  cease 
to  have  a  significant  affect  on  each  other.  The  model  parameters  are  the  distance 
(h).  the  range  (a),  the  sill  (C  +  C0  =  erj).  and  the  nugget  effect  (C„). 


The  nugget  effect  measures  micro-scale  variations.  It  is  the  position  on  the 
7 (//)  axis  where  the  semivariogram  intersects,  possibly  causing  a  discontinuity  at  the 
origin  if  Co  ^  0  (35). 

Exponential  Model.  The  model  equation  is  : 

7  (h)  =  o*{  1  ~e-h'a) 

The  parameters  are  the  distance  (h).  range  (a)  and  sill  (of).  This  model  is 
characterized  by  a  semivariogram  approaching  the  sill  asymptotically.  This  indicates 
the  data  values  always  influence  each  other  regardless  of  distance  apart;  however, 
values  separated  by  distances  beyond  the  range  have  much  less  influence  on  each 
other  than  those  values  separated  by  distances  less  than  the  range. 

3.6  Isotropy/ Anisotropy 

Mathcron  (35:1249)  noted  three  '‘qualitative  characteristics’’  exhibited  by  re¬ 
gionalized  variables.  The  first  is  support.  Support  consists  of  the  shape,  orientation, 
size,  and  spatial  arrangement  of  the  sample  values.  The  second  is  that  the  sample 
values  within  a  support  show  some  form  of  continuity.  The  third,  termed  anisotropy, 
indicates  the  distance  in  the  “zone  of  influence”  (13:6S)  varies  along  different  direc¬ 
tions.  Methods  exist  for  treating  different  forms  of  anisotropy,  but  the  discussion  of 
the  forms  is  beyond  the  scope  of  this  research.  For  further  information  on  this  topic 
see  (25)  and  (13). 

3.7  Chapter  Summary 

This  chapter  has  described  some  of  the  most  basic  forms  of  kriging.  Structural 
analysis  and  kriging  are  complex,  robust  processes.  It  is  optima!  because  the  estima¬ 
tion  variance  is  minimized,  the  estimation  is  unbiased,  and  the  covariance  approxi¬ 
mation,  the  semivariogram.  analyzes  sample  points  based  on  their  inter-dependence. 

There  are  many  current  3D  medical  imaging  applications  in  use  today  that  can 
use  kriging  to  obtain  more  accurate  estimates.  In  the  next  chapter.  I  will  demonstrate 
how  kriging  can  be  used  to  estimate  intra-cell  scalar  values  in  cell  interjrolation 
surface  extraction  and  the  volume  pre-processing  operation  of  slice  interpolation. 


IV.  Cell  Subdivision  and.  Slice  Interpolation  Implementation 


4.1  Introduction 

I  implemented  two  methods  to  explore  estimation  in  3D  medical  imaging.  First, 

I  imp  I  erne  ed  a  cell  subdivision  method  to  investigate  intra-cell  scalar  value  esti¬ 
mation.  I  also  implemented  a  method  of  estimating  values  between  two  medical 
data  slices  for  the  purpose  of  investigating  estimation  techniques  in  the  volume  pre¬ 
processing  operation  of  slice  interpolation. 

This  chapter  begins  by  presenting  an  overview  of  cell  subdivision  and  surface 
formation.  Cell  subdivision  is  discussed  to  explain  how  intra-cell  points  are  derived. 
Once  values  are  estimated  at  intra-cell  points,  the  surface  is  formed.  The  process 
of  surface  formation  is  briefly  discussed  in  this  chapter.  Then,  the  two  estimation 
techniques,  tricubic  interpolation  and  kriging  are  discussed  to  show  how  they  are 
used  to  estimate  values  at  the  intra-cell  points  derived  by  cell  subdivision.  The 
chapter  ends  by  discussing  my  implementation  of  medical  image  slice  interpolation. 
Appendix  C  provided  further  implementation  details  of  the  cell  subdivision  method. 

4.2  Overview  of  Cell  Subdivision  and  3D  Surface  Formation 

Presented  in  this  section  are  the  cel!  subdivision  and  3D  surface  formation 
processing  steps.  Each  step  is  addressed  in  turn.  Before  listing  these  steps,  some 
terminology  that  helps  in  understanding  the  following  explanations  is  discussed. 
Voxels  are  treated  as  point  values,  not  volumes.  I  consider  major  cells  the  initial 
computational  cells  before  subdivision  (see  figure  4.2).  The  cells  created  within  a 
major  cell  by  cell  subdivision.  1  ‘crm  minor  cells.  Major  cells  have  the  original  voxel 
points  and  associated  values  as  vertices.  I  consider  minor  cell  vertices  as  minor- 
voxel  points  and  values.  Minor- voxel  values  are  derived  by  intra-cell  scalar  value 
estimation.  Finally.  I  considei  the  arrays  within  a  major  subdivided  cell  as  mini¬ 
slices,  since  logically  they  represent  input  data  slices.  The  reason  for  this  will  be 
explained  in  the  discussion  of  steps  1  and  2. 

The  primary  steps  in  the  cell  subdivision  and  surface  formation  algorithm  are  : 

1.  Read  data  slices  inlo  memory. 


2.  March  major  cells  between  slices. 

3.  Subdivide  major  cells  into  minor  cells. 

4.  Estimate  minor-voxel  values  and  normals. 

5.  Apply  marching  cubes  surface  extraction  within  major  cells  to 

6.  Render  triangular  mesh  with  a  polygonal  based  Tenderer,  form  surface. 

Steps  1  and  2 

These  two  steps  are  part  of  the  marching  cubes  algorithm  developed  by  Lorensen 
and  Cline  (34)1.  Four  slices  of  data  are  processed  at  a  time.  The  marching  cubes 
algorithm  creates  computational  cells  (cubes)  between  the  two  inner  slices  (see  fig¬ 
ure  4.1)  and  approximates  the  surface  within  each  cell.  My  cell  subdivision  algorithm 
works  similarly,  except,  surface  formation  is  approximated  in  minor  cells,  not  major 
cells2. 

Steps  3  and  Jt 

When  a  major  cell  is  processed,  it  is  subdivided  based  on  subdivision  factors 'in 
each  of  the  three  component  directions.  For  simplicity,  assume  component  subdivi¬ 
sion  factors  are  equal.  A  subdivision  factor  of  two  will  divide  a  major  cell  into  eight 
minor  cells  (see  figure  4.2).  The  3D  minor-voxel  points  are  obtained  by  calculat¬ 
ing  division  points  along  lines  between  major  cell  vertices  based  on  the  subdivision 
factors.  A  subdivision  factor  of  two  creates  one  division  point  along  each  line,  a 
subdivision  factor  of  three  creates  two  division  points  along  each  line,  etc.,  again 
assuming  the  same  factor  in  all  three  directions. 

The  scalar  values  at  these  division  points  are  estimated  by  one  of  the  three  es¬ 
timation  techniques  -  trilinear  interpolation,  tricubic  interpolation,  or  kriging.  Tri- 
linear  interpolation  assumes  the  voxel  values  vary  linearly  within  a  cell  in  all  three 
directions.  This  method  assumes  only  the  eight  major  cell  vertices  contribute  to  the 
estimation  of  intra-cell  scalar  values  (minor-voxel  values).  Since  trilinear  interpola¬ 
tion  is  a  standard  method,  details  are  not  given  here,  but  are  in  appendix  H  Tricubic 
interpolation  is  a  parametric  cubic  polynomial  interpolation  method..  This  method 

‘During  this  effort,  1  implemented  the  marching  cubes  algorithm  described  by  Lorensen  and 
Cline  (34).  Details  of  this  implementation  are  in  appendices  A  and  B.  While  developing  the  cell 
subdivision  code  I  re-used  as  much  of  the  marching  cubes  code  as  possible. 

2M\  implementation  can  also  perform  the  marching  cubes  algorithm  on  major  cells. 


Figure  4.1.  Computational  cell  (cube)  marching  between  data  slices 
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Subdivision  factor  =  2  in  all  dimensions 

0  Original  voxels  (major  cell  vertices) 
q  Minor  voxels  (minor  cell  vertices) 


Figure  4.2.  Subdivided  Ma  jor  Cell 


uses  a  much  larger  neighborhood  of  sample  values  to  estimate  minor-voxel  values. 
It  uses  the  surrounding  64  voxel  values,  where  the  major  cell  is  centered  within  the 
next  larger  cube  (see  figure  4.3).  Note,  the  3D  coordinates  in  the  figure  correspond 
to  summation  indices  in  the  tricubic  interpolation  implementation  discussed  in  the 
next  section. 


Figure  4.3.  Major  cell  centered  within  surrounding  cube 


Tricubic  interpolation  assumes  values  vary  cubically  within  a  major  cell,  i.e., 
they  fit  a  3D  curved  surface  within  the  major  cell.  Trilincar  interpolation  and  tricubic 
interpolation  are  termed  deterministic  because  the  procedures  do  not  account  for 
error.  Kriging  on  the  other  hand  estimates  values  based  on  the  statistics  of  the 
data  and  not.  only  accounts  for  error,  but  minimizes  it.  It  estimates  values  using 
a  weighted  linear  combination  of  nearby  known  sample  values  (voxel  values).  The 


weights  are  determined  by  conditions  that  insure  unbiased  sampling  and  minimum 
estimation  error  variance.  The  latter  condition  requires  that  co-variances  between 
sample  values  be  computed.  These  co-variances  are  approximated  bv  a  technique 
that  computes  the  average  difference  squared  (in  distance)  between  data  samples. 
This  causes  sample  values  closer  to  the  value  being  estimated  to  have  more  influence 
in  the  estimation  than  sample  values  farther  away.  Therefore,  kriging  is  really  a 
distance  weighted  estimation  function.  It  does  not  assume  linear, quadratic,  or  any 
form  of  variation,  although  it  can  be  tailored  to  do  so.  In  fact,  I  tailor  kriging  to 
behave  like  both  a  tricubic  and  a  trilinear  interpolator.  Details  of  this  tailoring  and 
tricubic  interpolation  are  discussed  in  the  next  two  major  sections  of  this  chapter. 

The  purposes  of  cell  subdivision  are  to  1)  resolve  ambiguity  in  cells  and  2) 
provide  a  better  surface  approximation.  Recall  a  cell  is  ambiguous  if  more  than 
one  topology  can  be  chosen  to  represent  the  surface  within  the  cell.  Cell  subdivision 
guarantees  that  major  cells  will  be  disambiguated  only  because  they  are  being  subdi¬ 
vided.  That  is,  once  subdivided,  major  cells  are  no  longer  treated  computationally, 
hence  they  are  disambiguated.  The  minor  cells  are  now  the  computational  units. 
The  problem  with  cell  subdivision  as  a  disambiguation  method  is  that  minor  cells 
may  still  be  ambiguous.  If  minor  cells  are  ambiguous,  Wilhelms  and  Gelder  (50) 
apply  the  facial  averaging  technique  discussed  in  chapter  two  to  disambiguate  these. 
I  do  not  do  this  here,  because  my  goal  is  to  investigate  the  use  of  kriging  to  estimate 
intra-cell  values.  Besides  disambiguating  ambiguous  major  cells,  cell  subdivision  also 
provides  a  better  surface  approximation  within  each  major  cell.  This  is  because  the 
surface  is  now  being  detected  at  a  finer  sampling  -  although  many  of  the  values  are 
not  original  samples ,  but  rather  estimated  values.  How  well  the  extracted  surface 
corresponds  to  the  actual  surface  depends  mainly  on  the  accuracy  of  the  estimation 
function  employed.  To  better  understand  how  subdivision  can  not  only  disambiguate 
most  minor  cells,  but  also  form  a  smoother  surface,  see  appendix  I). 

Sl(  p  5 

There  are  two  marching  cubes  implementations  used  in  the  cell  subdivision 
process.  The  first  is  the  outermost  loop.  In  this  loop,  data  slices  are  read  into  memory 
and  major  cells  are  formed.  At  this  point,  a  vanilla  marching  cubes  implementation 
can  be  selected3.  If  the  vanilla  marching  cubes  implementation  is  not  selected,  cell 


•’’Vanilla  indicates  no  coll  subdivision.  disambigue  ion.  or  enhancements  to  the  original  algorithm 


subdivision  is  performed.  The  second  marching  cubes  implementation  occurs  within 
each  nonempty  major  cell.  In  this  case,  mini-slices  formed  by  the  subdivision  are 
treated  as  if  they  are  actual  data  slices.  This  minor  marching  cubes  implementation 
treats  minor  cells  as  “cubes.'’  Within  each  minor  cell,  triangle  vertices  and  normals 
are  computed  to  represent  the  portion  of  the  surface  passing  through  each  cell. 
Details  of  triangle  formation  and  normal  computation  are  in  appendices  A.B  and  C. 

Step  6 

The  triangular  mesh  is  rendered  using  Phong  reflectance  and  Phong  shading. 
Details  of  the  Tenderer  used  are  in  Appendix  F. 

A  more  detailed  discussion  of  cell  subdivision  is  in  appendix  C. 

4-3  Tricubic  Interpolation 

The  tricubic  interpolation  estimation  technique  assumes  that  estimated  data 
within  a  major  cell  fits  a  cubic  surface  within  the  cell.  In  a  two-dimensional  sense, 
this  is  like  fitting  points  to  a  curved  line  between  two  known  points  (see  figure  4.4) 


Figure  4.4.  Example  of  fitting  points  to  a  curved  line  in  2D 


The  tricubic  polynomial  interpolation  method  implemented  is  the  same  one 
implemented  by  Wilhelms  and  Gelder  (50:15).  The  parametric  cubic  polynomial 
interpolation  method  they  and  I  use  is  very  similar  to  the  hermite  form  of  a  cubic 
polynomial  curve,  with  constraints  being  two  endpoints  and  tangent  vectors  at  the 
endpoints  (20).  Two  differences  exist  between  the  classical  hermite  form  of  a  cubic 
polynomial  and  the  one  used  here.  The  classical  form  is  used  to  generate1  points 
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on  a  surface.  Here  we  are  estimating  values  that  lie  on  or  near  a  surface  in  3D. 
not  the  points  that  generate  the  surface.  Also  the  tangent  vector  constraints  are 
determined  differently,  based  on  the  volume  data.  The  following  equation  represents 
the  formulation  of  the  values  in  one  dimension: 

F(a)  =  au3  +  bu2  +  cu  +  d  =  U  ••  Cx  =  U  •  Mh  ■  Gh  =  [u3  v2  u  1]Mh  v  Gh 

where  0  <  u  <  1,  Mh  and  Ghx  are  the  Hermite  basis  matrix  and  geometry  vector. 

Normally,  the  tangent  vector  constraints  are  determined  by  differentiating  the 
U  vector  and  solving  at  u  =  0  and  u  =  1,  the  endpoints  of  the  curve  segment.  I, 
as  Wilhelms  and  Gelder  do,  modify  these  constraints  by  assuming  the  derivative  of 
a  value  /,  at  a  point  i  in  one  dimension  is  approximately  the  central  difference  /,'  = 
|(/.+i  -  /;_ i).  The  blending  functions  for  a  univariate  curve  F(u)  are  determined 
by  solving  a  system  of  equations  including  the  constraints  F(0)  =  /0,  F'( 0)  =  /q. 
F(  1)  =  /i,  and  F'(  1)  =  /{.  The  solution  of  the  system  results  in  the  following 
equation  for  an  estimated  value  in  one  dimension  : 

FM  =  Zf.BM 


where  B,(u)  are  the  blending  functions  : 

fl_,(u)  =  i(-t/3  +  2uJ-H) 

B0(u)  =  |(3 u3  -  5 u2  +  2) 

BAu)‘--  i(-3w3  +  4«2  +  «) 

B2(u)='i(u3-u7) 

The  indexing  scheme  (-1  to  2)  is  used  to  correspond  to  the  position  of  a  cell  s 
eight  vertices  in  relation  to  the  surrounding  voxels.  The  point  (0.0.0)  is  the  bottom 
front  left  vertex  of  a  major  cell  (see  figure  ■1.3)'1. 

The  tricubic  function  is  determined  by  applying  the  equation  in  all  three  com¬ 
ponents  and  is  given  by 

P'(u.v.w)  =  Y,  tl  Y.  f'-J* B,(v)Bj(v)BAu-) 

*r=-  1  j=- 1  i=-l 


4 Although  not  shown  in  the  figure,  the  major  cell  centered  in  the  larger  surrounding  cube  is 
subdivided 


F{u,v.u>)  estimates  minor- voxel  values  at  the  intra-cell  points  derived  by  cell 
subdivision.  u,v  and  w  range  between  0  and  1.  u  is  equal  to  the  fraction  of  the 
distance  between  the  major  cell  vertices  in  the  x  direction.  Similarly,  v  is  the  fraction 
of  the  distance  between  the  major  cell  vertices  in  the  y  direction,  and  w  corresponds 
in  like  manner  in  the  z  direction. 

This  function  constrains  the  surface  to  the  computational  cell  because  the  two 
endpoint  values  in  the  formulation  for  each  dimension  are  cell  vertex  values.  The 
term  tri  stems  from  the  three  parameters.  For  the  bicubic  case,  Watt  (49)  describes 
the  surface  formulation  as  a  cartesian  product  of  two  curves.  In  the  tricubic  case, 
the  surface  formulation  is  the  cartestian  product,  of  three  curves. 

Kriging  Estimation 

This  section  discusses  the  kriging  estimation  technique  used  to  estimate  minor- 
voxel  values.  First,  an  overview  of  the  technique  is  presented.  Following  that,  specific 
implementation  conditions  are  listed  and  discussed.  Lastly,  the  kriging  estimation 
procedure  implemented  in  this  research  is  presented.; 

The  kriging  code  developed  during  this  effort,  was  written  by  Capt  Chris  Brod- 
kin  (3)  and  modified  for  use  in  intra-cell  scalar  value  estimation.  It  is  object-oriented 
code  written  in  C+  +  . 

Overview  of  Kriging  Technique  Kriging  estimates  minor- voxel  values 
by  a  weighted  linear  sum  of  nearby  original  voxel  values.  The  conditions  of  unbi¬ 
asedness  and  minimum  estimation  error  variance  yield  a  system  of  solvable  equations 
in  the  familar  matrix  equation  form  ,Y  =  A~XB.  where  the  solution  ,Y  matrix  con¬ 
tains  the  desired  weights.  However,  before  this  matrix  equation  can  be  solved,  the 
model  semivariogram  in  the  .4  and  B  matrices  must  be  determined. 

The  goal  of  this  research  is  simply  to  demonstrate  that  kriging  can  be  used  to 
estimate  intra-cell  scalar  values  and  that  it  is  flexible.  To  ensure  that  kriging  can 
estimate  points  similar  to  the  other  methods,  I  tailored  it  to  behave  like*  tricubic  and 
trilinear  interpolations.  To  achieve  this,  structural  analysis  is  not  necessary.  How¬ 
ever.  structural  analysis  is  necessary  if  the  goal  is  to  calculate  the  best  estimates.  To 
tailor  kriging  to  behave  like  tricubic  and  trilinear  interpolations,  some  assumptions 
were  made  : 


•  Global  drift  does  not  exist. 

•  Local  drift  may  exist. 

•  The  model  semivariogram  is  known. 

•  The  neighborhood  size  is  known,  but  alterable. 

•  The  data  is  isotropic. 

4-4-2  Global  and  Local  Drift  Drift  is  the  phenomena  that  occurs  when  sample 
means  vary  from  point  to  point.  A  sample  mean  is  derived  by  choosing  some  neigh¬ 
borhood  of  values  surrounding  a  known  sample  point  and  calculating  a  weighted 
average.  If  these  weighted  averages  (sample  means)  '1 » fTer  from  point  to  point,  then 
drift  exists.  If  they  are  the  same,  then  the  sample  jeans  are  constant. 

Drift  can  occur  in  two  ways.  It  can  occur  within  loc  1  regions  (local  drift) 
and/or  throughout  the  entire  data  set  (global  drift).  If  global  drift  exists,  it  is 
removed  by  calculating  residuals  from  the  sample  means.  A  residua!  is  calculated 
by  subracting  the  estimated  drift  from  the  sample  value  at  a  I  nown  point.  Residual 
data  is  considered  to  be  nonstationarv,  i.e.,  there  is  no  drift.  Since  kriging  only  works 
with  nonstationary  data,  residuals  are  then  kriged  to  estimate  values.  These  values 
are  then  added  to  the  sample  means  to  get  the  final  estimates. 

Drift  can  also  occur  just  within  the  neighborhood  of  sample  values  being  used 
to  determine  the  linear  sum.  This  local  drift  can  be  accounted  for  in  the  universal 
kriging  system  of  equations. 

Global  drift,  is  assumed  not  to  exist  in  this  implementation  to  simplify  the 
process.  Local  drift  is  incorporated  into  the  universal  system  by  the  polynomial 
form  of  the  drift  expression.  Even  if  global  drift  exists,  it  should  not  have  a  large 
effect  if  local  drift  is  accounted  for. 

The  three-dimensional  local  linear  drift  expression  implemented  for  this  effort 
in  terms  of  the  geometric  coordinates  .r,.y,.  c,  is 

m(p,)  =  m[x„y„Zi)  =  d0  +  di-r,  +  d2y,  +  d3z, 

and  the  three-dimensional  local  quadratic  drift  expression  is 

m(p,)  =  d0  +  d]xt  +  d2y,  +  d3z,  +  d^x]  +  d$y / 

4 dGzJ  -f  d-x,yi  +  ds.r,z,  +  d9y,z, 

■1  10 


4-4-3  The  Assumed  Model  Semivariogram  The  model  semivariogram  is  a  con¬ 
tinuous  function  that  takes  the  distance  between  two  sample  points  as  a  parameter. 
It  is  used  in  the  kriging  system  of  equations  as  an  approximation  to  the  co-variance 
between  sample  values  to  give  geometric  meaning  to  the  values  instead  of  probabilis¬ 
tic  meaning  as  in  classical  statistics.  The  co- variance  measures  the  inter-dependence 
or  correlation  of  sample  values,  whereas  the  semivariogram  measures  the  spatial  de¬ 
pendence  of  sample  values  based  on  distance.  Two  types  of  semivariograms  exist. 
These  are  the  experimental  and  the  model.  The  experimental  semivariogram  is  a 
discrete  function  derived  from  the  data  set  prior  to  kriging.  It.  is  computed  as  an 
average  difference  squared  between  data  points.  The  experimental  semivariogram  is 
then  compared  to  continuous,  known  model  semivariograms  to  find  the  best  match. 
Model  semivariograms  are  actually  used  in  the  kriging  equations  because  distances 
other  than  those  found  in  the  data  set  might,  be  used  to  estimate  new  points. 

To  tailor  kriging  to  behave  like  tricubic  interpolation,  an  experimental  semi¬ 
variogram  was  not  computed  and  the  model  semivariogram  was  assumed  to  be  a 
cubic  function.  This  assumed  semivariogram  model  is  also  called  a  drift  model,  (31), 
see  figure  4.5., 

This  model  indicates  a  polynomial  drift  exists  in  the  data,  which  is  certainly 
the  assumption  made  in  the  tricubic  interpolation  method  discussed  above.  The 
function  used  is  simply 

->(/»)  =  ab.s(h3) 

This  model  semivariogram  coupled  with  the  drift  expressions  above  parallels 
the  tricubic  method.  The  tricubic  method  is  derived  from  parametric  cubic  functions. 

4-4-4  Neighborhood  Size  Recall  from  chapter  three  that  neighborhood  size  is 
the  number  of  sample  values  in  the  kriging  estimation  equation.  Neighborhood  size 
is  usually  determined  during  a  structural  analysis  of  the  data  (structural  analysis 
was  discussed  in  chapter  three)-  Instead  of  determining  the  neighborhood  by  a 
structural  analysis  of  the  data,  1  assumed  different  sizes.  First.  1  assumed  the  same 
neighborhood  size  as  that  used  in  tricubic  interpolation.  64.  I  bis  neighborhood  size 
is  the  56  surrounding  points,  including  the  cell's  eight  points,  for  a  total  of  64  sample 
values  in  the  kriging  system  (see  figure  4.3).  The  neighborhood  sizes  8,  16.  and  32 
were  also  investigated  for  both  cell  subdivision  intra-cell  scalar  value  estimation  and 
slice  interpolation.  These  sizes  were  chosen  because  they  were  easily  implemented 


from  the  cell  geometry.  They  were  used  to  demonstrate  the  effect  of  kriging  with 
different  neighborhood  sizes. 

4-4-5  Estimation  Procedure  The  goal  of  kriging  restated  in  terms  of  this  par¬ 
ticular  problem  is  to  estimate  Z 

m  =  y>,2,(Pi) 

«=i 

where  the  p,  and  Z,’s  are  the  surrounding  voxel  points  and  values  and  p  is  the  3D 
point  where  the  value  Z  is  being  estimated,  n  =  8,  16,  32  or  64  in  this  equation  and 
all  the  following  ones  for  mv  implementation. 

Both  the  ordinary  and  universal  forms  of  kriging  were  implemented.  Recall 
the  ordinary  system  is 

71 

]£«■*,  7.,  +  V  =  7«p  (i  =  1,...,*) 

}=i 

i>,  =  i 

;=i 

This  system  of  equations  is  represented  in  the  matrix  form  v4A’  =  B,  where 
the  X  column  vector  contains  the  kriging  weights. 
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The  solution  to  this  matrix  equation  is  .V  =  A  1 B.  where  A~l  is  the  inverse 
matrix  of  .4. 

For  the  universal  system,  the  equat  ions  change  depending  on  the  assumed  local 
drift,  f‘(p,)-  The  system  is 

n  k 

0  +  &//'(?. )  =  7,P  ( »'  =  1 . » ) 

;=!  I—O 

■M3 


X>./'(w)  =  !‘(p)  </  =  0,1,...,*) 

i=l 

The  following  equations  contain  quadratic  drift.  Linear  drift  is  obtained  by 
removing  all  the  quadratic  terms.  The  universal  kriging  system  with  local  quadratic 
drift  implemented  in  this  research  is 
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r,.  I/,,  and  are  the  components  of  the  i'th  3D  sample  point. 
The  following  is  the  matrix  form  ot  this  system.  .1 A  -  11. 
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The  A  matrix  is  inverted  to  solve  lor  the  X  column  vector  of  unknown  weights 
and  Lagrange  multipliers.  Recall  the  semivariogram  7mn  is  the  same  as  7 (/?„,„), 
where  hmn  is  the  distance  from  point  m  to  point  n.  The.  7/,'s  are  the  k  +  1  La¬ 
grange  multipliers  where  k  —  9  and  (xp,yp,zp)  is  the  point  where  the  value  is  being 
estimated. 

J,.5  Slirt  Interpolation 

This  section  describes  how  scalar  values  are  estimated  between  medical  slices 
for  the  volume  pre-processing  operation  of  slice  interpolation.  To  accomplish  this 
task  1  re-used  as  much  of  the  cell  subdivision  code  as  possible.  Computational  cells 
are  used  in  the  estimation  process.  The  estimation  is  done  only  along  one  cell  edge 
because  the  purpose  here  is  to  interpolate  only  in  the  ’Z’  direction.  Recall  the  '/' 
direction  is  the  direction  that  the  data  slices  are  stacked.  Four  different  neighborhood 
sizes  were  used  -  16,  32  and  64.  The  slice  intei  polatioe  algorithm  is  : 


l-lh 


1.  Read  in  four  medical  data  slices. 

2.  March  cell  (cube)  between  the  two  inner  data  slices, 

3.  Estimate  scalar  values  for  new  slice(s)  along  cell  edges. 

4.  Create  gray  scale  image  from  estimates. 

Four  slices  are  needed  at  a  time  because  the  tricubic  interpolation  requires  a 
neighborhood  size  of  64.  Computational  cells  on  the  boundary  of  the  data  are  treated 
specially.  Since  they  do  not  have  access  to  the  larger  neighborhood  of  sample  values, 
I  compute  a  linear  interpolation  along  boundary  cell  edges.  This  should  have  no 
effect  on  the  final  image  because  the  boundaries  of  images  typically  do  not  contain 
any  significant  data. 

My  implementation  of  linear  interpolation  is  not  presented  because  it  is  a 
standard  method.  The  important  point  about  linear  interpolation  is  that  it  assumes 
only  a  linear  variation.  The  tricubic  interpolation  and  kriging  estimation  methods 
used  here  are  the  same  ones  described  in  the  previous  sections. 

The  next  chapter  presents  the  results  of  implementing  the  methods  discussed 
in  this  chapter  and  in  the  appendices.  The  appendices  contain  descriptions  of  the 
methods  used  to  accomplish  the  other  tasks  outlined  in  chapter  one.  yet  not  men¬ 
tioned  in  this  chapter. 
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V.  Results 


This  chapter  presents  the  results  obtained  from  implementing  the  estimation 
methods  discussed  in  the  previous  chapter.  The  results  are  divided  into  three  major 
areas: 

•  Artificial  Volume  -  Cell  interpolation  surface  extraction  and  intra-cell  scalar 
value  estimation  in  an  artificial  volume. 

•  Medical  Image  Slice  Interpolation. 

•  Medical  Volume  -  Cell  interpolation  surface  extraction  and  inti.. -cell  scalar 
value  estimation  in  a  medical  volume. 

These  results  demonstrate  that  kriging  subsumes  the  deterministic  methods 
investigated.  I  modify  the  kriging  system  by  changing  the  neighborhood  size  and 
local  drift  assumption.  By  doing  this,  I  show  that  kriging  can  be  tailored  to  behave 
like  the  other  deterministic  methods,  i.e.  it  is  flexible,  and  in  some  cases  produce 
images  that  look  better  than  the  other  methods1. 

Medical  image  slice  interpolation  is  discussed  prior  to  medical  volumes  because 
some  analysis  was  done  on  a  subset  of  the  medical  volume  slices. 

Explanation  of  pictures  and  tables 

The  labels  in  the  images  in  the  pictures  presented  in  this  chapter  are  file  names 
that  were  chosen  to  be  descriptive.  For  example.  f2tricubic3.rle  indicates  that  the 
image  represents  the  f2  function,  derived  by  cell  subdivision  with  tricubic  interpola¬ 
tion  at  a  subdivision  factor  of  3.  lie  indicates  the  Utah  run  length  encoded  format. 
Similarly,  f2krige3nodrift.rle  indicates  the  f2  function  derived  by  cell  subdivision 
with  kriging  estimation  assuming  no  local  drift  at  a  subdivision  factor  of  3.  Also, 
f2krigenh321inear  indicates  the  f2  function  derived  by  cell  stibdhision  with  kriging 
estimation  assuming  local  linear  drift  at  an  assumed  subdivision  factor.  I  will  leave 
off  the  extension  rle  or  rle.Z  (  .Z  is  compressed  format)  for  brevity. 

‘When  1  discuss  image  accuracy  or  quality,  tins  is  im  opinion  about  t.he  visual  appearance  of 
the  images. 


The  table  headings  are  as  follows.  In  the  pictures  derived  by  cell  subdivision, 
the  number  of  triangles  and  non-empty  minor  cells  are  listed.  These  are  denoted  as 
column  headers  “#  TRI”  and  NEM”  respectively.  All  other  columns  discussed 
are  applicable  to  all  the  tables.  The  first  is  “Images”.  This  header  indicates  one 
particular  image  in  a  picture.  The  header  “values  compared  with”  indicates  another 
image  compared  with  the  image  listed  under  the  column  “Images".  The  header 
“largest  est  value  diff”  presents  the  largest  estimated  value  difference  between  the 
two  compared  images.  This  entry  provides  knowledge  of  the  extreme  deviation  of 
sample  values  derived  by  two  different  estimations.  As  David  states,  “the  most 
natural  way  to  compare  two  values  ...  is  to  consider  their  difference.”  I  actually 
take  the  absolute  value  for  this  column.  David  also  states  the  average  difference  is 
an  important  measurement  as  well  to  understand  the  dissimilarity  between  values 
(13).  This  measurement  is  presented  in  the  column  under  the  heading  “avg  diff  of 
values”.  The  average  difference  of  the  values  is  derived  by  the  formula 

n 

'y  abs{tmayel  -value, -tmage2-valut, ) 

— - .  where  n  is  the  number  of  values  estimated, 

imagcl .value,  is  the  i’th  value  estimated  in  the  generation  of  the  image  under  the 
column  “Image”  and  image2-vah(,  is  the  i’th  value  estimated  in  the  generation  of 
the  image  under  the  column  “values  compared  with”.  Finally,  the  last  column  in  all 
the  tables  indicates  the  average  diflorence  percentage  of  the  total  scalar  value  range. 
For  example,  the  scalar  value  range  for  the  f2  function  in  an  artificial  volume  is  136.0. 
Also,  the  scalar  value  range  for  the  slice  interpolation  tests  is  256.  0  through  255. 

5.1  Artificial  volume 

The  main  purpose  of  this  section  is  to  show  that  using  kriging  to  estimate 
intra-cell  scalar  values  resolves  ambiguity  in  cells  and  that  kriging  is  very  flexible 
compared  to  the  other  two  interpolation  methods.  By  flexibility  I  mean  that  I  can 
change  parameters  in  the  process  that,  alter  how  kriging  estimates.  This  cannot  be 
done  with  the  other  techniques.  Both  trilinear  and  tricubic  assume  the  neighborhood 
and  local  data  variation.  The  advantage  of  kriging  is  that  it  can  be  tailored  to  behave 
like,  either  of  the  other  two  interpolation  methods,  or  it  can  be  tailored  to  analyze 
any  size  neighborhood  and  assume  other  local  data  variations  besides  linear  and 
cubic.  First  presented  are  images  comparing  kriging  to  the  other  two  interpolat  ion 
techniques,  fixing  kriging  to  behave  like  tricubic.  Then,  both  the  local  drift  and 


the  neighborhood  size  are  changed  to  show  how  flexible  kriging  is  and  demonstrate 
how  important  these  two  factors  are.  Many  other  factors  can  be  modified  to  make 
kriging  more  robust  and  more  accurate,  but  the  purpose  of  this  research  is  to  just 
demonstrate  its  usefulness  and  applicability. 

An  artificial  volume  is  created  by  calculating  scalar  values  at  voxel  points.  The 
artificial  volumes  represent  continuous  3D  iso-surfaces  derived  from  mathematical 
functions.  The  details  of  this  process  are  in  an  appendix.  The  mathematical  function 
used  is  a  hyperboloid  with  known  ambiguous  cases.  The  function,  which  Wilhelms 
and  Gelder  called  F \  (50),  is 

F,(.r.  y,  z)  =  %  -  l)2  +  2(.t  -  z)2  -  2(x  +  -  3)’  +  1 


5.1.1  Neighborhood,  size  64,  subdivision  factor  =  4,  local  drift  assumption 
differs.  Since  the  number  of  ways  to  compare  images  is  quite  large  -  taking  into 
account  neighborhood  size,  drift,  and  subdivision  factors  -  I  began  by  assuming 
a  neighborhood  size  of  64  and  a  subdivision  factor  of  four.  Then  1  compared  the 
estimated  values  derived  from  universal  kriging  (with  local  and  quadratic  drift)  to  the 
estimated  values  derived  from  ordinary  kriging.  The  values  were  exactly  the  same  in 
all  three  cases.  This  indicates  that  at  least  for  this  data  set  and  a  neighborhood  size 
of  64,  there  is  no  local  drift.  I  explored  quadratic  local  drift  in  nearly  all  the  cases 
presented  in  this  chapter,  but  found  only  minor  differences  between  these  images 
and  those  assuming  local  linear  drift.  Therefore  to  reduce  the  number  of  images  in 
the  study,  I  only  present  ;mages  derived  by  kriging  that  assume  local  linear  drift  or 
no  local  drnt. 

5.1.2  Neighborhood  size  64.  subdivision  factors  differ,  no  local  drift  assumed. 

Next,  1  ran  the  program  with  the  three  different  estimation  methods  at  the  sub¬ 
division  factors  two,  three,  four  and  five;  still  maintaining  the  kriging  neighborhood 
size  at  64  and  assuming  no  local  drift.  The  results  can  be  seen  in  figures  5.1  -  5.7. 
All  the  cell  subdivision  methods  -  trilinear  and  tricubic  interpolation  and  kriging  - 
removed  the  ambiguous  cells  for  all  subdivision  factors.  In  other  words,  after  cell 
subdivision  and  intra-cell  scalar  value  estimation,  no  ambiguous  cases  were  found. 
The  subdivision  factor  as  well  as  the  estimation  function  significantly  alters  how  the 
surface  is  represented.  The  higher  the  subdivision  factor,  the  smoother  the  surface 
representation.  Also,  tricubic  interpolation  and  kriging  tailored  to  behave  like  tricu- 


5-3 
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ot  tin*  h'  pei boloid. 


Hgure  r>.l.  \anilla  marching  <ubes  extinction  oi  In perboloid  mi face 


Note’  fin'  imaim-  obtained  by  using  tricubic  intet  point  ion  and  kriging  for  intra- 
cell  scalar  value  est  mint  ion  look  almost  identical.  1  }»is  is  verihed  in  a  comparison  of 
(die  est illicit ed  value-,  between  the  two  method'*,  f  or  example’.,  at  ^ 1 1 i *« i i \  ision  factor 
•1.  values  est  imated  in  tricubic  interpolation  and  kinging  differ  In  an  average  of  .0113 
(railin'  of  scalai  \alne"  is  -10.0  to  87. Oi.  See  table  o. I  ior  a  detailed  <  oinparison  of  the 
estimation  ,t <•<  lumpies.  1  RI  indicates  triangle'*  and  M'.M  means  Nonemptv  Minor 
(Vlb. 


^eveia!  tesnit'  are  presented  in  this  tal»le.  By  anah/.iin*  tins  table  and  examin¬ 
ing  the  images  it  is  obvious  that  the  krigius  assuntpt  ion**  model  tricubic  interpolation 
vein  i  ioseb.  for  subdivision  factors  2.3.  and  1.  the  numbei  o|  tiiaiigles  as  well  as  the 
number  of  nonempix  minor  cells  are  exactly  the  same  for  the  tiieubie  and  kriging 
estimation  ter  limijiie-.  This  indicates  that  the  estimated  values  are  ver\  similar.  To 
furt !i«*:  show  this.  1  compared  values  estimated  as  shown  in  tin-  table,  noting  the 
I arses ;  dilfeience  in  two  values  and  the  av crane  difference  of  all  tin' estimated  values. 
1  he—-  icsidt -  ruiili! m  that  the  ktigtna  asv.i;aj,tioiis  made  i ft  i  uei'jhbo! hood,  no  drift. 


Table  5.1. 


Comparison  of  values  estimated  by  trilincar  and  tricubic  interpolation 
and  kriging  (with  a  64  neighborhood,  no  local  drift) 


Image 

# 

TRI 

# 

NEM 

values 

compared 

with 

largest 

est 

value 

diff 

avg 

diff 

of 

values 

avg  diff 

136 

% 

f'2vanmc 

44 

- 

f‘2trilinear2 

140 

70 

f2tricubic2 

140 

70 

f2krige2 

.1363 

.0031 

.0023 

f2krige2 

140 

70 

f2trilinear3 

332 

166 

f2tricubic3 

348 

174 

f2krige3 

.1211 

.0069 

.0050 

f2krigc3 

348 

174 

l‘2trilinear4 

560 

280 

f2t.  ricubir-l 

576 

288 

f2krige4 

.1331 

.0113 

.0083 

f2krige4 

576 

288 

f2trilinear5 

888 

444 

f2t  ricubico 

920 

460 

f2krige5 

.1316 

.0160 

.0118 

912 

456 

Figure  5.2.  Cell  subdivision. factor  2.  with  trilinear  interpolation  estimating  minor- 
voxel  values  and  marching  cubes  extraction  of  hyperboloid  surface  from 
mini-slices 

h 3  model  semivnrioaram.  and  isotropic  data)  mode!  trirubic  interpolation  extremely 
well.  However,  ns  the  next  image  shows,  a  neighborhood  size  of  fif  C  not  necessarv 
fr»-  kriging  to  estimate  values  close  to  the  supposed  accurate  values  of  t ricubic  in¬ 
terpolation.  Reducing  the  number  of  sample  values  directly  affects  execution  time 
because  it  reduces  the  size  of  the  matrix  being  inverted  in  the  kriging  system  of 
equations. 

.5.1.3  .Xntjbborlinod  si;r  diffn>.  Subdivision  factor  =  2.  load  drift  assunip- 
Hon  dijft is.  The  next  set  of  images  in  this  section  demonstrates  the  flexibility  of 
kriging  (figures  5.5)  -  5.13).,  In  these  sets  of  images,  the  subdivision  factor  is  two, 
chosen  arbitrarily.  I  altered  both  the  neighborhood  size  and  the  local  drift.  In  all 
the  images  except  those  with  a  neighborhood  of  32.  the  images  with  no  drift  are 
significantly  different  than  those  with  local  linear  drift.  It.  appears  that,  with  smaller 
neighborhoods,  assuming  local  drift  prevents  the  inaccuracies  seen  by  the  holes. 

The  neighborhoods  selected  are  as  follows  (see  figure  5.8).  A  32  neighborhood 
starts  with  the  original  fi-l  values  surrounding  the  computational  cell  and  ignores  the 


voxel  values  and  marching  cubes  extraction  of  hyperboloid  surface  from 
mini-slices 

values  in  the  2  slices  above  and  below  the  computational  cell.  A  neighborhood  of 
16  in  the  'X'  diicetiou.  denoted  nhlbx  ill  the  figures,  consists  of  the  eight  compu¬ 
tational  cell  verliees  and  four  on  either  side  of  the  cell  in  the  X  direction.  16  ^ 
and  16  Z’  neighborhoods  an*  derived  in  a  similar  fashion.  These  particular  neigh¬ 
borhoods  were  chosen  because  of  their  direct  correspondence  to  the  computational 
cell  and  the  indexing  scheme  already  used  for  tricubic  interpolation  and  kriging  in  a 
64  neighborhood. 

Images  depicting  differences  were  created  by  the*  I'tah  RLE  library  tool  rlecomp 
with  t  he  dilF operator.  This  tool  performs  t  he  logical  set  difference  operation  between 
pixel  values  in  the  two  images. 

Table  u.2  depicts  differences  in  estimated  values  for  the  last  <e?.«  of  images. 
Notice  that  kriging  with  a  neighborhood  of  32  sample  values  and  no  local  drift 
matches  tricubic  interpolation  almost  as  closely  as  kriging  with  a  neighborhood  of 
64  sample  value’s  does.  I  compared  loml  linear  drift  kriging  images  ro  tricubic  and 
linear  because  local  linear  drift  kriging  produced  better  images.  ,\s  soon  as  the 
lit  icing  neighborhood  si/e  reduces  to  16.  except  in  the  case  of  nil  16;>.  the  kriging 


Figure  5.4.  Ceil  subdivision,  factor  2,  with  kriging  estimating  minor-voxel  values 
and  marching  cubes  extraction  of  hyperboloid  surface  from  mini-slices. 
Kriging  uses  a  neighborhood  of  64  sample  values  and  assumes  no  local 
drift. 


Table  5.2. 


Comparison  of  values  estimated  by  different,  kriging  forms  for  cell  in¬ 
terpolation  surface  extraction  of  a  hyperboloid  surface  in  an  artificial 
volume 


Image 

values 

compared 
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f2krigenh32nodrift 

f2krigenh32nodrift 

f2k  '?nh321inear 
I2tricubic2 

f2krigenhl6xnodrift 
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f2krigenhl6xlinear 

f2krigenhl6xlinear 
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.0640 
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2.0780 
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31.7500 
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31.7500 
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diff 
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.0 
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.0006 
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.0006 
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.0006 
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Figure  oA  Subdivision  fartor  L  t'pper  left,  vanilla  marching  cubes.  I’pper  right. 

triiinear  interpolation.  Lower  left,  tricubic  interpolation.  Lower  right, 
kriging  with  (>-l  neighborhood.  no  drift 

local  linear  images  march  much  closer  to  triiinear  interpolation,  rather  than  tricubic. 
For  eNample.  image  f'Jkri  genii  Mix  I  inear  compared  to  image  L’t riiine.uj  produces  the 
smallest  average  dilferetice  percentage  vet  (.OOOTt  i,  for  kriging  images  compared  to 
the  other  two  interpolation  methods.  This  indicates  that  kriging  with  a  neighborhood 
of  Hi  in  directions  W  or  *Y".  loral  linear  drift  and  the  model  semi-variogram  Ir 
estimates  minor  voxel  values  almost  exactly  as  triiinear  interpolation.  The  results 
derived  from  using  kriging  in  a  neighborhood  «>f  S  are  similar  in  quality  to  those 
derived  by  neighborhoods  lb  X  and  *Y This  indicates  that  at  least  for  this  artificial 
volume  data  set.  the  additional  \alues  in  the  lb  X  and  if>  ^  neighborhoods  add 
virtually  nothing  of  significance  to  the  estimates. 

Ueeall  that  l  was  attempting  to  tailor  kriging  to  model  trbubic  interpolation. 
However,  a-  the  table  and  images  indicate,  without  changing  any  parameters  except 
neighborhood  size,  kriging  also  behaves  like  triiinear  interpolation  It  appears  that 
kriging  used  with  this  paiticular  data.,  is  more  influenced  by  neighborhood  size  and 
local  drift  assumptions  rather  than  the  senmnriogram  model.  I *»  ton  this  further.  I 
experimented  with  semiv.u iogram  models  of  //  ami  /»*.•  1  obtained  average  differences 


Figure*  •').(>.  Subdivision  factor  4.  Upper  left,  vaniila  marching  rubes.  Upper  right. 

t ri linear  interpolation.  Lower  left,  tricubic  interpolation.  Lower  right, 
kriging  with  til  neighborhood.  no  drift 


of  estimated  values  less  than  .001)5 /( .  The  ilnta  was  compared  to  flat  a  estimated  by 
the  h '  hum  lei.  holding  all  other  assumptions  the  same. 

The  most  accurate  method  is  ditficuit  to  «le! ermine  because  the  estimated  val¬ 
ues  are  so  close  and  because  later  images  using  scanner  generated  tin'll  teal  data 
indicate  that  trienbic  and  the  corresponding  kriging  method  with  tricubic  like  as¬ 
sumptions  are  not  very  accurate.  For  artificial  volumes,  such  as  the  one  containing 
this  hyperboloid  surface,  the  smoothest  looking  images  are  generated  by  the  cell  sub¬ 
division  method  using  tricubic  interpolation  or  kriging  at  higher  stdidi vision  fa«  tors. 

The  problem  with  considering  only  artificial  volumes  is  that  they  do  not  ad¬ 
equately  represent  the  world  of  medical  images.  In  pai..ruiar.  there  is  no  noise  or 
sharp  contrasts  in  voxel  values.  The  next  section  explores  how  estimation  techniques 
perform  in  medical  image  slice  interpolation. 


Figure  5.7.  Subdivision  factor  5.  Upper  left.  vanilla  marching  cubes.  Upper  right, 
trilinear  interpolation.  Lower  ieft.  trienbic  interpolation.  Lower  right, 
kriging  wiih  64  neigltl>orhond.  no  drift 

5.2  Mniiatl  unfit/'  *iict  inh rpolnlion 

Medical  image  dice  interpolation  is  a  scene  transformation*.  In  this  section. 
2D  image  data  derived  from  Mill  and  (*T  studies  is  transformed  from  »y  the  slice 
interpolation.  Slice  interpolation  creates  laical  slices  between  existing  ones  by  esti¬ 
mating  scalar  values  in  the  "V  dimension.  In  this  section.  I  demonstrate  the  use  of 
linear  interpolation,  triettbic  interpellation.  and  kriging  as  the  interpolation  methods 
used  to  estimate  data  values.  Trilinear  and  linear  are  equivalent  in  this  case  because 
I  interpolate  in  only  one  dimension.  *Z".  along  a  cell  edge. 

5.  I  /)«•■/  hr  or!.  <’T.  The  first  study  consists  of  202  X  142  pixel  CT  slices 
of  a  dog's  heart,  see  picture  in  figure  5.14.  1  he  goal  is  to  create  a  new  slice  between 
slices  41  and  42.  The  top  four  images  in  the  picture  are  the  original  data  slices. 
The  remaining  images  are  attempts  to  estimate  a  logical  data  slice  between  the  two 

•Rr*-ail  Umi  s^fiw  *f*ao*  is  i||«-  daia  firmed  fr«ui  mr-dfal  imaging  mentalities  lit  Herman  and 

t'dilfta's  terminology  (if  I'hajitef  tttoi 


nh32  - 
32  sample 

values 


Computational  cell  being 


Computational  cell  being 
processed 


#  -  Sample  values 

contributing  to  estimation 


Figure  5.S.  Kriging  neighborhoods,  nh32.  nhl6x,  nhl6y  and  nh!6z 
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Figure  0.9.  Kriging  estimation,  subdivision  factor  2.  neighborhood  32.  Upper  left, 
no  drift.  Upper  right,  local  linear  drift.  Lower  left,  image  difference 
of  upper  right  from  upper  left.  Lower  right,  image  difference  of  upper 
right  image  from  f2tricubic2. 
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Figure  5.10.  Kriging  estimation,  subdivision  factor  2,  neighborhood  16x.  Upper 
leit.  no  drift.  Upper  right,  local  linear  drift.  Lower  left,  image  differ¬ 
ence  oi  upper  right  from  upper  left.  Lower  right,  image  difference  of 
upper  right  image  from  f2triiinear2. 


Figure  5.11.  Kriging  estimation,  subdivision  factor  2.  neighborhood  16y.  Upper 
lett.  no  drift.  Upper  right,  local  linear  drift.  Lower  left,  image  differ¬ 
ence  of  upper  right  from  upper  left.  Lower  right,  image  difference  of 
upper  right  image  from  f2tricubic2. 


5-16 


Figure  5.12.  Kriging  estimation.  subdivision  factor  2.  neighborhood  16z.  Upper 
left,  no  drift.  Upper  right.  local  linear  drift.  Lower  left,  image  differ¬ 
ence  of  upper  right  from  upper  left.  Lowei  right,  image  difference  of 
upper  right  image  from  f2t.ri!inear2. 


Figure  5.13.  Kriging  estimation,  subdivision  factor  2.  neighborhood  S.  Upper  left, 
no  drift.  Upper  right,  local  linear  drift.  Lower  left,  image  difference 
ol  upper  right  from  upper  left.  Lower  right,  image,  difference  of  upper 
right  image  from  f2trilinear‘2. 


middle  images  in  the  top  row,  using  linear  and  tricubic  interpolations  and  kriging 
(in  various  forms).  Table  5.3  presents  results  pertaining  to  these  images. 

Notice  in  the  picture  the  image  generated  by  tricubic  interpolation  is  inaccu¬ 
rate.  The  images  produced  by  kriging  with  neighborhood  6-1  are  also  inaccurate  and 
according  to  the  comparison  in  the  table,  estimate  values  similar  to  tricubic  interpo- 
1-ition.  These  inaccuracies  are  possibly  caused  by  two  reasons.  First,  the  estimation 
functions  might  be  accounting  for  values  that  should  not  be  influencing  the  esti¬ 
mation.  Second,  the  assumption  of  cubic  variation  might  be  invalid.  Nothing  can 
be  changed  with  the  tricubic  interpolation  function  to  prevent  these  inaccuracies. 
However,  parameters  in  the  kriging  process  can  be  modified  to  prevent  them.  These 
parameters  are  neighborhood  size,  drift  assumptions,  and  the  semivariogram.  In  this 
study.  1  only  r-’odify  the  drift  assumptions  and  the  neighborhood  size. 

Notice  that  except  for  kriging  with  neighborhood  16  ’Z’,  kriging  witli  smaller 
neighborhoods  estimates  values  closer  to  Iri linear  than  to  tricubic,  and  gets  the 
closest  match  to  trilinear  with  a  neighborhood  of  8,  assuming  local  linear  drift. 
Ordinary  kriging  with  smaller  neighborhood  sizes  of  16  and  8  produces  significant 
errors  in  the  estimated  values.  However,  universal  kriging  (local  drift  assumed) 
corrects  these  errors. 

5.J.3  Baby  fund,  MB I.  The  second  2D  medical  image  study  (see  figuie  5.15 
consists  of  166  X  166  MRI  slices  of  a  three  month  old  baby's  head.  Interslice  thickness 
is  4  mm.  The  goal  is  to  estimate  a  new  slice  between  slices  31  and  32.  The  original 
slices  again  arc  in  the  top  row  and  the  second  row  shows  slices  are  derived  bv  linear 
and  tricubic  interpolation.  All  others  are  different  forms  of  kriging. 

Although  all  the  estimated  images  (except  krigenhSnodrift )  look  almost  iden¬ 
tical.  an  examination  of  the  estimated  values  reveals  that  estimations  in  this  study 
are  similar  to  those  in  the  dog  heart  study  (see  table  5.4). 

5.:J  M(dicnl  volume  cell  interpolation  surface  extraction 

The  final  series  of  images  eon- 1st  of  a  31)  smface  extracted  from  60  human 
baby  head  MKI  data  slices.  The  2D  slice  dimensions  are  128  pixels  X  128  pixels 
and  the  iso- value  is  43.  The  surface  methods  I  use  are  the  vanilla  marching  cubes 
(figure  5.16)  and  cell  subdivision.  I  or  the  cell  subdivision  technique.  1  use  a  subdi- 
visien  factor  of  2  in  the  'Z'  dimension  and  1  in  both  the  W  and  V.  This  has  the 


Table  5.3,  Comparison  of  dog  heart  CT  estimated  values. 
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krigenhSlinear 

4.2190 

krigenhSlinear 

tricubic 

.5639 

.2203 

kri  genii  81  inear 

linear 

.2923 

.0036 

Table  5.4.  Comparision  of  babv  head  MRI  estimated  values 
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256 

% 

krigenh64nodrift 

krigenh64linear 

.0571 

.0223 

krigenh64linear 

tricubic 

.3772 

.1473 

krigenh64linear 

linear 

23.0072 

1.4960 

.5844 

krigenh32nodrift 

krigenh321inear 

3.4845 

.0932 

.0364 

krigenh321inear 

tricubic 

17.1510 

1.0481 

.4094 

krigenh321inear 

linear 

5.1335 

.2807 

.1097 

krigenh  l6xnodrift 

krigenh  16xlinear 

3.4776 

1.3580 

krigenh  16xlinear 

tricubic 

1.0851 

.4239 

krigenh  16x1  inear 

linear 

4.2738 

.2252 

.0880 

krigenh  1  Oynodrift 

krigenhl6ylinear 

70.1153 

2.5202 

.9845 

k  ri  gen  hl6y  linear 

tricubic 

17.4163 

1.0853 

.4239 

krigenh  16y  linear 

linear 

5.2594 

.2249 

.0878 

krigenh  16znodrift. 

krigenh  16zlinear 

21.8722 

1.0342 

.4040 

krigenh  16zlinear 

tricubic 

4.1201 

.2519 

.0984 

krigenh  16zl  inear 

linear 

21.4664 

1.4106 

.5510 

krigenhSnodrift 

krigenhSlinear 

227.1227 

16.3677 

6.3940 

krigenhSlinear 

tricubic 

17.9036 

1.1631 

.4543 

krigcnhSlinear 

linear 

.7859 

.0282 

_ 

.0110 
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X  by  4  ''  by  4  Z  volume.  The  ambiguous  cell  cases  in  the  volume  were  removed  in 
all  cases  by  cell  subdivision,  regardless  of  the  estimation  technique  employed  or  the 
subdivision  factor.  These  images  demonstrated  that  kriging  is  '-ery  flexible.  That 
is,  modifying  the  neighborhood  size  and  assumed  local  drift  significantly  alters  the 
way  kriging  estimates  values.  Larger  neighborhood  sizes  of  64  and  32  cause  kriging 
to  behave  like  tricubic  interpolation,  regardless  of  the  assumed  local  drift..  However, 
at  neighborhood  sizes  of  16  'X',  16  ’Z\  and  8,  kriging  with  local  linear  drift  behaves 
almost  exactly  as  trilinear  interpolation..  The  use  of  universal  kriging  was  essential 
at  these  lower  neighborhood  sizes  for  correcting  inaccuracies  produced  from  using 
ordinary  kriging.  The  best  appearing  images  in  the  artificial  volume  occurred  with 
tricubic  interpolation  and  kriging  tailored  to  behave  like  tricubic  interpo’  'ion. 

Different  results  were  obtained  by  estimating  2D  medical  data  slices  between 
two  existing  ones.  At  neighborhoods  of  16  ’X’,  16  ’Y’  and  S,  kriging  estimated  more 
like  linear  interpolation  than  tricubic  interpolation.  Again,  the  use  of  universal  krig¬ 
ing  was  critical  for  correcting  gross  inaccuracies  produced  by  using  ordinary  kriging. 
The  most,  significant  result  in  these  studies  is  that  tricubic  and  kriging  tailored  to 
behave  like  tricubic,  estimates  values  poorly.  Little  can  be  done  to  tricubic  inter¬ 
polation  to  fix  these  inaccurate  estimations.  It  inherently  assumes  a  cubic  variation 
and  uses  64  sample  values  for  an  estimate.  However,  kriging  can  be  modified  to 
overcome  these  inaccuracies.  I  did  this  by  leducing  the  neighborhood  size.  The  best 
image  in  the  study  was  obtained  with  a  neighborhood  size  of  S  and  local  linear  drift. 
This  image  may  not  represent  the  best  estimated  values  however.  The  best  estimates 
can  only  be  derived  by  doing  a  structural  analysis  of  the  data  to  determine  if  the 
data  is  isotropic,  to  find  a  possibly  better  model  semivariogram,  and  to  determine 
t  he  optimal  number  of  sample  values.  Furthermore,  the  optimal  neighborhood  size 
may  not  be  8,  16.  32  or  64. 

Finally,  I  presented  a  study  of  images  derived  from  60  MRI  slices  reconstructed 
into  a  3D  surface  representation.  This  study  demonstrated  that  tricubic  interpolation 
inaccurately  estimates  intra-cell  scalar  values  for  the  purpose  of  cell  subdivision 
surface  extraction  -  at  least  for  the  data  set  1  analyzed.  Both  trilinear  and  kriging. 
modified  to  behave  more  like  trilinear  than  tricubic  interpolation,  produced  much 
better  appearing  images. 

Showing  that  kriging  can  estimate  like  standard  deterministic  methods  is  im¬ 
portant.  It  shows  that  just  guessing  the  kriging  parameters  produces  results  as  well 


as  those  already  used  in  practice.  This  means  that  by  using  kriging,  the  estimation  is 
no  worse  than  the  standard  deterministic  methods.  However,  kriging  theory  states 
that  kriging  will  produce  the  best  estimates  if  properly  applied.  Properly  means 
performing  a  structural  analysis  of  the  data  to  determine  a  model  semivariogram 
that  models  the  spatial  correlation  of  sample  values. 

Since  kriging  subsumes  the  other  deterministic  methods  investigated,  kriging 
alone  could  be  used  if  different  interpolation  methods  were  desired  for  one  rendition. 
This  dynamic  choice  of  an  estimation  technique  would  be  most  useful  for  interac¬ 
tive  applications,  where  different  estimation  techniques  might  be  useful  at  different 
resolutions.  For  example,  consider  the  baby  face  skin  rendition  shown  in  this  chap¬ 
ter.  Trilinear  interpolation  or  kriging  tailored  to  behave  like  trilinear  both  appear  to 
be  good  estimation  techniques  for  this  particular  viewpoint  and  subdivision  factor. 
However,  suppose  a  radiologist  is  interested  in  viewing  just  the  nasal  area.  Trilin¬ 
ear  interpolation  with  this  subdivision  factor  may  not  provide  an  accurate  enough 
estimation  for  the  detail  required  for  a  close  up  examination  of  this  region.  The 
subdivision  factors  could  be  adjusted  as  well  as  kriging  parameters  such  as  neigh¬ 
borhood  size,  semivariogram  and  local  drift  assumptions,  to  provide  more  accurate 
estimations  for  closer  viewing. 
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VI.  Recommendations  and  Conclusion 


This  chapter  first  discusses  recommended  research  using  the  3D  imaging  tech¬ 
niques  implemented.  Fol1  owing  that,  future  kriging  research  applied  to  3D  imaging 
is  suggested.  Finally,  a  brief  conclusion  to  the  thesis  is  presented. 

6.1  3D  Imaging  Recommendations 

The  3D  imaging  methods  implemented  in  this  work  can  be  used  in  the  fol¬ 
lowing  ways  to  aid  future  research.  First,  since  the  marching  cubes  implementation 
processes  cells,  it  can  be  used  as  a  foundation  for  any  or  the  cell-by-cell  processing 
techniques,  e.g..  (46),  (50).  and  (32).  Although  the  implementation  currently  main¬ 
tains  only  four  slices  in  memory  at  once,  it  can  be  modified  to  maintain  all  or  any 
portion  of  the  volume  in  memory  simultaneously. 

Another  topic  is  different  approaches  to  cell  disambiguation.  The  simplistic 
method  of  facial  averaging  in  the  soft  objects  method  (52)  can  be  modified  by  apply¬ 
ing  different  estimation  techniques  to  estimate  the  center  point  of  ambiguous  faces. 
This  was  the  focus  of  Wilhelm  and  Gelder's  work  (50).  The  software  implemented  in 
this  research  does  not  resolve  ambiguous  cells.  Subdividing  alone  does  not  guarantee 
disambiguation  like  facial  averaging  does.  The  reason  for  this  is  after  subdividing  an 
ambiguous  major  cell,  minor  cells  can  be  ambiguous.  To  obtain  a  smoother  looking 
surface  as  well  as  resolving  ambiguous  cells,  the  best  method  would  be  to  subdhide 
and  apply  a  method  like  facial  averaging  to  completely  disambiguate  minor  cells.  I 
suggest  that  any  future  research  begin  by  implementing  the  facial  averaging  tech¬ 
nique  applied  to  majoi  and  minor  ambiguous  cells.  Following  that .  the  gradient  con¬ 
sistency  heuristics  should  be  implemented  for  comparison.  Finally,  kriging  should  be 
investigated  as  a  facial  center  value  estimation  method.  Since  my  tessellate  routine 
is  shared  between  vanilla  marching  cubes  and  cell  subdivision,  estimating  ambiguous 
center  face  values  and  disambiguating  can  be  applied  easily  to  both  majoi  and  minor 
cells. 

If  a  fast  surface  extractor  is  desired,  several  changes  must  be  made  to  the 
implementation.  The  main  bottleneck  in  the  system  is  the  I/O  overhead  incurred 
while  writing  and  accessing  geometry  files  on  disk.  Storing  points  and  normals  in  a 
memory  list  and  then  passing  them  straight  to  a  tenderer  should  drastically  cut  the 


processing  time.  Also,  utilizing  a  hardware  renderer  should  decrease  the  processing 
time  even  more. 

The  cell  subdivision  code  could  also  be  re-structured  to  operate  in  parallel. 
Since  only  four  data  slices  are  ever  analyzed  at  a  time,  the  parallelization  could  be 
partitioned  by  sets  of  data  slices.  Each  set  could  be  processed  on  a  different  processor 
to  generate  a  portion  of  the  iso-surface  mesh.  Rendering  could  also  be  partitioned 
among  processors  by  the  same  logic. 

6.2  Kriging  Recommendations 

The  kriging  estimation  methods  implemented  in  this  work  can  be  modified  and 
enhanced  to  investigate  further  uses  in  3D  imaging.  The  results  depicted  and  de¬ 
scribed  in  this  thesis  indicate  scalar  value  estimation  needs  to  be  investigated  further. 
Tricubic  interpolation  does  not  estimate  values  accurately  in  the  medical  data  sets  1 
analyzed.  This  study  demonstrated  that  kriging  is  very  flexible  and  can  be  modified 
to  behave  like  different  estimation  methods,  including  both  tricubic  interpolation  and 
trilinear  interpolation.  A  research  effort  should  be  conducted  to  determine  how  to 
make  kriging  find  the  best  estimation  as  the  theory  indicates  it  should.  This  requires 
a  structural  analysis  of  the  data  to  determine  the  characteristics  of  the  regionalized 
variables  -  support,  continuity,  and  anisotropy.  Continuity  of  sample  values  exist 
in  certain  portions  of  the  human  body  such  as  organ  and  bone.  What  needs  to  be 
determined  is  how  to  find  these  zones  of  influence.  Finding  the  zone  of  influence 
determines  the  kriging  neighborhood  and  the  type  of  model  semivariogram  to  use. 
In  addition  to  the  model  semivariogram.  I  also  made  assumptions  about  the  drift, 
the  neighborhood,  and  isotropy.  In  some  cases,  such  as  a  neighborhood  of  64.  the 
data  might  be  anisotropic.  If  assumption  of  isol  ropy  or  t  he  model  semivariogram  was 
wrong,  fixing  them  according  to  a  structural  analysis  should  make  kriging  produce 
"optimal"  estimates. 

Before  structural  analysis  can  be  done  however,  certain  tools  have  to  be  built 
or  modified  from  existing  ones.  Several  structural  analysis  tools  have  been  built  at 
A  FIT  for  use  in  2D  data  sets.  These  would  have  to  be  modified  for  3D  use.  The 
tools  include  one  that  calculates  the  experimental  variogram.  It  currently  estimates 
the  semivariogram  in  only  two  directions  (to  check  for  anisotropy).  This  would  have 
to  be  modified  to  estimate  semivariograms  in  other  directions  for  3D.  A  procedure 
exists  that  determines  parameters  for  a  semivariogram  model.  There  are  only  a  few 


models  available  in  the  tool,  so  model  implementation  is  another  area  d'  research  as 
well  as  modifying  the  existing  ones  for  use  in  volume  data  sets. 

6.3  Conclusion 

This  research  investigated  different  methods  for  estimating  scalar  values  within 
computational  cells  and  in  the  volume  pre-processing  operation  of  slice  interpolation.- 
These  methods  include  the  deteiniinistic  linear,  trilinear  and  tricubic  interpolations 
and  the  geostatistical  estimation  technique,  kriging.  Iso-surfaces  were  generated 
by  marching  cubes  and  another  tell  interpolation  method  called  cell  subdivision. 
The  estimation  techniques  were  used  to  estimate  intra-cell  scalar  values  in  the  cell 
subdivision  method.  They  were  also  used  to  estimate  logical  data  slices  between 
existing  ones  for  the  volume  pre-processing  operation  of  slice  interpolation.  This 
research  introduced  kriging  as  an  estimation  technique  for  use  in  3D  imaging. 

1  demonstrated  that  kriging  estimates  values  as  accurately  as  deterministic 
tricubic  interpolation  -  shown  to  be  very  accurate  in  estimating  intra-cell  scalar 
values  in  artificial  volumes.  I  also  showed  that  tricubic  interpolation  can  perform 
poorly  in  medical  data  sets  and  that  kriging  can  be  modified  so  these  inaccuracies 
do  not  occur.. 

The  erroneous  results  produced  by  tricubic  and  several  of  the  kriging  variations 
could  be  caused  by  invalid  assumptions  about  the  neighborhood  influencing  the  es¬ 
timation  and  the  variation  between  sample  values.  Neither  of  these  factors  can  be 
modified  in  tricubic  interpolation:  however,  they  can  be  in  kriging.  I  only  modified 
the  neighborhood  size  and  local  drift  assumptions.  These  modifications  demons*  rate 
that  kriging  produces  better  results  than  tricubic  interpolation.  The  data  variation, 
which  is  modelled  by  both  the  semivariogram  and  t lie  local  drift,  needs  to  be  deter¬ 
mined  by  a  stni(  tural  analysis  of  the  data.  My  goal  was  to  demonstrate  that  kriging 
is  capable  of  being  modified  to  behave  like  other  deterministic  interpolation  tech¬ 
niques  and  to  prevent  inaccuracies.  Since  1  did  not  do  a  structural  analysis  and  just 
assumed  the  data  variation,  the  results  show  that  kriging  is  very  robust.  It  is  robust 
because  even  though  I  guessed  several  of  the  kriging  parameters.  I  was  able  to  make 
kriging  behave  like  three  other  standard  deterministic  functions  and  otter  in  some 
cases.  Following  a  structural  analysis,  kriging  should  provide  the  best  estimation  in 
comparison  toother  known  estimation  methods. 


The  ability  to  modify  kriging  to  behave  like  any  other  deterministic  method 
is  important.  First  it  shows  that,  kriging  can  be  modified  to  behave  like  standard 
estimation  techniques,  so  if  they  are  desired,  kriging  does  no  worse.  That  is.  krig¬ 
ing  subsumes  the  deterministic  methods  1  investigated.  Also,  kriging  provides  the 
capability  to  dynamically  change  the  estimation  technique.  This  capability  could  be 
used  interactively  to  adaptively  refine  the  estimation  for  different  resolutions  of  data 
and/or  for  different  viewpoints  of  the  rendition. 

Kriging  is  considered  the  optimal  estimator  and  since  accuracy  is  important  in 
3D  medical  imaging,  exploring  the  use  of  kriging  to  estimate  values  is  worthwhile.  Its 
use  has  mainh  been  to  estimate  values  within  environments  such  as  mining,  gas  and 
oil  exploration  and  other  geo-science  disciplines.  Further  research  is  critical  to  prove 
the  usefulness  of  kriging  in  3D  medical  imaging.  This  research  is  also  applicable  to 
any  3D  imaging  methods  that  perform  estimation. 


Appendix  A.  Vanilla  Marching  Cubes  Data  Flow  Diagrams  and 

Program  Description 


A.l  Data  Flow  Diagrams 

A. 2  Progi'am  Description  Language  Statements 


A- 1 


256  CASE 


Primary  Data  Structures  : 


•  xplane[4]  -  Pointers  to  four  arrays  holding  original  points  and  scalar  values. 
Need  four  in  memoiy  to  calculate  normals  using  gradient  operator. 

•  *i.\Plane[2]  -  Pointers  to  two  arrays  holding  pre-interpolated  V  points  for  cells 
between  two  slices. 

•  *ivPlane[2]  -  Pointers  to  tvvoarrajs  holding  pre-interpolated  V  points  for  cells 
between  two  slices. 

•  *izPlane  -  Pointer  to  an  array  holding  the  pre-interpolated  V  points  for  cells 
between  two  slices. 

•  yGplane[2]  -  Pointers  to  two  arrays  holding  calculated  normals  at  celi  vertices. 

•  xgxPlane(2]  -  Pointers  to  two  arrays  holding  pre-interpolated  V  normals  for 
cells  between  two  slices. 

•  *gyPlane[2]  -  Pointers  to  two  arrays  holding  pre-interpolated  V  normals  for 
cells  between  two  slices. 

•  xgzPlane  -  Pointer  to  an  array  holding  pre-interpolated  V  normals  for  cells 
between  two  slices. 

•  256  case  table. 

•  interpolated  points  translation  able.  Indexed  by  cell  edge  vertices. 

•  interpolated  normals  translation  table.  Indexed  by  cell  edge  vertices. 

•  iso  value  array. 

A  .'2.1 

parse  command  lint  (  Top  Ltrtl"  DID.  nttclim  Babbit  I ) 

while  no  more  command  line  arguments  supplied  by  user 
switch  (command)  ( 

case  :  isovaluejiag  { 

read  isovalue  argument: 

} 

case  :  shelLflag  { 

read  file  name  argument: 

read  isovalues  from  file.  Kilter  isovalues  into  an 
array  of  isovalues: 


A  (> 


} 


case  :  windowJlag  { 

read  range  of  isovalues: 

set  as  first  and  second  elements  in  array  of  isovalues; 

} 

case  :  box -flag  { 

set  box  flag  to  true: 

} 

case  :  list  jof.geomJilesJlag  { 

set  list  of  geom  files  flag  to  true: 

} 

case  :  path -flag  { 

read  path  argument: 

set  path  variable  to  argument,  overriding  default  path: 

} 

case  :  data_filc-flag  { 

read  from  control  file  to  get  large  data  file  information 

such  as  image  dimensions,  interslice  amount  .input  data  path,  and 
number  of  slices. 

/'else  <lefan.lt  is  to  read  from  an  artificial  volume  data  file:*/ 

} 

}  r  switch  7 

}  r  while  7 
A.  2.3 

nad  hnnit  r  info  (  Top  l.frrl  l)f  'D.  Ifubhlt  J) 

check  data.fiIo.flag  and  open  appropriate  file: 
retrieve  x  and  y: 

if  data.fiie.flag  indicates  an  artificial  volume,  retrieve  z  dimension: 
else  if  large  date  files,  retrieve  numbei  of  slices  from  control  file. 

/*  Number  of  slices  becomes  the  7.  dimension  *  j 


\  7 


A.  2. 3 

allocate  memory  storage  ( ” Top  Level”  DFD,  Bubble  3) 

Allocate  memory  based  on  dimensions; 

/*  Example  memory  usage  for  arrays  holding  original  and 
intermediate  slice  data. 

plane  arrays  consist  of  structures  with  4  floats. 

all  other  arrays  besides  the  isovalues  array  has  3  floats  per  structure. 

Assume  256X256  medical  images  as  input. 

4  plane  arrays  x  image  size  x  4  floats  =  4  x  256  x  256  x  !6  =  4MB 
12  normal  and  interpolated  arrays  x  image  size  x  3  floats  = 

12  x  256  x  256  x  12  =  9  MB  */ 

A. 2.4 

process  slices  ("Top  Level"  DFD,  Bubble  4) 


A. 2.4.1 

read  slices  (’’process  slices ”  DFD,  Bubble  4-1) 

Initially  read  in  3  slices  into  plane[0].plane[l],plane(2j: 

/*  Done  to  process  border  case,  marching  between  planejO]  and  plane[l],  */ 
Then  in  main  for  loop,  read  fourth  slice,  march  ; 

A. 2.4.2 

set  della  distances  ("process  slices"  DFD.  Bubble  4-'2) 

/x  done  after  reading  in  first  three  slices,  befoie  main  for  loop  */ 

A  A’  =  abs(plave\0}—  >  x  -  (/j/or?e [Oj  +  1 )-  >  .r): 

AV  =  eibs(pl(im [0]—  >  y  -  (plcme[ 0]  +  xdinuu*ion)—  >  //): 

A Z  =  abs(pl(me[0}—  >  z  —  p/«ne[l]—  >  c: 

/*  note,  this  assumes  the  delta  distances  will  not  change  between  slices 
and  within  each  slice,  i.e..  assumes  a  regular  data  grid.  */ 


A. 2.4. 3 

calculate  normals  at  cell  vertices  ("process  slices''  DFD.  Bubble  4-3) 

Initially  calculate  for  cells  between  planejO]  and  plane[l]: 

In  main  for  loop  calculate  for  cells  between  planefl]  and  plane(2]: 

In  final  case,  calculate  for  cells  between  plane[2]  and  plane[3]: 

A.2.4.4 

pre- interpolate  points  &  normals  (’process  slices ”  DFD,  Bubble  4-4) 

Initially  calculate  for  cells  between  planefO]  and  planejl]: 

In  main  for  loop  calculate  for  cells  between  plano[l]  and  plane[2]; 

In  final  case,  calculate  for  cells  between  plane[2]  and  plane[3]: 

Method  :  Use  same  comparison  as  in  marching  cubes  for  loop  - 

If  a  points’  scalar  value  is  greater  than  the  isovalue,  it's  a  1-voxel; 

if  one  voxel  is  classified  as  a  1-voxel  and  another  adjacent 

voxel  of  the  cube  is  a  0- voxel,  then  interpolate  along  the 

edge  and  store  in  the  appropriate  array  (which  array  depends  on  edge): 

A. 2.4. 5 

update  translation  lookup  table  ("process  slices’ '  DFD.  Bubble  4 -o) 

Prior  to  marching  cubes  (cells)  between  two  data  slices,  re-establish 
pointers  in  tianslation  lookup  tables; 

/*  These  pointers  must  be  re-established  because  the  original  data 
slice  pointers  and  the  normal  slice  pointers  are  swapped  after  every 
new  slice  is  read  in  from  the  data  file.  The  translation  tables  are 
indexed  by  the  cell  edges  and  the  entries  contain  pointers  to  the  first 
cell's  edges.  When  the  tables  are  used,  an  offset  from  the  beriming  of 
the  arrays  is  added  to  the  pointers  to  access  the  correct  cell. 

For  example  ///c/[5](7]  =  iz  Plane  -f  xelirntnsion  +  1  establishes  the 
absolute  cell  address  for  the  interpolated  point  of  ceil  edge  5-7. 


A. 2.5 

march  between  slices  ("process  slices'"  DFD.  Babble  4-6) 

/*  input  are  pointers  to  two  arrays  of  consecutive  slices  (planes).  */ 
/*  main  marching  cubes  loop  */ 
for(iy  =  0 \iy  <  ydim\  ty  +  +) 

for(ix  —  0;  i.r  <  xdhir.ix  +  +  )  { 

establish  offset  from  plane  pointers  to  lower  left  vertex  of 
current  cell; 

establish  all  other  cell  vertices  from  lower  left  vertex; 
calculate  index  for  cell  (’‘march  DFD”,  Bubble  4.6.1); 
determine  unique  case  ("march  DFD”,  Bubble  4.6.2); 
switch  (unique  index)  { 

for  each  of  the  15  unique  cases  do  : 

output  stats  ("march  DFD”,  Bubble  4.6.3); 
get  list  of  vertices  from  pre-calculated 
table  ('’march  DFD.  Bubble  4.6.4) 
get  interpolated  points  k  normals  ("march  DFD' 
Bubble  4.6.5) 

output  points  normals  ("march  DFD”. 

Bubble  4.6.6) 

}  /*  end  switch  */ 

)  l*  end  for  ix  * / 

.4.2.5. 1 

calculate  index  for  cell  ("march"  DFD.  Bubble  4-6.1) 

test  each  cell  vertex  to  see  if  it's  scalar  value  is  greater  than  the 
isovalue(s); 

If  a  vertex  is  so  classified.,  boolean  OR  a  flag  with  that  vertex  #: 
Result  of  flag  after  all  vertices  are  classified  is  the  index  into  the 
256  case  table. 


.4 .2.5.2 

determine  unique  case  ("march"  DFD.  Bubble  4-6-2) 

Access  256  case  table  with  cell  index,  retrieve  unique  case 
A. 2.5. 3 

output  stats  (’’march  DFD”,  Bubble  4.6.3) 

Tally  unique  case  ambiguous  case  #.  #  of  triangles  and  #  of  points: 

A.S.5.4 

get  list  of  vertices  from  pre-calculated  table  ("march'’  DFD,  Bubble  4.6.4) 

Access  256  case  table  with  cell  index  to  retrieve  list  of  vertices; 

Set  a  temporary  pointer  to  vertex  list  array; 

A. 2.5. 5 

get  interpolated  points  &  normals  ("march”  DFD,  Bubble  4-6.5) 

I*  For  each  unique  case,  the  cell  edges  for  interpolation  were  identified 
and  appropriate  triangulations  were  selected.:  For  example,  unique  case 
3  requires  interpolations  along  edges  0-4.  0-2,  1-3,  and  1-5. 

Two  possible  triangulations  can  be  chosen,  but  would  not  alter  the  image, 
so  the  choice  is  arbitral)  in  this  case.  Now  that  the  cell  edges  to 
interpolate  along  an'  known,  the  translation  lookup  tables  can  be  accessed 
with  the  offset  calculated  above.  */ 

Access  translation  lookup  table  to  retrieve  pre-interpolated  points  arid 
normals  along  cell  edges. 

A.  2. 5. 6 

output  points  £'  normals  ("march”  DFD.  Bubble  4-6.6 ) 

Output  points  and  normals  to  a  temporary  points  file: 

Output  line  numbers  specifying  points  for  triangles.  Place  in  temporary 
triangles  file: 

j*  temporary  files  used  because  AFIT  geometry  files  requires  all  the 
points  be  listed  first,  followed  by  the  point  line  numbers  for  triangles. 
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.4.5.6 

write  box  ("Top  Level"  DFD.  Bubble  5) 

f*  only  applicable  to  artificial  volumes  and  only  visible  when  viewing 
triangle  mesh  */ 

If  box  .flag  entered  by  user,  write  rectangles  forming  a 
box  surrounding  triangle  mesh  to  temporary  files: 

A. 2.7 

ovlpiil  geometry  file  ("Top  Level"  DFD.  Bubble  6) 

Catenate  the  two  temporary  files,  with  the  appropriate  header  and 
trailer  information  attached  : 


A. 3  Deifa  Dictionary  For  Data  Flow  Diagrams 

Data  Dictionary  Symbology: 

=  is  composed  of 

+  and 

(  )  optional 

{  }  iteration,  {}  +  indicates  1  or  more,  default,  zero  or  more. 

*  *  comment 


256  CASE  FABLE  =  indices  +  {list  of  vert  ices} + 

*  the  pre-calculated  table  of  cell  vertices  for  the  256  different 
cell  cases.  Each  of  the  250  cases  contains  a  mapping 

to  a  unique  index  and  a  list  of  vertices  corresponding 
to  the  unique  index.  * 

3D  SCALAR  FIELD  DATA  =  *  art ifical  volumes,  medical  image  files, 
or  scientific  volume  data.  * 

box  =  *  lines  drawn  around  dimensions  of  image  generated  from 
artificial  volume.  * 

commands  =  (isovaluejlag)  +  (shelLflag)  +  (window  .flag)  +  (boxJlag) 
+  (list_of.geomiiles.flag)  +  (path-flag)  +  (data_file_f]ag) 

*  user  must  supply  one  of  isovaluejlag.  shelLflag  or  window  .flag 
isovaluejlag  -  argument  is  a  single  isovalue. 


shell-flag  -  argument,  is  a  file  name.  File  contains  list  of  iso-values, 
window-flag  -  argument  is  a  range  of  isovalues.  e.g.;  -w  30.0-40.0 
box-flag  indicates  a  box  will  be  drawn  around  image  -  only  used  for 
artificial  volumes  such  as  embedded  math  functions.  * 
list_of_geom_files_flag  specifies  that  multiple  geom  files  will 
be  generated.  x 

path-flag  -  specifies  path  for  output  geometry  files.  Default  is  the 
directory  path  of  the  source  code.  * 

data_fileilag  -  specifies  type  of  input  file(s)  -  3D  SCALAR  FIELD  DATA. 
Can  be  medical  or  artificial  volumes.  Artificial  volume  data  is  default 
and  requires  re-directing  stdin  using  j.  For  example 


delta-distances  =  *  The  lengths  of  cell  edges.  * 

GEOMETRY  FILE  =  AFIT  geometry  file  of  points  triangle  specifications. 

header -info  =  data.dimensions  +  number_of_slices  +  (interjslice.thickness)  +  (in- 
t,ra-slice-thickness) 

indices  =  main-indices  +  unique-indices  *  indices  into  pre-calculated  256  CASE 
TABLE.  * 

interpolated  points  k  normals  =  *  points  and  normals  interpolated  along  cell  edges 
from  cell  vertices  to  the  isovalue(s)  provided  by  the  user.  * 

list  of  vertices  =  *  A  list  of  vertices  is  pie-calculated  manually  for  each 
case  in  the  256  CASE  TABLE,  and  stored  in  the  table.  Each  list  contains 
the  eight  cell  vertices,  ordered  according  to  unique  case  ordering  (following 
the  appropriate  complementation  and/or  rotation(s)).  * 

points  and  normals  =  *  points  -  The  original  points  obtained  from  the  3D 
SCALAR  FIELD  DATA,  normals  -  Normals  approximated  at  cell  vertices  using 
cent  ral  difference  gradient  ooerators.  * 

slices  =  points  +  scalar-values 

stats  =  tally  .ambiguous-cases  +  tally  _main  .cases  -f  tally.unique.cases  -f 
tally  .number  .points  +  tally  .number-triangles 


triangle's  =  points  and  normals 


TLU  =  Translation  Lookup  Table 

*  Contains  pointers  to  interpolated  points  and  normals.  x 

*  see  update  translation  table  lookup  PDL  for  more  info.  * 

TMP  DATA  =  tmp-points  +  tmp-normals  +  tmp-triangle-specs 
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Appendix  B.  Vanilla  Marching  Cubes 


This  appendix  describes  the  implementation  of  the  vanilla  marching  cubes  al¬ 
gorithm  developed  by  Lorensen  and  Cline  in  1987  (34).  It  is  termed  vam  ia  because 
mv  implementation  does  not  include  any  enhancements  such  as  texture  mapping, 
geometric  solid  modelling,  or  disambiguation.  The  first  part,  of  this  appendix  in¬ 
troduces  the  topic.  Following  the  introduction,  some  background  information  about 
decisions  and  about  my  implementation  are  discussed.  Then,  the  main  steps  in  the 
implementation  are  listed.  Next  some  background  information  on  my  implemen¬ 
tation  is  discussed.  Following  this,  use  of  the  256  element  transformation  table  is 
explained.  After  this,  the  cell  edge  interpolation  method  is  presented.  Then  the 
method  to  determine  triangle  normals  is  discussed.  Then,  modifications  and  en¬ 
hancements  made  to  the  public  domain  marching  cubes  code  is  presented.  Lastly, 
(omments  on  the  format  of  the  marching  cubes  output  are  discussed. 

11 1  Introduction 

The  marching  cubes  algorithm  (34)  is  a  31)  imaging  method  that  extracts  a 
surface  of  interest  from  a  3D  volume  of  data.  The  surface  is  represented  as  a  3D 
triangular  mesh  and  rendered  by  a  standard  polygonal  based  graphics  renderer.  The 
algorithm  processes  cubes  or  computational  cells,  where  a  cell  is  composed  of  eight 
voxels,  four  each  from  two  adjacent  data  slices.  Fach  cell  is  analyzed  to  determine* 
if  the  surface  of  interest  intersects  the  cell.  Triangles  are  generated  within  cells 
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that,  are  found  to  contain  a  portion  of  the  surface.  Surface  detection  within  a  cel! 
is  performed  by  simple  thresholding.  If  a  cell  vertex  is  greater  than  the  threshold 
value  (iso-value),  it  is  assigned  a  one  (considered  a  1-vertex),  else  it  is  assigned  a 
zero  (0-vertex).  Vertex  classification  in  this  manner  yields  256  possibly  different 
cell  clas.sifcations.  Lorensen  and  Cline  reduced  this  to  15  unique  cell  cases.  Tri¬ 
angle  vertices  are  determined  by  linearly  interpolating  the  voxel  3D  points  to  the 
isovalue  between  1-  and  0- vertices.  Normals  are  similarly  calculated  by  interpolating 
previously  derived  cell  vertex  normals. 

B.2  Background 

In  this  research,  I  implemented  a  version  of  the  marching  cubes  algorithm 
before  deciding  on  a  thesis  topic.  I  then  explored  the  u.-.e  of  kriging  to  somehow 
improve  the.  surface  extra<tion.  I  lead  Wilhelms  and  Celder's  (50)  work  on  intra-cell 
scalar  value  estimation.  From  there  it  was  simple  to  see  tiow  kriging  could  be  used. 
But,  I  still  investigated  other  surface  extractors  to  determine  the  history  of  marching 
cubes  and  to  see  whethei  kriging  could  be  applied  in  other  aieas.  This  led  me  into 
the  area  of  31)  medical  imaging,  fiom  where  marching  cubes  as  w<-!l  as  many  other 
31)  imaging  algorithms  were  derived. 

As  seen  fiom  chapter  two.  the  two  primary  surface  methods  are  aiberille  based 
and  cell  interpolation.  The  i  uberi  lie- based  approaches  were  developed  In  Herman. 
Liu  and  Fdupa  in  the  late  !!)7()'s  and  early  1980’s.  In  contrast  to  the  cuberi lie- based 

H  2 


methods,  the  •  ell  interpolation  methods  are  more  hneristicaliy  based.  Two  of  the 
celi  interpolation  algorithms  are  Lorenst  n  and  Clines'  marching  c  ubes  (34)  and  (8) 
and  Wvvill  and  McPheeters  soft  object  algorithms  (52).  The  latter  two  methods 
are  called  cell  interpolation  techniques  because  they  interpolate  polygonal  vertices 
to  the  isosurface  boundary  along  cell  edges,  where  a  cell  is  a  paiallelepiped  with 
eight  adjacent  voxels  as  vertices.  Cells  are  also  known  as  computational  cells.  The 
important  distinction  between  voxel-based  surface  extractors  such  as  cuberille  based 
models  and  cell-based  surface  extractors  is  the  fo  iner  assume  a  constant  scalar  value 
throughout  the  volume  element  (the  voxel),  wherea?  the  latter  assume  a  varying 
scalar  value  throughout  cells. 

After  reviewing  the  3D  imaging  literature.  I  chose  to  continue  exploring  the 
cell  interpolation  methods  for  the  following  reasons.  First.  I  did  not  wish  to  develop 
a  specialized  m.  which  would  limit  its  use  o’  fui.iro  research  to  potentially  only 
one  application.  Cell  interpolation  methods  have  been  widely  used  in  both  medi¬ 
cal  imaging  and  scientific  visualization.  Add  ;i,.<ally.  the  graph-theoretical  methods 
used  in  the  cubeiille  model  are  very  complex  'o  implement  and  often  yield  test. Its 
that  are  jagged  in  appearance  (because  ol  the  21)  surface  display  unit  used  -  cuPe 
fact')  without  special  shading  procedures  used  (1).  In  contrast,  the  cell  interpola¬ 
tion  methods  are  much  simplei  to  understand  and  implement  and  can  yield  very 
high  quality  images  without  special  shading  methods  used,  beyond  the  tiaditional 
appioariies  such  as  Courard  or  I’hongt  13).  Most  importantly,  since  estimation  is  a 


critical  part  of  3d  visualization,  the  ability  to  estimate  varying  scalar  values  within 
a  cell  and  visualize  direct  results  of  the  estimation  process  provides  the  impetus  to 
investigate  improved  estimation  methods.  The  work  previously  done  by  Wilhelms 
and  Gelder  (50)  provides  a  strong  framework  within  which  to  visualize  new  estima¬ 
tion  methods.  The  work  done  here  should  have  potential  benefit  to  many  other  3d 
visualization  methods,  since  piocessing  cell-by-cell  is  common  to  other  methods  such 
as  direct  volume  rendering  (46)  and  (51). 

The  main  drawback  of  the  cell  interpolation  approaches  is  the  simplistic  method 
of  segmenting  the  object  of  interest  from  the  remainder  of  the  volume.  This  method, 
termed  thresholding,  makes  a  binary  decision  at  each  voxel  -  does  the  voxel  con¬ 
tribute  to  the  final  image  or  not?  Volume  methods  do  not  make  such  a  simple 
decision,  but  rather,  allow  voxels  to  contribute  percentages  of  different  character¬ 
istics  (such  as  color,  and  density)  to  the  final  image  (33)  and  (16).  Again,  the 
emphasis  of  this  research  is  not  to  compare  volume  and  surface  methods,  but  to 
compare  estimation  techniques  applicable  to  both  methods. 

1  began  my  work  with  a  public  domain  veision  of  a  basic  marching  cubes 
algorithm.  This  version  only  set  up  the  piecalculated  table  and  performed  the  in¬ 
terpolation  step,  but  flid  not  do  the  most  diffn  nil  task,  that  of  computing  normals 
from  gradient  information.  It  basically  did  steps  2-5  in  the  list  presented  in  the  next 
section,  but  as  noted  later.  I  re-wrote  most  of  the  code  to  make  it  mote  understand¬ 


able  and  modifiable.  As  stated  in  chapter  2.  the  matching  cube  algorithm  “marches 


computational  cells  between  two  slices  of  data.  See  figure  B.l  for  a  pictorial  repre¬ 
sentation  of  the  marching.  The  slices  are  labelled  according  to  the  order  of  arrays  I 
maintain  in  the  implementation. 

B.-3  The  Mam  Sltps  in  Hit  Implementation 

Lorenson  and  Cline  (34)  described  the  marching  cubes  algorithm  in  1987.  The 
significance  of  their  algorithm  was  that  it  used  3D  information  to  construct  interslice 
polygons  to  represent  the  iso-surface  and  to  approximate  normals  for  shading.  The 
following  is  a  list  taken  from  the  1987  article,  which  denotes  the  steps  performed  in 
the  marching  cubes  algorithm: 


1.  Read  four  slices  into  memory. 

2.  Scan  two  slices  and  create  a  cube  from  four  neighbors  on  one  slice  and 
font  neighbors  on  the  next  slice. 

3.  Calculate'  an  index  for  the  cube  by  comparing  the  eight  density  values 
at  the  cube  vertices  with  the  surface  constant. 

•1.  Using  the  index,  look  up  the  list  of  edges  from  a  precalculated  table. 

r).  Using  the  densities  at  each  edge  vertex,  find  the  surface-edge  intersec¬ 
tion  via  linear  interpolation. 

().  Calculate  a  unit  normal  at  each  cube  vertex  using  cential  differences. 
Interpolate  the  normal  to  each  triangle  vertex. 

7.  Output  the  triangle  vertices  and  vertex  normals. 


The  remainder  of  this  section  discusses  how  some  of  the  above  steps  were  im¬ 
plemented.  1  do  not  discuss  the  steps  that  are  straight  foi  ward  from  an  understanding 
of  the  basic  algorithm  described  in  chapter  two  of  the  thesis. 


B  :> 


slice  3 


slice  2 


slice  1 


slice  0 


■a» 


x 


Figure  B.l.  Computational  cell  (cube)  marching  !  ctween  <lala  slices 
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First.  I  discuss  the  implementation  of  step  1  in  the  inarching  cubes  algorithm. 


BJ,  Precalculated  Table 

Creating  the  pre-calculated  table  mentioned  in  step  4  is  actually  the  first  step 
that  must  be  done.  This  table  contains  256  entries  -  one  for  each  of  the  possible  cell 
vertex  classifications.  Each  entry  also  has  associated  with  it  a  list  of  vertices  that 
map  to  a  unique  case  number  (that  also  accompanies  each  entry). 

To  create  the  table.  1  first  analyzed  all  the  256  possible  cell  vertex  classification 
cases  to  determine  the  15  unique  cases  and  mapped  the  remainders  to  the  unique 
cases  (figures  2.6.  2.7,  and  2.8  depict  the  unique  cases).  To  simplify  this  process  and 
obtain  accuracy.  I  reduced  human  error  as  much  as  possible.  1  used  tinker  toys  to 
represent  a  cell,  with  labels  attached  to  the  corners  and  marked  to  indicate  vertex 
numbers.  I  also  used  a  presentation  graphics  package  to  output  256  pictures  of  a 
numbered  cell  with  a  numbered  segmented  rectangle  below  to  hold  the  binary  value 
of  the  case  (See  figure  B.2  (a)).  1  analyzed  each  case  by  marking  the  appropriate 
numbered  labels  for  the  case,  complementing  the  vertices  if  necessary,  and  rotating 
the  cell  to  roi respond  to  the  classification  of  a  unique  case.  Each  entry  in  the  256 
element  table  contains  the  older  of  the  cell  vertices  and  the  corresponding  unique 
case.  The  order  of  vertices  corresponds  >  the  order  of  those  specified  in  figure  B.2 
(a)  (0  1  2  -I  1  5  6  7).  The  ordering  is  arbitrary  but  requires  consistency. 
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Aii  example  of  how  the  table  is  used  will  help  in  understanding  its  use.  Assume 
we  have  just  marched  to  the  next  cell  and  case  94  (5E  hex,  01011110  binary)  is 
encountered.  The  original  orientation  is  seen  in  figure  B.2  (a).  In  a  case  such 
as  this,  Lorcnsen  and  Cline  point  out  that  ‘‘Complementary  cases,  where  vertices 
greater  than  the  surface  value  are  interchanged  with  those  less  than  the  value,  are 
equivalant”  (34:165).  Therefore,  figure  B.2  (a)  is  transformed  to  figure  B.2  (b).  which 
when  rotated,  matches  with  the  same  vertex  classification  as  unique  case  number  25 
(see  figure  B.2  (c)).  The  major  table  entry  for  case  94  contains  25  for  the  unique 
case  index  and  also  contains  the  cell  vertex  ordering  5  1  4  0  7  3  6  2.  Another  table 
called  the  translation  lookup  table  is  used  to  map  case  25  into  triangles  based  upon 
previously  computed  interpolation  points  along  the  cell  edges,  and  uses  the  ordering 
in  the  table  in  place  of  the  normal  ordering  0  1  2  3  4  5  6  7  (which  is  only  used  in 
unique  cases). 

Step  5  is  another  place  where  pre-processing  before  marching  can  occur  to 
speed  up  the  algorithm. 

B.d  Cell  Edge  Ininpolalion 

Cell  edge  interpolation  is  the  process  that  determines  where  the  iso-surface 
intersects  a  cell  edge.  The  cell  edge  must  have  one  voxel  value  gieater  than  the  iso- 
surface  and  the  other  less  than  the  iso-surface  for  cell  edge  interpolation  to  occur 
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One  area  where  inarching  cubes  implementations  can  differ  is  when  cell  edge 
interpolation  occurs  (step  5).  My  code  interpolates  in  a  pre-marching  step.  That  is, 
every  time  a  new  scan  plane  (slice)  of  data  is  read  in,  it  is  immediately  processed 
to  find  the  interpolation  points  along  cell  edges  where  the  surface  is  estimated  to 
cross.  This  requires  a  total  of  seven  arrays,  each  with  the  dimensions  of  a  slice  - 
two  for  the  original  slice  data,  four  for  the  x  and  v  interpolation  values  for  each  of 
the  two  planes  forming  the  cells  and  one  array  for  the  z  interpolation  values.  Two 
x  and  y  interpolation  arrays  correspond  t,o  each  of  the  two  slices  of  data  that  cells 
will  “march’"  between.  Only  one  array  is  needed  for  interpolation  points  in  the  z 
dimension,  because  of  the  geometry  of  the  slices  and  the  orientation  chosen.  Th;s 
can  be  seen  in  figure  B.3.  which  depicts  the  correspondence  between  interpolated 
points  along  cell  edges  and  these  arrays.  The  .rt7's  represent  points  interpolated  in 
the  x  direction  where,  i  corresponds  to  the  i  t h  position  in  the  array,  j  is  the  slice 
number,  either  1  or  2  (thus  2  x  interpolation  arrays).  Notice  the  points  only  lie 
along  tlm  cell  edges  in  the  x  direction.  The  ijtJ  points  represent  the  same  for  the 
y  interpolation  arrays.  The  >,‘s  represent  interpolated  points  in  the  z  direction.  If 
the  iso-surface  does  not  intersect  a  particulai  edge,  that  coriesponding  entry  in  the 
array  will  never  Ire  accessed. 

The  following  is  the  interpolation  formula  used  to  find  the  intersection  point 
along  a  cell  edge.  This  formula  applies  onh  along  a  single  component  (x.y,  or  z) 
since  a  cell's  edge  lies  only  in  one  of  the  thr<v  coordinate  directions. 


j  =  1  or  2  and  i  ranges  from  0  to 
(xdim  *  ydini)  -  1 

y  jj  -  i’tli  position  in  j'tli  y  interp  array 
z  i  -  i'tli  position  in  single  z  interp  arrav 

Figure  B.3.  Correspondence'  of  interpolation  arrays  to  computational  cells  match¬ 
ing  between  two  slices 
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Given: 


pi,  p2  -  the  component  points  to  interpolate  between. 
vl,v2  -  the  scalar  value  at  points  pi  and  p2  respectively, 
iso  -  the  target  value  interpolated  to. 


interppoinl  =  {{iso  —  v2)  *  (pi  —  p2))/(t>l  -  r2)  -f  p2 

The  translation  lookup  table  is  later  used  during  marching  to  access  interpola¬ 
tion  points  in  these  arrays.  The  advantage  of  this  pre-interpolation  method  is  that 
shared  triangle  vertices  are  guaranteed  to  be  the  same  because  only  one  edge  is  ever 
processed,  which  reduces  computation  time;  whereas,  during  marching  each  internal 
edge  is  processed  twice.  However,  the  disadvantage  is  the  memory  required  to  main¬ 
tain  arrays  that  contain  the  interpolated  points.  Even  more  overhead  is  required  foi 
this  method  to  implement  steps  1  and  6.  which  calculate  the  triangle  vertex  normals. 


B.6  Normal  Calculations 

My  code  produces  the  normals  during  the  pre-interpolation  step.  The  following 
central  difference  gradient  operator  is  used  to  estimate  the  outward  direction  of  the 
surface  at  a  particulai  voxel  (i.j.k)  along  the  three  coordinate  axes  (:f  1:105}  : 


Gx{iJ,k)  =  (DU  +  1JA-)  -  D(i  - \..jA'))/Ax 


Gv(i,j,k)  =  (D{i,j  +  Lk)  -  D(i.j  -  l,k))/Ay 
Gg(i,j.k)  =  [D(iJ,k  +  1)  -  D(ujA'~  1))/Ar 

D(i,j,k)  is  the  density  value  at  voxel  i.j.k  and  A.r.A y.Az  are  the  lengths  of 
the,  cell  edges  in  the  corresponding  component.  Once  the  cell  normals  are  estimated, 
they  are  interpolated  along  cell  edges  to  the  iso- value  using  the  same  interpolation 
formula  used  to  find  the  triangle  vertices.  In  the  vanilla  marching  cubes  algorithm  I 
handle  boundary  cases  as  special  cases  when  determining  the  vertex  normals.  That 
is,  voxels  along  the  border  of  the  enclosing  rectangular  volume  are  assigned  the 
outward  facing  normal  along  the  enclosing  volume  (see  figure  B.4). 

B.7  Fixes  to  Public  Domain  Code 

The  original  code  1  started  with  was  written  to  be  fast  (  though  it  was  prac¬ 
tically  unusable  because  it  did  not  produce  normals  nor  planar  polygons)  without 
regard  to  maintainability  or  understandability.  Therefore.  I  had  to  re-engineer  a  sig¬ 
nificant  portion  of  it  to  obtain  these  software  engineering  goals.  The  main  problem 
the  code  had  was  that  it  did  not  maintain  a  standard  logical  order  of  the  original 
slices  when  reading  them  in  from  the  data  files.  Only  the  interpolated  planes  were 
swapped  to  maintain  ordei.  Planes  in  the  code  are  the  same  as  arrays  corresponding 
to  slices.  Planes  are  swapped  to  re-use  the  previously  read  slice  for  the  next  process¬ 
ing  loop  of  cells.  Swapping  planes  is  the  same  as  swapping  pointers.  By  swapping 
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all  planes  after  each  slice  is  processed.  1  cut  the  size  of  the  translation  table  in  hall, 
but  it  has  to  be  re-initialized  after  each  slice  is  processed.  However,  the  code  is  much 
easier  to  understand  and  modify. 

B.S  Marching  Cubes  Output 

The  triangles  are  output  in  the  form  of  an  />  FIT  geometry  file,  which  expects 
all  the  points  to  be  listed  first,  followed  by  a  list  of  polygons  whose  vertices  are 
indicated  by  referencing  line  numbers  of  the  above  mentioned  points.  The  AFIT 
geometry  file  is  then  used  as  input  to  a  slightly  modified  version  of  AFIT's  GPR. 

The  code  for  the  vanilla  inarching  cubes  implementation  was  written  originally 
in  "C\  and  consequently  it  was  functionally  oriented.  It  was  later  converted  to  C+  + 
so  it  could  interface  with  the  C++.  object  oriented  kriging  code. 

Appendix  A  contains  data  flow  diagrams  and  program  description  language 
statements  for  the  vanilla  marching  cubes  implementation. 


Appendix  C.  Cell  Subdivision  Implementation 


This  appendix  describes  implementation  details  of  the  subdivision  algorithm 
in  more  detail  than  presented  in  chapter  four  of  the  thesis.  First  discussed  is  some 
terminology  to  help  understand  the  rest,  of  the  appendix.  After  that,  the  purpose 
of  cell  subdivision  is  presented.  Then  the  ceil  subdivision  implementation  steps  are 
described. 

C.  1  Terminology 

Before  proceeding.  1  present  some  terminology  that  eases  the  following  expla¬ 
nations.  I  consider  the  initial  computational  cells  in  the  main  loop  as  major  cells  (see 
figure  C.l ).  The  newly  created  cells  within  a  major  cell.  I  term  minor  cells.  Major 
cells  ha\e  the  original  voxels  as  vertices,  so  1  consider  minor  cell  vertices  as  minor- 
voxels.  Finally.  I  consider  th<"  arrays  within  a  major  sub-divided  cell  as  mini-slices, 
since  logically  they  i (‘present,  input  data  slices. 

(’.£?  Tin-pose*  of  ('ill  Sybil  ii  ision 

The  primary  pm  poses  of  cell  sub-division  ate  to  disambiguate  ambiguous  cell 
cases  and  to  derive  a  better  approximation  of  the  bo-nirface.  An  ambiguous  cell 
occurs  whenever  more  than  one  topology  can  bo  chosen  foi  the  cell,  (’ell  subdivision 
disambiguates  an  ambiguous  cell  In  subdividing  it  into  minor  cells.  Kven  though  the 
subdivided  ambiguous  major  cell  is  no  longet  ambiguous  (because  it  is  no  longei  dealt 
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minor  cell 


Subdivision  factor  =  2  in  all  d;.->ensions 

•  Original  voxels  (major  cell  vertices) 
q  Minor  voxels  (minor  cell  vertices) 

Figure  C.L  Subdivided  Major  Cell 

with),  cell  subdivision  does  not  guarantee  that  minor  cells  will  not  be  ambiguous. 
Wilhelms  and  Gelder  (50)  handle  ambiguous  minor  cells  by  choosing  one  topology 
based  on  facial  averages,  discussed  in  chaptei  two.  The  ceil  subdivision  method  can 
also  be  used  to  increase  image  fidelity.  This  is  done  by  forming  the  surface  within 
minor  cells  versus  the  much  larger  major  cells  -  that  is.  data  resolution  is  increased 
by  forming  minor  cells.  Increasing  the  data  resole  non  to  imptove  image  fidelity 
is  the  same  idea  behind  the  dividing  cubes  aigoiitlnn  (S).  except  point  piimitives 
are  output  in  the  dividing  cubes  method  instead  of  the  tiiangles  output  in  this  cell 
subdivision  method1.  Subdividing  can  also  be  used  to  increase  resolution  in  only  one 

‘The  appendix  entitled  Disambiguation  and  Enhanced  Surface  Representation  In  Cell  Subdivi¬ 
sion  presents  an  example  that  helps  clnrifv  win  cell  miIhIiv ision  can  improve  image  (pialitv 


dimension,  equivalent  to  creating  cubic  voxels  in  the  cuberille  data  model  approaches 
by  creating  new  logical  slices  between  the  original  ones-  This  method  is  used  in  the 
implementation  of  slice  interpolation  discussed  in  chapter  four. 

C. ■]  Implf  mentation  Step* 

This  section  lists  the  cell  subdivision  steps  1  implemented  and  describes  each 
in  turn.  The  steps  are  : 

1.  Read  data  into  memory. 

2.  March  major  cells  between  slices. 

3.  Subdivide  major  cells  into  minor  colls. 

■1.  Estimate  minor-voxel  values. 

o.  Apply  marching  cubes  surface  extraction  within  majoi  cells  to  form  surface. 

Sfrp  1  Rtatl  SI i  ci  " 

Step  1  is  basically  the  same  step  as  in  the  vanilla  matching  cubes  (vmc)  im¬ 
plementation  described  in  the  previous  appendix.  Four  shies  aie  needed  at  a  time 
to  calculate  the  gradient.  The  central  difference  gradient  opeiatot  requires  (»!  voxel 
values  sui rounding  a  major  cell  for  the  calculation  (see  figure  1.3)*.  This  step  differs 
ftom  the  vmc  implementation  in  the  handling  of  border  cases.  The  vim  code  d*  als 
with  bonier  cases  (such  as  the  first  and  last  data  slices  and  edges  of  data  slices')  l»y 
I  In'  |ii>iii-ss  of  "lailieni  ralr ulai ion  wiiliin  minor  cells  is  (lisriissrij  in  ,i  lamr  sei-tir.n 


Approximating  the  surface  normal  at  these  major  cell  vertices  with  a  method  other 
than  the  central  difference  gradient  operator.  This  is  because  the  64  surrounding 
voxel  values  do  not  exist  in  these  cases.  Instead  of  the  gradient  operator  in  these 
cases,  the  normals  are  approximated  by  the  vector  normal  to  the  surrounding  par¬ 
allelepiped  shaped  volume  (see  figure  B.4. 

Since  two  of  the  estimation  techniques  (tricubic  interpolation  and  kriging)  used 
in  the  cell  subdivision  process  need  64  surrounding  values  at  all  times,  1  handled  the 
border  cases  differently  in  the  cell  subdivision  implementation.  First.  1  always  assume 
there  are  64  surrounding  voxel  values.  To  do  this.  I  ignore  the  data  on  the  edges 
of  the  2D  data  slices  used  as  input.  This  is  not  a  problem  because  in  most  medical 
image  data  slices  several  rows  and  columns  of  edge  values  do  not  contribute  to  the 
meaningful  portion  of  the  data.  Because  of  this  assumption,  I  insure  the  artificial 
volumes  I  create  are  centered  within  the  volume,  with  at  least  one  array  position  in 
the  x  and  v  dimensions  as  a  buffer  zone.  Since  I  cannot  ignore  the  first  and  last  data 
slices.  I  create  two  dummy  data  slices  to  replace  them.  The  values  for  these  dummy 
slices  are  copied  from  the  slice  they  are  imitating. 

S'/r  j>  J  March 

Step  2  is  the  same  marching  that  occurs  in  t  he  vine  implement  at  ion.  ( 'output  a- 
tional  cells  ap*  matched  between  two  data  slices  (see  figure  4.1 ).  In  cell  subdivision, 
these  cells  are  not  polygonized,  but  aie  subdivided..  This  subdivision  is  described  in 
the  next  step. 
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Step  3  -  Cell  subdivision 


The  purpose  of  cell  subdivision  was  described  above  -  here  the  implementation 
is  discussed. 

I  process  the  subdivided  major  cell  by  employing  another  modified  version  of 
my  vmc  implementation  to  ‘‘march"  within  each  subdivided  major  cell.  Since  1  use 
a  vmc  implementation,  data  slices  are  assumed  to  be  read  into  memory;  therefore, 
I  simulate  reading  data  slices  into  memory.  Since  I  never  use  more  than  four  data 
slices  at  a  time.  1  use  four  arrays  to  hold  the  mini-slice  values  and  points.  In  the 
vmc  implementation,  data  slices  already  have  values  and  points  associated  with 
them  when  read  into  arrays  in  memory.  However,  both  values  and  points  must  lie 
calculated  for  mini-slice  arrays.  The  points  are  calculated  from  subdivision  factors 
specified  prior  to  execution.  Three  subdivision  factors  along  each  of  the  three  major 
axes  are  set  (e.g..  f\  =  fy  =  ').  fz  =  2  means  subdivide  the  cell  in  the  x  direction 
into  three  parts,  in  the  y  direction  into  five  parts.etc.).  Figure  CM  depicts  a  major 
cell  subdivided  into  eight  minor  cells  where  the  subdivision  factor  is  two  in  each 
direction.  A  subdivision  factor  of  two  in  each  direction  requites  the  calculation  of 
one  minor- voxel  point  at  the  midpoint  of  each  major  cell  edge,  one  minor- voxel  point 
in  the  center  of  each  major  cell  face,  and  one  mi  not -voxel  point  in  the  very  center  of 
the  major  cell.  Figure  C.2  depicts  a  major  cell  subdivided  into  a  parts  in  all  three 
directions.  The  calculation  for  dividing  a  major  cell  edge  into  o  parts  is 

/il..r  — -  major,. i  +  (majoi  r 2  —  major,. |)/-r> 
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p'2..r  =  wo jor,  |  -f  2  *  {mo jorl2  -  major x,  )/"> 

/>3 . :r  =  majorxl  -f  3  *  [major r2  —  major. )/ 5 
/)•}.. r  =  majurx\  +  -1  +  (majorx2  -  majorxl  )/y 
The  y  and  7.  components  are  calculated  in  the  same  manner. 

o 


I’igme  ( ‘.2.  Computing  subdivision  points.  Subdivision  factor  =  ">  in  all  thre< 
directions. 


Oner  a  minor- voxel  point  is  determined,  a  scalai  value  i*«  assigned  to  the  point 


Step  4.  Estimate  scalar  values 


In  order  for  the  modified  vine  implementation  to  process  mini-slices,  scalar 
values  must  be  estimated  at  the  minor  cell  vertices.  I  implemented  three  functions 
to  estimate  values  at  minor  cell  vertices.  These  are  trilinear  interpolation,  tricubic 
interpolation  and  kriging.  Trilinear  interpolation  is  explained  in  a  separate  appendix. 
Tricubic  interpolation  is  explained  in  chapter  four.  Kriging  theory  is  presented  in 
chapter  three  and  the  implementation  details  are  in  chapter  four.  Once  the  minor 
cell  vertices  are  estimated,  the  surface  can  be  formed. 

Step  5.  Apply  marching  cubes  surface  extraction  within  major  cells 

I  implemented  two  modified  versions  of  the  vmc  implementation  described  in 
the  previous  appendix  to  accomplish  cell  subdivision.  The  first  vmc  implementation 
is  used  in  the  outermost  loop  to  read  the  actual  data  slices  into  memory.  There  are 
two  primal  v  loops  in  the  system.  Within  this  outei most  loop,  major  cells  are  formed. 
The  only  tasks  the  first  \  inc  implementation  does  is  read  data  into  memory  and  form 
major  cells.  The  surface  is  actually  formed  by  the  second  vmc  implementation,  which 
processes  major  cells. 

The  second  me  implementation  treats  major  cells  as  sub-xolumes.  extracting 
sub-surlaces  from  them.  Thus  the  second  primary  loop  ‘‘marches  within  major  cells, 
foi  riling  portions  of  the  iso-surface.  That  is.  for  each  majoi  cell  within  a  volume  of  .‘ID 
data,  the  second  vmc  implementation  extracts  a  sub-suifaee  fiom  each  sub- volume 
(major  cell).  The  major  task  her'*  is  to  insuic  then-  is  a  continuous  surface  extracted 
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not  only  between  minor  cells  but  also  between  sub-volumes.  A  continuous  surface 
means  the  triangle  vertices  and  normals  are  the  same  at  shared  locations.  Fortu¬ 
nately  the  vmc  implementation  described  in  the  previous  appendix  insures  surface 
continuity  between  minor  cells  by  a  pre-marching  interpolation  step.  However,  the 
task  of  insuring  surface  continuity  between  sub- volumes  is  not  as  straightforward. 

The  challenge  of  dealing  with  inter  sub- volume  surface  continuity  determines 
how  minor  ce'l  vertex  normals  are  approximated  on  the  boundary  of  major  cells. 
Recall  from  the  \  me  algorithm  that  surface  normals  are  approximated  at  cell  vertices 
by  a  central  difference  gradient  operator.  I  use  this  operator  to  approximate  normals 
at  all  minor  cell  vertices  completely  contained  within  a  major  cell.  However,  the 
minor  cell  vertices  on  the  borders  of  major  cells  are  handled  specially  to  insure  inter 
sub- volume  surface  continuity.  First,  those  minor  cell  vertices  that  are  the  same  as 
the  major  cell  vertices  are  assigned  the  same  normal  value  as  the  major  cell  vertices. 
This  is  possible  because  pre-marching  interpolation  of  both  points  and  normals  is 
performed  in  the  outermost  loop.  Then,  prior  to  marching  within  a  majoi  cell.  1 
calculate  cell  fat  ■*  normal  averages  and  cell  edge  normal  averages  to  use  on  the  othei 
boundary  cases.  These  normal  averages  shared  between  sun-volumes  insures  intei 
surface  sub- volume  continuity. 

After  the  points,  values,  and  normals  aieestima'ed  for  the  minoi  cell  vertices. 
I  then  interpolate  points  and  normals  in  a  pre-marching  step  (the  same  as  in  t  he  vine 
implementation  described  in  the  previous  chapteij  to  determine  the  surface-minoi 


cell  intersections.  Next,  1  “march minor  cells  between  mini-slices  and  output  trian¬ 
gle  vertices  and  normals  to  an  Air  Force  Institute  of  Technology  (AF1T)  geometry 
file.  To  render  the  surface.  1  call  a  modified  version  of  the  AF1T  General  Purpose 
Renderer  (GPR)  to  do  Phong  illumination  and  Phong  shading.  Another  appendix 
describes  the  modifications  to  the  A  FIT  GPR. 


Appendix  D.  Disambiguation  and  Enhanced  Surface  Representation 


by  Cell  Subdivision 

This  appendix  describes  how  cell  subdivision  can  disambiguate  ambiguous  cells 
and  how  it  can  enhance  the  surface  representation.  First,  some  background  informa¬ 
tion  is  presented,  then  an  example  is  presented  that  helps  demonstrate  the  purpose 
of  this  appendix. 

D.l  Background 

I,  as  well  as  Wilhelms  and  Gelder  (50)  demonstrate  that  subdividing  cells 
reduces  ambiguity  significant ly.  and  depending  on  the  estimation  function  used  to 
estimate  intra-cell  scalar  values.,  ran  cause  a  smoother  representation  of  the  surface 
generated  by  cell  intei polation.  (  sing  a  subdivision  factor  of  5  in  each  dimension. 
I  explore  both  trilinear  and  tricubie  estimation  functions  in  artificial  volumes.  The 
trilinear  function  generates  a  better  surface  fit  than  the  vanilla  marching  cubes,  but 
is  still  far  from  the  desired  surface.  Tricubie  estimation  even  performs  better  in  these 
artificial  volumes.  Tiicubic  estimation  causes  the  surface  extraction  to  geneiate  a 
closer  representation  of  the  actual  surface  than  the  trilinear  does.  The  authors  cited 
above  claim  t  he  t  ricubic  is  better  at  est.imat  ing  points  within  the  cell  because  it  uses  a 
larger  neighborhood  of  points  without  assuming  linearity  However,  this  assumption 
may  not  be  valid  for  data  with  sharp  contrasts  within  a  small  neighbor  hood  of  \o\els. 
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A  larger  neighborhood  may  in  fact  cause  errors  in  data  with  sharp  contrasts.  Kriging 
estimation  can  also  use  a  larger  neighborhood  of  control  points,  The  promising  nature 
of  kriging  is  that  it  guarantees  the  ‘'best"  linear  estimator  and  the  neighborhood  size 
can  be  modified  as  well  as  a  number  of  other  parameters. 

Subdividing  ambiguous  cells  does  not  guarantee  that  ambiguous  cells  will  be 
removed.  The  minor  cells  created  from  the  subdivision  process  may  be  ambiguous. 
W  ilhelms  and  Gelder  (50)  apply  the  facial  averaging  technique.,  described  in  chapter 
two.  to  disambiguate  minor  cells.  That  is.  if  a  face  is  ambiguou  .  the  average  value 
obtained  by  averaging  the  four  face  vertices  is  tested  against  the  iso- value.  If  the 
average  is  greater  than  the  iso- value,  the  1- vertices  are  connected,  else  the  0- vertices 
are  connected. 

In  all  the  artificial  data  sets  1  mate,  ambiguity  is  completely  removed  with¬ 
out  the  need  for  disambiguating  minor  cells.  IIowe\er.  this  does  not  occur  in  the 
medical  data  sets  I  tested.  In  the  artificial  data  sets,  the  surface  generated  by  cell 
interpolation  appears  smoother  the  higher  the  subdivision  factors  and  depending 
on  the  estimation  function.  The  next  section  explores  how  this  smoother  surface 
representation  can  occur. 

/). 2  Exam  pit 

The  polygonization  in  the  marching  cubes  algorithm  or  any  cell  interpolation 
algorithm  is  arbitrary.  It  is  a  guess  at  how  the  surface  should  pass  through  the 


Figure  D.l.  Alternate  polygonization  for  case  6 

cell.  For  example,  another  triangulation  of  unique  case  6  of  figuie  2.7  is  depicted  in 
figure  D.l. 

Note  that  only  tin*  ambiguous  cases  of  the  unique  case  tigures  in  chapter  two 
aie  t  ruly  ambiguous  in  the  sense  that  alternate  poly  gonizat  ions  can  be  pet  formed 
For  example,  the  polygonization  of  unique  case  5  (a  non-ambiguous  case]  is  fairly 
obvious,  even  though  it  is  remotely  possible  further  subdivision  and  estimation  could 
uncover  a  different  topology1. 

To  understand  bow  cell  subdivision  and  estimation  can  disambiguate  ambigu¬ 
ous  cells,  consider  a  ma  jor  ambiguous  cell  in  which  a  possible  erroneous  topology  is 
generated  (major  cell  refers  to  an  un-subdivided  fell,  a  minor  cell  a  subdivided  cell). 


Without  .subdivision,  erroneous  topology  is  a  gross  error,  which  not  only  causes  in¬ 
accuracies  in  the  final  image,  but  can  also  create  "holes"  as  discussed  in  chapter  two. 
Sub-dividing  this  cell  will  reduce  this  one  large  erroneous  topology  into  smaller  cells 
where  most  will  have  non-ambiguous  cells,  depending  on  how  well  the  estimation 
function  estimates  the  surface  in  the  cell.  Case  14  (see  figure  D.2)  is  a  particularly 
good  example  oi  a  rare  case,  even  if  no  ambiguity  results.  The  reason  wh,  it  is  rare 
is  because  it  repiescnts  a  very  complicated  portion  of  the  surface  topology. 

Suppose  case  14  is  subdivided  by  a  factor  of  2  in  all  three  diieetions.  The 
chances  of  case  14  appearing  within  any  of  the  minor  cells  is  even  rarer.  This 
is  so  because  of  the  complex  triangulation  of  case  14.  Assume  the  triangulation 
of  figure  D.2  A  depicts  the  surface  correctly  within  that  cell.  Then  subdividing 
the  cell  could  possibly  generate  the  subdivided  major  cell  depicted  in  figure  D.2 
B.  In  this  ca^e  the  topology  remained  the  same,  and  case  14  does  not  show  up. 
In  fad.  all  nonempty  minor  cells  are  unique  nonambignous  case  1  in  this  figure. 
In  any  subdivision,  the  1 -vertices  of  (lie  major  cell  will  remain  1- vert  ices  in  the 
corresponding  minor  cells  because  their  values  do  not  change.  Howovei.  new  1- 
vertices  may  be  added  on  the  minor  cells.  In  this  figure,  the  1-vertices  are  the 
same.  Foi  simplicity.  I  will  discuss  only  one  edge  of  the  inajoi  cell  where  the  surface 
intersects.  'I'his  edge  is  denoted  by  E  figure  D.2. 

Figure  D.2  C  depicts  possibly  different  minor  cell  topologies  caused  by  the 
subdivision.  Note  in  figure  D.2  B  that  the  surface  inleisects  between  minor  voxels 


a  and  I).  Figure  D.2  C  however  shows  more  complicated  minor  cell  vertex  classifi¬ 
cations.  where  the  surface  intersects  between  minor  voxels  b  and  c.  In  figure  D.2 
C.  the  upper  right  front  cell  is  now  unique  case  3  instead  of  1  and  a  new  nonempty 
minor  cell  exists  -  the  lower  right  fi out  cell.  This  cell  is  another  unique  case  1.  This 
does  not  imply  that  figure  D.2  A  is  a  wrong  topology,  it  just  means  that  in  this  case, 
figure  D.2  ('  captures  the  surface  intersection  point  on  edge  E  more  accurately. 

Of  course  there  are  many  other  possible  topologies  within  the  minor  cells,  too 
numerous  to  list  here.  The  point  of  the  simple  example  presented  is  to  show  that 
subdivision  can  disambiguate  and  cause  the  cell  interpolation  to  provide  a  closer 
approximation  of  the  actual  surface.  If  minor  cell  vertex  value  estimation  is  accurate, 
t  he  new  surface  intersection  points  should  be  closer  to  the  true  surface  boundary,  thus 
generating  a  triangular  mesh  that  better  approximates  the  actual  surface  of  interest. 
Subdividing  the  cell  even  fnrthei  should  generate  even  (loser  surface  intersection 
points.  Again,  resolution  of  ambiguous  minor  cells  is  not  guaranteed,  but  as  stated 
previously,  the  few  ambiguous  minor  cells  Dial  may  result  can  be  dealt  with  by  facial 
averaging,  gradient  consistency  heuristics,  or  similar  methods. 
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Appendix  E.  Binary  Image  Format  to  Utah  RLE  Form.a.t  Conversion 

It  is  often  very  useful  to  look  at  just  a  single  slice  ol  data,  especially  if  the  data 
is  from  CT  or  MR  I  scanning  technologies.  However,  most  of  the  data  is  in  binary, 
so  it  must  be  converted  to  an  image  format.  1  chose  the  Utah  RLE  format  because 
I  can  view  an  RLE,  image  from  any  of  the  different  types  of  workstations  we  have  at 
the  Institute.  My  code  assumes  binary  files  as  input,  but  can  be  easily  modified  to 
read  from  ASCII  files.  The  code  is  in  the  directory  tl.osis/src/makerle 

The  majority  of  image  files  are  stored  as  1  by‘c  per  value,  with  values  stored 
in  scanline  order  from  bottom  to  top.  Therefore  the  double  for  loops  used  to  read 
and  write  from/to  these  files  increases  fastest  in  x. 

Some  differences  in  file  formats  were  discovered  dming  this  effort.  The  Chapel 
Hill  data  has  2  bytes  per  value.  In  this  case,  it  is  important  to  determine  if  the  bytes 
need  swapping  because  of  architecture  differences  (little  endian/big  endian).  Also, 
some  MRI  image  data  derived  from  an  unknown  soune  was  stored  as  sun  raster  files. 
To  determine  if  the  image  format  is  miii  rastei.  try  the  sun  call  (on  a  Sun  console)  . 
.'cnntlonri  <image-file>  or  the  Unix  command  Jilt. 

I'he  Utah  RLE.  toolkit  has  r<  ••lines  that  do  the  same  task  (graytorle  and  raw- 
torle):  however,  the  code  I  d-  eloped  allowed  me  to  perform  other  operations  on  the 
data.  For  example.  I  modified  it  to  compute  the  histogiam  of  the  data.  I’he  major 


benefit  of  the  code  is  that  it  has  the  basic  format  for  reading  binary  data,  which  is 
necessary  in  other  areas,  such  as  the  actual  rendering  piogram. 


Appendix  F.  Changes  to  the  Air  Force  Institute  of  Technology's 


General  Purpose  Tenderer 

AFIT’s  GPR  is  an  object  oriented  rendering  system  written  in  C++.  It  has 
several  hidden  surface  removal,  reflection  model.,  and  shading  model  implementa¬ 
tions.  This  plethora  of  options  consequently  makes  the  executable  quite  large.  Since 
memory  is  a  scarce  resource  when  dealing  with  volumes.  I  decided  to  minimize  GPR  "s 
memory  usage.  I  did  this  by  removing  unnecessary  portions  such  as  code  handling 
texture  mapping,  vertex  colored  polygons.  Bezier  patches,  scan  line  z-buffering,  etc. 

1  retained  the  'Z‘  buffer  and  ‘A*  buffer  hidden  surface  removal  implementations,  all 
the  reflection  models,  and  both  flat  and  Phong  shading. 

Although  this  reduced  the  executable  size  by  over  a  half.  GPR  still  required 
too  much  memory  for  a  single  geometrt  file  output  from  my  maiching  cubes  im¬ 
plementation.  I  attempted  to  fix  this  problem  by  creating  a  list  of  geometry  files, 
.since'  GPR  is  capable  of  reading  multiple  files.  The  code  is  supposed  to  fiee  memory 
after  processing  each  geometry  file:  however,  the  deallocation  did  not  appeal  towoik 
correct  Iv. 

GPR  allocates  many  arrays.  It  is  possible  the  CM  C++  arra>  deallocation 
does  not  work  properly.  When  array  deallocation  is  attempted  according  to  Schildt 
(.■JS::{37 ).  theg++  warning  message  airay  size  expression  foi  delete  ignored  results 


(e.g.  delete  [pcount]  pnumvei'ts).  Scliildt  indicates  the  importance  of  this  operation 
(ignored  by  g-f-f)  : 

One  reason  that  you  need  to  specify  the  number  of  elements  in  the  ar¬ 
ray  to  the  delete  operator  is  so  that  the  proper  number  of  destructor 
functions  can  be  called  (that  is.  one  for  each  object  in  the  array). 

However,  after  I  investigated  memory  allocation  and  deallocation  by  creating  test 
cases  using  the  same  data  structures  used  by  GPR.  1  discovered  that  the  array  size 
had  no  affect  on  deallocation.  The  main  factor  appears  to  be  the  order  and  the 
sizes  of  the  memory  blocks  allocated.  I  found  that  if  a  smaller  block  of  memoir  is 
allocated  first  and  then  freed,  a  larger  block  cannot  use  the  just  freed  space  because 
it  is  not  large  enough  (both  malloc().free().  and  new  .delete  appeared  to  operate  the 
same).  Therefore,  for  the  best  use  of  Unix  memory  management,  large  blocks  should 
be  allocated  first . 

This  knowledge  still  did  not  solve  the  problem  of  GPU  using  too  much  memory, 
because  GPR  allocates  mam  blocks  of  varying  size,  based  on  the  polygon  count,  the 
vertex  count  and  the  number  of  vortites  per  polygon.  To  keep  fiom  altciing  GPR 
significantly  to  order  memory  allocations  coirectly.  1  chose  to  implement  a  very 
simple  memory  management  scheme. 

The  av  erage  memory  required  for  processing  geomet  iv  files  out  put  from  march¬ 
ing  cubes  is  between  three  and  five  megabytes  per  file.  If  GPR  successfully  makes 
this  amount  available  in  heap  spate  aftei  even  fde  is  processed,  then  no  memory 


problems  result.  Therefore.  I  decided  to  cirate  my  own  heap  by  simply  allocating 
one  block  of  memory  large  enough  to  handle  the  largest  file  in  the  list  of  files  output 
from  marching  cubes.  This  size  varies  based  on  the  isovalue(s)  selected  and  the  input 
data  resolution:  hovvevei.  1  found  the  maximum  needed  never  exceeds  10  megabytes. 

The  memory  block  is  allocated  once  at  the  beginning  of  GPR  in  main()  by 

memptr=  (void  malloc{MEMORV): 

where  MEMORY  is  the  pro-defined  size. 

Since  rnemptr  is  type  casted  as  a  void  “.  portions  of  this  block  can  be  crust  to 
any  type.  An  ofTset  into  this  memory  block  is  maintained  for  assigning  new  memory. 
Before  each  geometry  file  is  processed,  this  offset  is  re  set  to  zero.  Thus,  no  delete 
or  free  operations  are  necessary  and  the  same  memory  is  re-used  over  and  over. 


Appendix  G,  Creating  Artificial  Volum.es 


This  appendix  discusses  the  methods  that  create  an  artificial  volume.  An  ar¬ 
tificial  volume  (term  taken  fr  n  Tiede  (43))  in  this  work  is  one  in  which  scalar 
values  are  artificially  entered  at  node  points  in  a  3D  array  to  represent  some  object 
surface,  versus  a  volume  containing  voxel  values  which  are  generated  by  a  scanning 
technology  such  as  MRI  or  CT  or  by  a  scientific  simulat  ion.  The  primary  artificial 
volumes  1  created  for  this  work  contain  surfaces  depicting  three-dimensional  math¬ 
ematical  functions  such  as  a  sphere, an  ellipsoid,  or  a  paraboloid.  In  both  methods 
I  implemented,  the  surface  is  always  centered  within  the  first  octant  (positive  x,y.z) 
by  subracting  the  center  point  (h.k,l)  from  the  points  (x.y.z)  in  the  math  equation. 

The  initial  method  I  developed  is  very  straightforward,  but  does  not  allow 
setting  a  surface  threshold  other  than  0.  I  accomplished  this  by  assigning  to  each 
voxel  the  value  returned  by  evaluating  the  math  function  at  the  voxel  3D  point.  For 
example,  a  voxel  value  at  mesh  point  (x.y.z)  for  a  sphere  is  determined  by  : 

vo.vilVulue(x. y. =  rnliu(x,y.z)  =  (x  -  h)2  f  (//  -  k)2  -f  (r  —  l)2  —  r 2 

where  r  is  the  radius  and  (h.k.l)  the  center  point,. 

Functions  defining  a  surface  return  posili\c  values  on  one  side  and  negative 
values  on  the  other,  where  surface  points  are  evaluated  at  zero.  Since  marching 
cubes  interpolates  triangle  vertices  to  the  scalar  value  between  voxels,  this  method 
generates  a  volume  in  tin'  correct  format  for  marching  cubes  to  read.  Thb  is  so 


because  a  surface  defined  by  a  math  function  will  rarely  if  ever  intersect  an  artificial 
volume  voxel.  Of  course,  the  larger  the  volume,  the  better  chances  this  will  occur. 

Lt  Col  Phil  An. burn  extended  the  method  just  discussed  to  allow  any  scalar 
value  to  represent  the  surface.  Since  the  value  returned  from  a  math  function  evalu¬ 
ated  at  a  mesh  point  denotes  the  distance  from  the  surface  in  a  positive  or  negative 
direction,  this  distance  is  used  to  taper  off  a  value  from  the  scalar  value  chosen.  Also, 
to  get  the  output  in  marching  cubes  formula.  1  modified  the  algorithm  to  taper  off 
towards  the  negative  if  the  point  is  on  the  negative  side  of  the  surface  and  towards 
the  positive  if  the  mesh  point  is  on  the  positive  side.  The  formula  for  this  method 
to  determine  the  value  at  a  mesh  point  is  : 

<7f,s/  =  fabs(valne(x,y.z)): 
if  (raluc(.r,y.z)  >  0.0) j  /*  positive  */ 

voxel\'alut(.r.y.z)  =  (1  —  y/  i~yf rT'sr )  *  SCALAli 
«aMm\ *  (S' CAI.AII  +  OUTSIDE) 

else  /v  negative  */ 

voxtlV  aluc(.\\y .  z)  =  (1  -  v  )  *  SCALAli 

+(Af )  *  (•■**• 1  > H  -  ocr  sum 

1  used  A FIT's  viewit  program  on  the  Silicon  Graphics  3100  series  workstations 
to  view  the'  artificial  volumes.  I  also  included  a  command  line  option  to  draw  a  box 


around  the  volume  perimeter. 


Appendix  H.  TrUinear  Interpolation 

This  method  assumes  scalar  values  vary  linearly  along  component,  directions 
between  voxels  (45:11-14).  It  interpolates  in  each  of  the  three  dimensions,  see  fig¬ 
ure  H.l,  where  f(Oi)  and  f(ni)  represents  the  scalar  value  at  original  point  i  and  new 
(or  intermediate)  point  i.  respectively.  The  goal  is  to  estimate  f(n6)  given  f(OO)  - 
f(07). 

The  method  computes  ratios  of  distances  and  scalar  value  differences  succes¬ 
sively  until  the  center  value  is  determined.  That  is  . 

/(«0)  =  JJ(/(01)-/{00)+/(00) 

Then.  f(nl)  is  found  by  interpolating  between  f(02j  and  1(03)  in  the  same 
manner,  f ( n 5 )  is  found  b\  interpolating  between  the  intermediate  values  f(nl)  and 
f(n3).  The  final  value'  l(n(>)  is  determined  by  interpolating  between  I(n4)  and  f(n5). 

There  is  one  significant  problem  with  this  method  that  reduces  accuracy  of 
estimates  in  a  three-dimensional  data  set.  Only  the  eight  surrounding  voxels  are 
anal  \ zed  *o  estimate  a  new  value  at  a  particulni  point  within  the  cell,  when  in  fact 
these  eight  samples  may  not  provide  sufficient  information  to  iufei  the  variability  of 
the  data.  More  importantly  however,  the  data  may  not  vary  linearly  along  major 
cell  edges. 

A  problem  of  less  significance  is  the  direction  in  which  to  interpolate  initially 
is  just  an  arbitrary  assumption  (though  only  thiec  choices  exist).  This  is  important 
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because  f(n-i)  and  f(n5)  are  based  on  the  first  set  of  intermediate  interpolations 
in  this  assumed  direction  (e.g..  the  Y  direction  could  be  assumed  initially  -  then 
f(nO)  would  be  determined  by  interpolating  between  points  01  and  05).  This  is  a 
potential  cause  of  inaccuracy  because  Tor  example,  values  may  not  vary  the  same 
between  voxels  OO  and  01  and  between  01  and  05. 


figure  11.1.  Inhnear  interpolation 
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